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Customer Name
intoximetears, Inc.
2081 Craig Road
S, Louis, Mo 83146

Lot # AG421
Exp. Date Gy, Type Componsnt
8-Aug-2016 108 1éthanol
Nitragen
Cenificatlon Traceable to N.L.&.T. RGM Ethanol Standards:
Serlal No, Concentration
EBGO105681 3918 ppm
EB0010870 259.8 ppm
EBQO10285 209.0 ppm
EB0010561 103.7 ppm
EB0010681 52,22 ppm
Analytical Mathod: NDIR
G 5 B
Raaspn'lD?' gas standarg certificavon of analysis
Location’ Argas USALLE {Leb) Anaiyst:

Alrgas USA LLC (LAB)
3500 DBernard Streel

St Louis, Ma. 63103
Ph: {314) 5333100
Fax {314) 533-7328

Certificate of Analysis

Tegt Date: 5-Aug-2014

804
cartifiad Congentration
0.080 + 0.002 BrAC (218 ppm)
Balancs
Serlal No. Concentration
EBG010603 382,56 ppm
EB00O10568 258.8 ppm
EB00105695 208.9 ppm
EB0010562 104,9 ppm
EB0010578 52.84 ppm
Mgl Mossl

Rod Marsala

1SO 17025:2005 A2LA accreditad. Cartificate Number 2989.01
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