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ST MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
e STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM RECEIVED

INTOX EC/IR II MAINTENANCE REPOR By Carol Day at 12:46 pm, Jan 04,2016

Compiete this repoxt at the time of the regulax monthly preven
days) . Complete Lhis report whenever the instrument is serviced ox repaired and whenever L 18 vlaced
into service. Retain the original and send a copy within 15 days to the Breath Aleohol Program, DHES.

H3

INTOX EC/iR 311 BN ¥IFE OF ROERGY DATE OF INGFEGTION
12696 TOWN AND COUNTRY ED 12/22/2015
LOCKTION OF INSTRUMBNT (S7REET AND CZTV) TIME OF INGPBGTION
1011 Municipal Cty. Dr, Town and Country 21¢28 CST

"~ OHEQRLIGT: Place & Mark in Che BOX BY 6ach Ltem LE sound Lo be paciBEactory or 1s operating within
established limits. {(Write in observed values where Qetermined). Unmarked items must be corrected

. pefore using instrument,

; DIAGNOSTIC RECORD

E@amﬁk CHECK CO2 CHECK

_E?‘c_l TEMP FLOW CHECK

TRISRC TEWE EF‘CB CHECK
DET REMP CRC COMP CHECK

BT TEMD CRC CAL CHECK
_Eﬁb 2 TEMP [RIFRINT TEST
ETH CHECK
EREATR ANALYZER ACCURACY STANDARDS
SIMULATOR SOLUTION COMPRESSED ETHANOL-GAS MIXTURE
STANDARD BUBPPLIER INTOX IMETERS LOT# AGL30801 EXP. DATE 11/0B/2016
[CJSTWOLATOR TEMP (34°C +0.2°C) SIMULATOR S/N SIMULRTOR EXP DATE

E“CALIBRATION CHECK - (ONLY ONE STANDARD 18 TO EE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. B2ll three tests must be within 25% of the standard valug
and must have a spread of .005 or lese. Mark the box corresponding to the standard solution being
used, [PRINTOUT ATTACHED)
0.10% STANDARD - MUST READ BETWEEN ¢.09S% AND 0.105% INCLUSIVE
0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.04% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST 1 W 0.100 g/ZlOL TEST 2 ¥ 0,100 g/210L TEST 3 » 0,100 &/210L

INDICATE THE NUMBER OF BREATH TESTS IN THE POLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 2 0-.04 54 06=,09 0 J10=-,14 2 | -15-.1% 3 OVER .19 4]
BETORE THE INGIRUMENT ©0 OFERRIBE

SATISFACTORILY AND WITHIN ESTABLIGHED LYMITS {USE OTHER GIDE IF NECESSARY).

TRSPECTING JFFICER

N~

7 l/g> MOORE, CHERIS
IOV UATE TELELHONE RORBER

11/23/2017 (31¢ ) a32-4697

RETURN COMPLETED REPCRT TO THE:
Breath Alcohol Program, Missouri Department of Health and Senior Services,
Southeast District Officge, 2875 James Bilvd, Poplar BIluff, MO 633501

MO 800-2859 AN EQUAL OPFORTUNLTY/AFFIKMATIVE ACTICN EMPLOYER LAE 163
servicts provided oh a nondiscriminatory busit



dayc
Received
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- Adrgas USA LLC (Las)
3500 Bernard Susel
St Louis, Mo, §3103
Ph [314) 5232100
Fax: {314) 533-7328

Certificate of Analysis

Customer Namig Test Date; 7-Nov-2014

intoximelers, Inc.
2081 Craig Road
5t. Lovis, Mo 63146

Lot # AG430901

Exp, Date Cyl. Type Component Certified Concentration
5-Nov-2016 108 Ethanol 0.100 £ 2% BrAC (272 ppm)
Nitrogen Balance

Certification Traceable to N.I.S.T. RGM Ethano! Standards:

Serial No, Concentration Serial No, Concenfration
™ EBO0010581 391.8 ppm EB0010803 382.5 ppm
EBOD10670 259.8 ppm EB0OG10559 258.8 ppm
EB0010286 209.0 ppm EB0010595 208.9 ppm
EB0010661 103.7 ppm EBO010562 104.9 ppm
EB0D10681 : 52,22 ppm EB0010579 52,94 ppm
:f '
Analytical Method: NDIR

Digitally signed by Quality Controt

Dale: 2014, 11.07 12:31:55 0600 .
Renson: Dry gag slanderd cenificahion of anatysiy % :

Lacaiion; Airgns USALLE {Lab} Ana tyst:
Rod Marsala

SO 17025:2005 AZLA accredited. Cerlificate Number 2989.01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il
CHRIS MOORE

is hareby authorized to instruct and supervise operalors, Irain instructors, Inspect, calibrate, perform field setvice and repairs,
and operate the following breath analyzer(s):

J—

) JINTOX EC/AIR T

for the determination of the alcoholic content of blood from a-sample of expired air. Permit issued under the provisions of sections
577,020 through 577.041, RSMo and 308,111 through 308.119 RSMo.

i e A A AT R AT £ P e

pDATE __.11/23/2015 ) y
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 2830281 e
y

expiRes 11/23/2017 e

M0 580771 (6-10}

T BIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVICES
LAD {RG-10)

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVIGES
BREATH ALGOHOL PROGRAM

0
¥2” INSTRUMENT OPERATOR CARD

The named cacgholdsr i authonized to opecale an evidenhsl drealh arcohol
fnnruman,' for the detesmination of [he pleahole conteni in breath form of wxplréd &if

1

Qperator MOORE, CHRIS
Permit No 250284
Date Issued 11/23/2015  Date Explres 11/2372017




