MISS0OURI DEPARTMENT OF HEALTH AND SENIOR SERUICES

STATE PUBLIC HEALTH LARORATORY RECEIVED

BREATH ALCOHOL PROGRAM
INTOX EC/IR ITI MAINTENANCE REPORT By Carol Day at 8:23 am, Mar 18, 2015

Complete this report at the time of the regular monthly preventive maintenance check {(not Lo exceed 33
days) . Complete this report whenever the instrument is serviced or repaired and whenever it is placed
into service. Retain the original and send a copy within 15 days to the Breath Alcchol Program, DHSS.

INTOX EC/IR II SN NAME OF AGENCY GATE OF INSDECTION
12708 Olivette Police Dept. 03/17/201%
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTICN
9473 0Olive Blvd. Olivette 20:10 CDT

CHECKLIST: Place a mark im the Dox by each item if found to be satisfactory or is operating within
established limits. (Write in observed values where determined). Unmarked items must be corrected
before using instrument.

E!DIAGNOSTIC‘ RECORD

[JBLANK CHECK [X]Co2 CHECK
[XJFC T TEMP [FJFLOW CHECK
[XJSRC TEMP [X]FCE CHECK
'"“'EDE:T TEMP [X|CRC COMP CHECK
[XJ5T TEME [XJCRC CAL CHECK
[X]5T0 2 TEMP [Q]ERINT TEST

m ETH CHECK
BREATH ANALYZER ACCURACY STANDARDS

DSIMULATOR SOLUTION mCOMPRESSED ETHANOL-GAS MIXTURE
mSTANDARD SUPPLIER INTOXIMETERS LOT# AG400803 EXP. DATE 01/08/20186
DSIMUI.ATDR TEMP (34°C +0.2°C) SIMULATOR &/N SIMULATOR EXP DATE

ECALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within 5% of the standard value
and must have a spread of .005 or less. Mark the box corresponding to the standard solution bein
used. {(PRINTCOUT ATTACHED)

0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 -~ 0.104 g/210L TEST 2 ~ 0.104 g/210L TEST 3 -+ 0.104 g/210L

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 1 0-.04 0 .05-.09 o] .10-.14 0 .15-.1¢9 1 QVER .18% 0

LIS ANY WEW TARTE AND DESCRIBE ANY AUTERETITN OR RODIFICATION THAT WAZ MEDE TU RESTORE THE INSTRUNERT 10 CPERATE
SATISFACTORILY AND WITHIN ESTABLISHED LIMITS (USE OTHER SIDE IF NECESSAERY).

March 2015
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RETURN COMPLETED REPORT TO THE:
Breath Alcohol Program, Missouri Department of Health and Senior Services,
southeast District Office, 2875 James Blvd, Poplar Bluff, MO 63301

MO 580-2B8399 AN EQUAL OPPORPUNITY/AFFIRMATIVE ACTION EMPLOYER LAB 163
services provided on a nondiscriminatory basis
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DEPARTMENT OF HEALTH AND SENIOR SERVICES
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PERMIT
TYPE Il

STEPHEN D FORD o

s hareby auihelzed lo Instruct and supenisa opealors, raln Instruclors, inspac), callbrats, perfrm Held sanica
nd aperata e llowing breath anslyzeris): ' ’ ' 50 repals

INTOX ECAR 1, INTOXILYZER 5000

o 1he detarmnination of the aleoholie pontent of bleod from a sample of sxpired it Pamitissusd updertha provi
i7r.020 through 574041, RSMo and 306,431 through 308.1718 ASMo.

DIRECTOR OF STATEPUBLIC HEALTHLARCIRATORY =

JUVIBER 2307288 M \J (. C !
. - ELJD .
APIFES TI1362078 - ,orthor direeine

DIREGTOR OF DEPAATMENT OF HEALTH AND BENIDR 35M M1GES
LAB- |Rﬁ-]u1

e
slonss of seclions

D 5IB-GI7} [6-10})

SEE STATE OF MISS0DRE
SEM[F)  DEPARTMENT OFHENLTHAND SENDR SERVICES
LY EREXTH ALCOHCL FTOSRAR

Eee INSTRUNIENT OPERATDR CARD

Fhe momed eydhezbric pohned jo o, Df».mrn o pdifaniial hreath oleohot
Insrmmnm forThe detnooThaltg of e oiondmTeenatnal in bresth fomm o! eqlod off

L

Dpumlcr FDRD, STEPHEN
Dalz lssued 1180/201F  * Dolo Explies 11282018

Yz

Pormlkb Ha 230201




Alrgas USA LG (L AB)
3500 Bamsrd Slrzst
5t Lonls, Mo. 53103
Pht {314} 5332100
Fayr {314) B33-7H28

Ceriificats of Analvsis

gustomer Name
Intoxlmstars, Ina.
2081 Orajp Roed
3t Lovls, Mo BR145

TestBaler B-lan-2044

Lot # AG4D0DBROT -
Exp. Date . GyhTyne Component Cedlfled Boncenbaton
B-.lan-2018 108 Elhanoi 0.100 & 2% ByAC (272 ppm)
Mirogan Belance

Gertiizalbon Traceable to NS, T. REY Ethano) Slandards:
Senal Mo, ConcentrztHon - Serial No. Goncentratlon
EB001D581 391.8 ppm ER0010603 392.5 ppm
EBMFIDST0 Z59%.8 ppm EBDDi 0555 Z5B.8 ppm
EBU01D28E 208,08 ppm EBDD10&85 208.89 ppm
EBoipios6l 163.7 ppm EBDIM0552 104.9 ppm
ER0DTD6E] 52.22 ppm EBDOD105TR 52.9:1 ppm
Anzlvilgal Method: NDIR .
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