MISSOURI DEPARTMENT OF HEALTH AND SENICR SERVICES
STATE PUBLIC HEALTE LABORATCRY
BEREATH ALCOHQCL PROGRAM

INTOX EC/IR II MATNTENANCE REPORT (RECEIVED

Complete Ch1S FEpOrt at the time of the regular monthly preventive malntenance LBy Carol Day at 2:49 pm, Jun 16, 2015
days). Complete this report whenever the instrument is serviced or repaired and whenever it is placed
into service. Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

#3

INTOYX EC/IR II SN NEME OF AGENCY DATE OF INSPECTION
12708 Qlivette Police Dept. 06/14/2015
LOCARTION OF INSTRIUMENT {STREET AND CITY) TIME QF INSPECTION
9473 0Olive Blwvd. Olivette 12:41 CDT

CHECKLIST: Place a mark in the box by esach item if found to be satisfactory or 18 operating within

establiished limits. (Write in observed vaiues where determined). Unmarked items must be corrected
before using instrument.

EDIAGNOSTIC RECORD

EELANK CHECK ECO2 CHECK
EFC 1 TEMP mFLOW CHECK
mSRC TEMP mFCB CHECK
mDET TEMP E‘C‘RC CCMFP CHECK
EBT TEMP mCRC CAL CHECK
mSTD Z TEMP mPRENT TEST

EETH CHECK

BREATH ANALYZER ACCURACY STANDARDS

DSIMULATOR SOLUTION EI COMPRESSED ETHANOL-GAS MIXTURE
ESTANDARD SUPPLIER INTOXIMETERS LOTH# AG400803 EXP. DATE 01/08/2016
DSIMULATOR TEMP (349C +0.2°C} SIMULATOR S/N SIMULATOR EXP DATE

ECALIBRATION CHECK - ({(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within +5% of the standard value
and must have a spread of .005 or less. Mark the box corresponding to the standard scolution being

used. (PRINTOQUT ATTACHED)
0.10% STANDARD - MUST READ BETWEEN 0.095% AND (0.105% INCLUSIVE
0.08% STANDARD - MUST READ BETWEEN 0.076% AND {.0B4% INCLUSIVE
0.04% STANDARD - MUST READ BETWEEN 0.038% AND ©.042% INCLUSIVE

TEST 1 ** 0.104 g/210L TEST 2 “ 0.104 g/210L TEST 3 + 0.104 g/210L

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUBALS ¢ 0-.04 0 .D5-.09 0 I -10-.14 1 .15-.19 0 OVER .18 0
DESCRIBE ANY ALTERATIO STORE THE INGSTHUMERT TO OPERATE

SATISFACTORILY AND WITHIN ESTABLISHED LIMITS (USE OTHER SIDE IF NECESSARY).

o FORD, STEPHEN
EXFIRATION DATE TELEEHONE NUMEER

H i1
230288 11/26/2015 { 3124 ) 845-3000

RETURN COMPLETED REPORT TO THE:

Breath Alcohol Program, Missouri Department of Health and Senior Services,
Southeast District Office, 2875 James Blvd, Poplar Bluff, MO 63901

MO 580-2899 AN EQUAL OPEORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAR 163
services provided on a nondiscriminatory basis
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puslomer Name
Intosimetars, Ino.
2081 Orsig Rosd
gt Lo, Mo BR148

TostDeler  Balan-g0dg

.oty AR24DDR0A -
Ezp. Dgke . Byl.Tvpe Componenk geriilled Coneenimbon
B-len2018 ‘108 Elsanol 01,100 2 2% BrAG (272 ppm)
Mimogen Halanoa

Gerlfizabon Tracasbla o NLS.T. REW Ethano Standards:
Sengf MNo. Goneentraton - Berfal No. Goncenfraton
E=06010581 291.8 ppm EBDG10603 aB2. ppnt
EBnDeTo ZE8.H pprm EBnNiasss Z50.8 opm
EE00D2BE 208.0 ppm EBDO063S 20H.3 ppra
EBOriE6EL 183.7 ppm EBAE10582 113.9 ppm
ERap{DER] 52.22 ppm ERDN{RATR S0l npm
Anzlvfleal Methaod: NDIR
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