MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEATTE LABORATORY
BREATH ALCOHOL PROGRAM

INTOX EC/IR II MAINTENANCE REPORT (RECEIVED

Complete this report at the time of the regular monthly preventi

days) . Complete this report whenever the instrument is serviced LBy Carol Day at-1:01 pm, Jul 13, 2015

into service. Retain the original and send a copy within 15 days

INTOX EC/IR II SN NAME OF AGENCY DATE OF INSPECTION
12708 Olivette Police Dept. 07/10/2015
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
9473 Olive Blvd. Olivette 13:53 CDT

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or is operating within
established limits. (Write in observed values where determined}. Unmarked items must be corrected
before using instrument.

EDIAGNOSTIC RECORD

[EJBLANK CHECK [XJCo2 CHECK
[FJEC T TeMP [XJFLOW CHECK
[ZJSRC TEMP [EJFCB CHECK
”_E]DET TEME [FJCRC COMP CHECK
[X]BT TEMP [XICRC CAL CHECK
[R]5TD 2 TEHP [F]PRINT TEST

m ETH CHECK

BREATH ANALYZER ACCURACY STANDARDS

DSIMULATOR SOLUTION mCDMPRESSED ETHANOL-GAS MIXTURE
mSTANDARD SUPPLIER INTOXIMETERS LOT# AG400803 EXP. DATE 01/08/2016
DSIMULATGR TEMP (34°C +0.2°C) SIMULATOR S/N SIMULATOR EXP DATE

ECALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. 23l three tests must be within +5% of the standard value
and must have a spread of .005 or less. Mark the box corresponding to the standard solution being
used. (PRINTOUT ATTACHED)

0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 ~ £.104 g/210L TEST 2 » 0.104 g/210L TEST 3 » 0.104 g/210L

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 0 C-.04 0 .05-.0% Q 1 .10-.14 o] .15-.19 2 QVER .19 o]
TIZT ENY NEW PARTS AND DESCRIBE BNY ALTERATIO TTORE THE IHSTROMENT TO UPERLTE

SATISFACTORILY AND WITHIN ESTRBLISHED LIMITS (USE OTHER SIDE IF MNECESSARY) .

July 2015

STEPHEN

ON DATE TELEFHONE NUMBER
11/26/2015 (314 ) 645-3000

RETURN COMPLETED REPORT TO THE:
Breath Alcohol Program, Missouri Department of Health and Senior Services,
Southeast District Office, 2875 James Blvd, Poplar Bluff, MO 63901

MG 580-2899 AN EQUAL CPPORTIRIITY/AFFIRMATIVE ACTION EMPLOYER LAR 163
services provided on a nondiscriminatory basis
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_ Certificate of Analysis

Customer Name TestDale: Bulan-2014
[ntoximstsrs, Ino. )

#0871 Orafy Roed

L Lovls, Mo BR146

»

Lot # AG40DBDT -
B, Ut . Byl.Type Somponent Seniiled Boucenimting
B-dz2n-20156 ‘108 Elhanol 0,100 % 2% BrAG (272 ppm)

Miragen Helanos

Gerificabion Tracaahla to NLS.T. RBY Ethanol Siendsrds:
Sermf Ma. Eonceniration - Berfal No. Goncenirsflon
ERN1DSB] 381.8 ppm EROG10603 302,56 ppit
EBLIIDETN 268,89 pom EBDN G558 Z58.8 ppm
ERpID2BE 2038.0 ppm EBOD10GSS 2088 ppra
EBpyiosat 103.7 ppm EBontasa2 104.9 ppm
iz {Hg Rl | 92,22 ppm EBli0a78 5284 ppm
Analvilcal Methad: NOIR
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