MISSOURI DEPARTMENT OF HEATLTH AND SENIOR SERVICES
STATE PUELIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

INTOX EC/IR II MAINTENANCE REPORT (RECEIVED BORT #3

Complete this report abt the Lime of the regular monthly preventive mf By Ellen Strawsine at 8:28 am, Oct 19, 2015
days) . Complete this report whensver the instrument is serviced or r
into service. Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

INTOX EC/IR II B8N NAME OF AGENCY DATE OF IMNSPECTION

12708 Olivette Police Dept. 16/13/2015

LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION

5473 Olive Blvd. Olivette 19:01 CDT

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or is operating within
established limits. (Write in cbserved values where determined). Unmarked items must be corrected

before using instrument.

mDIAGNOSTIC RECORD

E]BLANK CHECK mcoz CHECK
ch 1 TEMP mFLOW CHECK
mSRC TEMP EF‘CB CHECK
EDET TEMP @CRC COMP CHECK
EBT TEMP ECRC CAL CHECK
mSTD 2 TEMP EPRINT TEST

mE’I‘H CHECK

BREATH ANALYZER ACCURACY STANDARDS

DSIMULATOR SOLUTION mCOMPRESSED ETHRNOL-GAS MIXTURE
ESTANDARD SUPPLIER INTCXIMETERS LOT# AG4008B03 EXP. DATE 01/08/2016
DSIMULATOR TEMP (34°C +0.2°C) SIMULATOR S/N SIMULATCR EXP DATE

mCALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within +5% of the standard value
and must have a spread of .005 or less. Mark the box corresponding to the standard solution being
used. (PRINTOUT ATTACHED)

0.10% STANDARD - MUST READ BETWEEN (.095% AND £.105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1+ 0.104 g/210%4 TEST 2 -+ 0.103 g/z210L TEST 3 -~ 0.103 g/210L

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS o] 0-~.04 1 .05~.08 8] .10-.14 0 .15-.18 0 OVER .19 Q

TIZT RNY REW PARTS AND DESURIBE ANY ALTERATION OR MODIFIUATTION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE
SATISFACTORILY AND WITHIN ESTABLISHED LIMITE (USE OTHER SIDE IF NECESSARY) .

October 2015

é Zg,—) FORD, STEPHEN
DA TELEEHUNE NUMBER

230288 11/26/2015% ( 312 ) sa5-32000

RETURN COMPLETED REPORT TO THE:
Breath Alcohol Program, Missouri Department of Health and Senior Services,
Southeast District 0Office, 2875 James Blvd, Poplar Bluff, MO 633501

MO 580-289% AN EQUAL QPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB 163
services provided on a nondiscriminatory basis
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_ Ceriificate of Analysis

pnglnmer Name
Intoximstars, no.
2081 Orsip Road
=E Lovls, Mo BR4G .
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“TostDaler BwJun-R034

Lot AE4DDROT -
Evp. Dafe 1. Tvne Componenk Gerillled Bounenb=ion
B-Jan-201E 10R Eftanol 0,100 2% BrAG (272 ppmi)
Mikopsn Belanoa

Gertifization Tracashble o NS T, REN Bthano) Slendards:
Serial Mo, CBoneentration . Saﬁal No. Coneenbsilon
[Siziigtalagny 3818 ppm EBDn10603 3825 ppnr
EBRrlos70 2688 pom EBDD1055S 2608 ppm
ERDIHDZEE 2030 ppm EBDI0ESE 30R.8 ppin
Eappiosst -183.7 ppm ERBN1B5EE 104,89 ppm
ERpyDEE] 52,22 ppm EROMGHTY 5294 pprm
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