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R TNTOX EC/IR IT MAINTENANCE REPORT N —
l Fompleto this Toport at the time of the regular montnly preventive maantenance check {not to exceed 35
Savi . Tomplste thoe Teplyn whonever eme ipevwimant i serviced or repaived and whenever it ia placed
into gervice. Retain the oxiginai snd send a copy within 35 dsye w& the Breatn RLlohtl Frogral, oh
INTOX EG/IR II SN RRME OF AGENCY - - DATE OF INSPECTION
12814 MARYLAND HEIGHTS POLICE 01/30/2015
TOGATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
11913 DORSETT RD MARYLAND HEIGHTE 05:38 CST

CUBCRLIGT: Dlpce A mArk ia the box by aeach item If found Fo be @atisfactory or is opexating within
estshlished limits. (Write in cbserved values where deterxmined), Unmarked itoma must be corrected
before using inegrument.
[ DTAGROSTIC RECORD

X|FCE CHECK

'XJCRC COMP CRECK

[YJCRC CAL CHECK
[Y|PRIGT TEST

(X}5TD 2 TEMP

[X]ETR CHECK U
BREATH ANALYZER ACCURACY STANDARDS
SIMULATOR. SOLUTION COMPRESEED ETHANOL-GAS MIXTURE

STANDARD SUPPLIER GUTH LABORATORIES LOT® 14030 EXD. DATE 0L/720/2016
SIMULATOR TEMP {24°C +0.2%C) SIMULATOR S/N _ STMULATOR EXP DATE

3400 +/- .2°% 5D2240 05/13/2015
Wcm_— {ONLY ONFE, STANDARD I8 7O BE USED PER MAINTENANCE REPORT)

Run three tests using a standaxd solution. All three tests must be within #5% of the standazrd value
and muet have a spread of .005 or lesa. Maxk the box corresponding to the standard solution beinyg
uged. (PRINTOUT ATTACHED)

0.10% STANDARD « MUST READ BETWEEN 0.035% AND 0,105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

D.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.0642% INCLUSIVE

PEST 1 ‘¢ 0.096 g/2.0L TEST 2 ™ 0.097 g/210L I TEST 3 ~¥ 0.097 g/210L

THDTCATE THE NUMBER OF BREATH TEBTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALE 0 0-.04 o L06-.00 0 L10-,34 0 ,1B-.19 0 | OVER .19 0
T IoT ARY WV AT AT DROGRIBE ANY ALTERATI d TIUSENT TU OPTRACE

SATIBEACTORILY AND WITHIN ESTABLIGHED LIMITA (0SE OTHER BYDE IF NECESEARY) .,

INSPECTING OFFLCFR B

Ny Mab): z i3 &
SCHNURR, JAMES
TELEFRORE WUHBER
(214 ) 288-8700

TY o
240250

RETURN COMPLETED REPORT TO THE:
Breath Alcohol Program, Missouri Department of Health and genlor Services,
goutheast District Office, 2875 Jame= Blvad, Poplar Bluff, MO 633501

MO S80~283% AN RQDAL OPPORTIRVITY/AFFIRMATIVE RCTION EMPLOYER T-AR 1R3
sarvices providad on a nendiscriminatory basis
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CERTIFICATE OF ANALYSLS

Certified Alcohiol Reference Solution for Simulator

‘Rando'm- Samples: df"‘rLo_t‘.Nﬁ_mber 14030 of
Alcohol Referehce Solution “for ‘Simulator: were' anafyzed by
-gas chromatognphy on’ January 22, 2014 usmg a Perkm Elmer Gas’
Chromatograph Autosystem XL S/’N 610N9030209 and * found .to contain -
0.1215% (w/vol) ethyl: alcohol. " The explratmn dite for | this - loi
number is January 20 2016 at. 11:59 PM. -

_ When - used in 8 calibrated Simulator, ,bpqrating at -
34°C " 4/- 2°C, this solqﬁ’én_-will. give .a breath alcohol
analysis instruitient reading."af:’ 0.100 g/210L %/« 3%.

The alcohol and - water used- in- this. so]ut:on Were

free of test mterfermg substances.

Ted L Pauley, Presmen"
GUTH LA?ORATORI.ES -ING.

MIST Traceability:

" Yesting ‘was conducted using’ Cerrlham Reference .S‘mndard tor number FN1222U 02 whose
values are traceable to NIST:

< AM balanices are calibrated annually. by an outside agency using NIST tragcable weighis.
Caltbration verification is done'prior to each use utilizing NIST iraceable weighis.
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