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A 13D MISSOURT DEPARTMENT OF -HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY RECEIVED

H
BREAT. ALCOHOL PROGRAM By Carol Day at 9:07 am, Jun 12, 2015
INTOX EC/IR II MAINTENANCE REPORT : reror 43

Complete this report at the time T the reguiar monthly prevesntive malntenance oneck [not to exceed 33
days}. Complete thig xepoxt whenaver the instrument is gerviced or rapaired and whenever it ie placed
into service. Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

INTOX EC/IR IE BN . NAME OF RORNCY DATE 'OF INSPECTION
12814 MARYLAND HEIGHTS POLICE 05/28/2015

e TR ION OF INSTRONENT (BIREET AND GITY) F7HE OF INBFECTION
11911 DORSETT RD MARYLAND HEIGHTS 07:13 CDT

CHECKLIDT: Placde & mark 1O the boxX by each item 1T found to be satislactory Or ia operating within
eptablished limite. (Write in obgexved valuee where determined). Unmarked {teme must be corrected
before using instrument. ‘ .
DIAGNOSTIC RECORD
BLANK CHECK €02 CHECK
FC 1 TEMP FLOW CHECK

SRC TEMP FCB CHECK
DET TEMP CRC COMP CHECK

BT TEMP CRC CAL CHECK
STD 2 TEMP PRIWNT TEST

ETH CHECK )
BREATH ANALYZER ACCURACY STANDARDS
STHOTATOR SOLUTION N COMPRESSED EIHANOL-GAS WIXTURE
STANDARD SUPPLIER GUTH LABORATORTES TOTE 14030 EXT . BATE 0172072016
SIMOLATOR TEMP {34%C 10-2°C) SIMULATOR S/W SIMULATOR EXP DATE
3400 &/~ .2° 14030 02/04/2016

TEﬁCALIBRATION»CHECK I [ONLY ONE ETANDARD 18 %5 BE USED PER MALNTENANCE REPORT)
run three tests using a.standard solution. All three tests must be within +5% of the standard value
and must have a cpread of .005 or less. Mark the box corxesponding to the standaxd solution being
uweed. (PRINTOUT ATTACHED}

0.10% STASDARD - MUST READ BETWEEN 0.035% AND 0.105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

¢.04% STANDARD ~ MUST REARD BETREEN 0.038% AND 0.042% INCLUSIVE

TEST 1 == 0.055 .g/210L TEST 2 @ 0.096 g/2100L TEST 3 v 0.096 ¢/2i0L
TRBTCATE THE HUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE TEE LAST MAINTENANCE REPORT:

REFUSALS 0 D-.04 1) .08~ .09 0 .10~.14 2 .15-.19% 1 ~ QVER .19 0

LT ENY REW PARTE AND DESURIBE ANY ALT mmdn—cﬂcmxmmmmmsh TOOSFERETE
SATIAFACTORILY AND WITHIN ESTABLIIHED LIWITS {USE OTHER SIpg I1F NECESSARY) .

MEETS DHSS BPECS, JRS24

ECHNURR, JAMES
ERE AT TELEFATTE NUFSER
{214 ) 298-8700

RETURN COMPLETED REPORT TO THE:
Breath Alcohol Program, Missgouri Department of Health and Senior Services,

Southeast District office, 2875 James Blvd, Poplaxr BLUff, MO 63501

%O 580-2889 AN ECUAY, QPFORTUNITY/APEIRNATIVE ACTION ENPLOYER LAB 163
services provided on a nomdiseriminecory Yasis .
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CERTIFICATE OF ANALYSIS. <

Certified ;;gico_h‘olf' Rere,_r"encé- '_s'omﬁoﬁ.!- foy- Simyilator

Random Samples of - Lot Number 14030 -of"
Alcoho] ‘Reference- Solutlon for S:mulator Wwere: analyzed by 3
ga chxomatogrﬂphy on- January 22 2014 ‘using. & Peikm Elimer ‘Gas
':Chxomatograph Autosystcm XL SIN 610N9030209, and ‘found ~ to . contain
-0, 1215% (w!vol) ethyl &lcohol “The' expirauon date for ‘this. ot~
-number is: Januat;y20,2016 8t H 59 PM

thn used 1n a calibrated Simulator, Operatmg at-
: _34°C +/- 2°C th:s solutmn w:lI give - a breath aIcthl
'analyms mstumem x'eadmg ofomo gl:u()L +! 3%

The- alcohol and water used m thlﬂ solutmn were .

. free’ of tast mterfenng substances S

Ted, L. PauIcy,PreSxden S :
. GUTH LABORATORIES: ING; .

v-.\ o '-\

-'NI.S'T Traceab:!r(y, Lo ‘ Lo :
Testing: was. conducted. mlng Cenh’mm .Refarence Siandard !or number FN122.2H-02 whose
. Yalites avetraceable to NIST: | .
D Al palanass! a(e cahbrared annually ‘By: an. ow,s-!a‘e agency uging: NIST: rraceabfe weigh!s
".C’allbralion ver rf:callan is: a’omzr prior da: éach ‘use unhzmg NIST traceable; welghrs

fd/ 84
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