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- MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

350 STATE PUBLIC HEALTH LABORATORY RECEIVED
li__ AL BREATH ALCOHOL PROGRAM ) By Carol Day at 1:43 pm, Mar 04, 2015
MY  INTOX EC/IR II MAINTENANCE REPORT : REFORT K3

Completé this report at the time of tile regula? menthly preventive maintenance check (not to exceed 35
days) . Complete rhis repoxt whenever the instrument is serviced or repaired and whemever it is placed
into gervice. Retain the original and eend a copy withim 15 days to the Breath Alcohol Program, DHES.

INTOX BC/IR II Y] HAME OQF AGENCY i DATE OfF INEPECTXON
12825 MARYLAND HEIGHTS POLICE 03/02/2015
LOCATION OF INSTRUMENT {(STREET AND CITY) TIME OF INSPECTION
11911 DORSETT RD, MARYLAND HEIGHTS . 06116 CST

CHECRLIETT Place & mBXK 1a the box by each item if found to be satiafactory or 1a ¢perating within
egtablished limits. (Write in observed values where determined). Unmarked items must beo corrscted
bafore using inatrument.

DIAGROETIC RECORD
ﬂmnmx CHECK . C02 CHECK
FC 1 TEMP ) FLOW CHECK
GRC TEMP . g FCB CHECK
DET TEMP - [EJCRC COMP CHECK

_““m“n'r TEMP Eﬁc CAL CHBCK

STD 2 TEMP o PRINT TEST
ETH CHECK .

——
BREEATH ANALYZER ACCURACY 4TANDARD

SIMULATOR SOLUTION I:jCOMPRESSED ETHANOL~GAS MIXTURE
STANDARD SUPPLIER GUTH LABORATORIES LOTR 14030 EXD. DATE 0172072016
STMOLATOR TEMP (34°C %0.29C) STMULATOR §/0 SIMULATOR EXE DATE
34°C +/~ .2° DR3412 02/04/2016

ECALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORTT

Run threa tests using a standard solution. All three tasts must be within +5% of the standard value
and must have a spread of .005 or less. Mark the box corresponding to the standard solution being
used. {PRINTOUT ATTACHED)

Q.lO% STANDARD - MUST READ BETWEEN ©.095% AND 0.105% INCLU%IVE

6.08% STANDARD - MUST READ BETWEEN 0.076% AND ¢.084% INCLUSIVE

0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 * 0,095 g/210L TEST 2 " 0.096 g/210L TEST 3 v 0.096 g/210L
YNDICATR THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES BINCE THE LAST MAINTENANCE REPORT!:

REFUSALS 1 0-.04 12

,10-.14 4 ,15-.19 1 1 OVER .19 1
20 R A ROVMENT TO OPERATE

[TLIST ARY REWPERTS XB

oy BCHNURR, JAMES
T = R TR ERTION DATE TELEFHUNE HUUEEE
240250 /’5;/19/2016 {314 }298-8700

Z

RETURN COMPLETED REPORT TOQ THE:
Breath Alecohol Program, Missouri Department of Health and Semior Servicesd,

Southeast District Office, 2875 James Blvd, Poplar Bluff, MO 63301

MO 580~2859 AN EQUAL OPPORTUWITY/AFFIRMATIVE ACTION EMPLOYER
gervites provided on 4 nondlsoriminatory basis

LAB 163
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' GERTIFICATE OF. ANALYSIS -

».Certéfiéd'- .Aié_q.!i::c:_l: ;Réféfénc_é:- -:_Sb'lh;t_iqﬁ:-:-fo:xj -"'-$J‘m.tif,a1§)’p j _:'

Random Samples of Lnt Number 14030
:Alcohol Reference Soiutmn for Snmulator ‘Were: analyzed by
T opak; chmmatography on 3anuary 22, 2014, -using’ - a:: Pcrkm Elmier - Cas:
- Chmmatograph Aulosystem KL SN 610N9030209 and.+-found “to" contaln
O 1218% (w!vol) aethyl ulcbhoj : 'he:, expjratmn date for t}ns [ot
-numher is Jauuaryzu,zm.a:_;.,_.i.:r: 159 PM. |

o When.; used m a cki:hb""' ted;. S1mulator, operatxng At
34°C e "12“(3, thzs solutfa
' "analysm msttument raadmg ef[llﬂﬂ ngEOL +!- 3%

. .w:il glve e breat‘h alcohol

The alcohol ‘and: waie?" used""m thls \solutmn were
. froa” of‘ test intérfermg substanges T e

P

L .'._msr Tfaceabﬂffy.. T sl ' "
Texting: wasscondupted. us!ng C‘erﬂnth Réfareucé Siandqrd lof n‘umber FNIZMU-();" whose o
_ values are. tracaable‘-'ta,«ﬂ_ Ly
_Al-balandés. are’ ¢ xbrared annuaﬂy by zm: ouls{de agenay u,ﬂng NIST rraceable welghts
"_C‘ahbrarldn Vﬁriﬁdanan Tsiddne. priar fo: eaeb use u!ihzing NIST:; trac?:able weigbfs
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