MISSOUR! DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT
Complete Ihis report at the ime of the regular monthly preventive maintenance check (not to exceed 35 days).

Complete this report whenever the Instrument is serviced or repalred and whenever it is placed Into service,
Retain the original and send a copy within 15 days to the Breath Alcahol Program, DHSS,

RECEIVED
By Carol Day at 10:53 am, Feb 20, 2015

UHT #8

DATAMASTER 6N NAME OF AGENCY DATE OF INSPECTION
201182 Hollister Police Department 02/15/2015

LOCATIDN DF INSTAUMENT {STREET AND CITY) TIME OF INGPECTION
##1 Gage Drive, Hollister 1:25 am

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed values
where dotermined.) Unmarked items must be corrected before using instrument.

DIAGNOSTIC GHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 92/16/2015 , 0126
1 compuTER ¥ pETECTOR
PROGRAM Kl FiTeERS
[/l HEATERS SAMPLE GHAMBER 49°C [} QUARTZ STANDARD
71 FLow DETECTOR K] CALIBRATION
[/1 PUMP HIGH SPEED [/l PRINTER

W] INDICATOR LIGHTS

/1 SIMULATOR SOLUTION SUPPLIER RepCo Marketing Inc. Lot # 14001 EXP. DATE _04/30/2016

] SIMULATOR TEMP (34°C +0.2°C) 34.0 °C SIMULATOR SN SD2732 EXP. DATE 10/06/2015

I/} CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. Ali three tests must be within 5% of the standard value and must have a spread of .006 or
less. Mark the box corresponding to the standard solution being used. (PRINTQUT ATTACHED)

I} 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.108% INCLUSIVE
[ ] 0.080% STANDARD - MUST READ BETWEEN 0,076% AND 0.084% INGLUSIVE
[ ] 0.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST 1= 009% TEST 2w (89% TEST3 = 100%

[7) PERFORM R.F. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELP-ADMINISTERED TESTS)

REFUSALS 1 1{0-04) 1 {.05-.09) 4 (.10-.14) 0 {.15-.19) 0 OVER .19 1

LISTANY NEW PARTS AND OESCRIBE ANY ALTERATION OR MODIFIGATION THAT WAS MADE 7O RESTORE THE INSTRUMENT 7O
{USE OTHER SIDE IF NECESSARY), .

OPERATE SATISFACTORILY AND WITHIK ESTABLISHED LIMITS

instrument Opérating within DOHSS Specs and guidelines

INSPECTING OFFICER - : : i - NAM?I -
% —~ Sgt. Timothy E. Matthews
) F’RMT UMIBATION DI;TE / TELEPHONE NUMBER
1540373 10/17/12018 (417) 334-6565
RETURN COMPLETED REPORT T0 THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 Jares Blvd.
Poptlar Bluff, MO 83801 . T
: d A
MO 580-1468 {2-08) AN soua: g;;c;nmg:::rﬂmmﬂvea%nﬁpwm
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MANUFRACTURER AND SUPPLIER: pCo Marketin
LOT NUMBER: 14061 -
T‘K?EEA”‘EGN DATE: Aprﬂ 30, 2{}?6 at] l 59 p.m.

RapCo Maﬂcecm Iz;'o .gerhﬁes the fo]lowmz, R e U e
‘‘‘‘‘ RepCo Marlcctm Inc..- manuactl.red, tested and supphed J_,o:. Number'.“_"‘ I'."""'
14001 of Alcohol Cerhﬂed Soh_uon for snnulato:u Ra__dom samules OJ. sa1d lot - )

numober were analyzed by an mdependen:, laboratory ouJ_mg a gas chLomatograph
'12 o ghe —"wmffms/dl ~r/- GOJ“gifs'"de“W%]vol"'ethzno.r (95%

- and) .LOU.Dd LO—.CODLalD,‘wrr g

"Conﬁdence) o L
. r“:he 3100]101 and_dls‘ﬂled Watﬁr used in the soIL’uou Were .' _

e

................

aj_y mLexfemng subsfa:ace. i
- - This solution WJ_I produce a vapor alcohol value of 100 i/~ % gms/’JlOL

Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in.a simulator

(95% Confidence). -
‘The date of menufacture for this lot momber is__ Hay Xy 2014
) The éxpiration date forthis lot pomberis - April 30, 2816 ' . at

11:59 p.m. .
‘ This dochem xs atrie represantauon,of the original Cextificate of Analy51s

Lﬁ’f\\/ 5 L.QZAM{W{,N\\

Cecﬂ B. Gamer, President .
RepCo Marketing, Inc.

Form RM 02
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Ea -:{ Thls cahbranon report IS o’ cerLr’y Lhe aloohoi reference-31mulator hsted be!ow has
" been axammed and tested using stahdards traceab!e to-the I\auona[ !nsntme of

Standards and Technology (I\{ST) in accordanoe with; Lhe standards set by ihe
alihiand-Senior: Serwcesﬂules:. HaFREGTIALT

- 19 OSR 25- 30.051 (4), -

- ~...._-.D.
:Agenny' Ha}llsler Pollee Dept

w80 -
ieChnio;aiapr;ot;dNa;ne bq&) fonens e
st L
vuse_ L /15

Contact: Missour] Safety Centsr
Breath-Alcoho! Instrument Tralning Program

£60-543-1834
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CDEPARTMENT O“ NEALTH AND SENIOR SERVICES 2
"BREATH ALCOHOL PROGRAM

PERMIT
TYPE I
TIMOTHY E MATTHEWS

Is hereby authorized to instruct and supervise operators, frain instructors, mspect calibrate, perform tlald sarvlca and repairs,
and opserale the following breath analyzer(s): _

DATAMASTER, INTOX PMT .

(6r the determination of the alcoholi¢ content of bicod from a sample of expired &ir. Permit lssued under the provisions of seétions

§77.020 through 577.041, RSMo and 308.111 through 306.119 RSMb.
. - “‘jp

DATE. __.10/17/2014 ~ :
DIRECTOR GF STATE PUBLIC HEALTH LABORATORY
NUMBER 240373 : — B M U (
“explges 10/17/2016 ¢ T e, e i actmw dire,t;,tor
. DIRECTOR OF DEPARTMENTOF HEALTH AND SENIOH SERVICES
J4D.680-07F1 (B0} LABS (5-t0)
STATE OF MISSOURL. .
DEPARTMENT OF HEALTH AND $ENIOR senwcss
SR BREATH ALCOHOL, PROGRAM
RSB INSTRUMENT OPERATOR CARD
The named cardholder iz authorized to operale an ovidential braath akahol
. mrmmsnr for the determinalion of the alohols conlent in brealh form of axpitad 3K
in Miss
‘ & * ' ﬂ 4: WY I
£l Al "
Bl
E] Eﬁ%ﬁr PVRR A jﬁ Ao e RERE
Operalor  WATTHEWS, TIMOTHY
Permit Mo 240373
Date lssued 10747/2014  Date Explres 10/17/2018
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