
hIIISSOURI DEPARTMEI{T CF HEALTH AND SENICR SERVICES
STATE PI,JBLIC h-IEALTI*I LABORATCRY
BREATH AI-COHCL PRCG RAMI

DATANfiASTER TIAINTEhIANCE HHPORT HEPOHT #6

Conrplete this report at the time of the regular
Cornplete thls report whenever the instnunnent
Retain the onlgina! and send a copy wlthin 15

monthly preventive maintenance check (not to exceed 35 days).
ls serviced or repaired and whenever it is placed into service.

days to the Breath Alcohot Prograrn, DHSS.

DATAMASTER ST{

201243
NAME OF AGENCY

West Plains Police Department
DATE OF INSPECTION

03t29t2015
LOCATTCIN OF TNSTRUh/ENT (STHEET AND CITY)

1 91 2 Holiday Lane, West Plains
TIME OF INSPECTION

9.22 am

CHECKLIST Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed values

where determined.) Unmarked items must be corrected before using instrument.

V DrAGNosrc cHECK (pnthJTour ATTACFTED) DArE AND rlME (from printou t) W!?_9l1:9 !9?:

Z coMPUTEH VaErECroR

Z pmoGRAM Z rrr-rEns

V +EATERS SAMPLE CHAMBER 49'c Z auARTZ sTANDARD

Z rr-ow DETECToR M cnLIBRATror',!

Z puMP HrcH sPEED Vpmrhrrrm

V rNDrcAToR LIGHTs

V sTMULAToR soLUTroN supplrEn RqP-go LCIT # 13002 EXp. DATE 0611912015

Z SlvtUmrOR TEMP (34"C * 0.2'C) 34.0 "C SIMULATOR SN DR6928 EXP. DATE 0711412015

Z cnltenmoN cHECK - (oNLy oNE sTANDARD rs ro BE usED pER MATNTENANcE REpoRT)

Run three tests using a standard solution. All three tests must be within r5olo of the standard value and must have a spread of .005 or

less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

Z o.roov. STANDARD - MUST READ BETWEEN 0.095% AND 0.105% TNCLUSTvE

n o.oaov. sTANDARD - MUST READ BETWEEN 0.076% AND 0.084% TNCLUSTvE

E o.o+ov, sTANDARD - MUST READ BETWEEN 0.0s8% AND 0.042% rNcLUSrvE

TEST 1 .|r .103 TEST 2 r* .1 03 TEST 3 rf .104

A pEHFoRh/r H.F.r. TEsr (pnrt'.rrollT ATTACr,IED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPOBT
(DO NOT TNCLUDE SELF-ADMTNTSTERED TESTS)

HEFUSAT-S 0 lto-.no) 0
I

("05-.0e)
I 
or*R Ie 0000 (.10-.1 4) ("1 5-.1 s)

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTOBE THE INSTBUMENT TO OPERATE SATISFACTORILY AND Yi'ITHIN ESTABLISHED LIMlTS
(USE OTHER SIDE IF NECESSARY).

N/A

slcNAru ".
PHINT FUL[- NAME

Brandon Romans

rvrt*r€sffiffiexptnmoru nart t{' Y {
zqff+t 1212212016

TELEPHONE NUMBER

(417) 256-2244

RETURN CoMPLETED BEFORT TO THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 James Blvd.
Poplar Bluff, MO 63901

AN EQUAL OPPORI'UNlTY/AFFIRMAT'IVE ACl'lONl Et\,'lPLOYEtl
services provided on a nondiscrimatory basis

M0 s80-1468 (2-08) LAB-116

dayc
Received
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RnpCo M+mKETTNG INC.

OI.IAA STONYBROOK DRIVE
RALAGH, N.C.27604

919€76-5zrao

CERTMICATE OF ANALYSIS

MANUFACTURER AND suppl,mR: Repco Marketing, rnc.
LOT I{UMBER: 13002
DGIRATION DATE: June 1r9,201riat 1l:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured tested and zupplied Lot Number
13002 of Alcohol Certified Solution for simulators. Random samples of said lot
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain .lll7 gms/dl +/-.003 grs/dl rnrt/vol ethanol (95%
Confidence).

The alcohol and distilled water used in the solution were found to be free of
any interferring substance.

This solution will produce a vapor alcohol value of .r00 +/-3yo gmslzl}L
Breath when heated to 34 Degrees Celsius +l-0.2Degrees Celsius in a simulator
(95% Confidence).

The date of manufacture for this rot number is rune zo. zors
The expiration date for this lot number is June 19. 2015 at
1l:59 p.m.

This document is a firre represenni on ofthe original Certificate of Analysis.

t

Cecil B. Gamer, President
RepCo Marketing, Inc.

Form RM 02



$TATH SF MI$SSUHI
NEFAHTMENT OT HEATTH ANN $ENI*R $ERVICE$

BFIEATH ALSOHSL PROG RAM

PHHIIf,IT
TYFE II

BRANDON ROMANS
is herebl authsrized tn inskuct and supervise operafurs, train instruetors, inrpec[ calibraia, perform field service ard repairs,
and oporate the following breath analyzer{s}:

DATAMASTER. INTOX DMT
fortt$ detenninatisn of the qlcsholiecsntsrit ol. btsod fmm a. *ample of expirod air. P€rmit issued uruder ths provision* ol ssction$
577.0e0 thrcugh 577-CI.*1, H$Mo 6nd $0S.iII through A06.f 1g.Ft$Mr.

DArE 1212::2nAL4 .*. ..

EXPTRT$ l2/2:2nAI6

SIREffTSH *T $TXTE FUELIC HEALTiI LABfl}nATCtRY

"ffi"--Q U ua:ts ^^(l--*I
r.J

BtHEtT0fr fiF ilEFARTMEI\JT SF HEALTH ANn SUr.ltOn $ERVICES

rAE4 rn$-l$1M* 5*S-&7r1 t$-t*l

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD
The named cardhol&r is authoized to operate an evidential breath atcohol
instrument for the determination of the alcoholic content in breath form of expired ai

Operator ROMANS, BRANDON
Permit No 240441
Date lssued 1212212014 Date Expires 1212212016


