MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

RT 46

(RECEIVED

Complsle this reporl at the time of the regular monthly preventive maintenance chack ( : i
Gomplele this reporl whenever the instrument is serviced or repaired and whenever it | B S S 2
Retain the original and send a copy wilhin 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER SN NAME OF AGENCY DATE OF INSPEGTION
2014934 Quensvit b POLICE DEPARTMENT O/-03-3015
LOCATION OF INSTRUMENT (STREET AND CITY) . ) TIME OF INS.PECTION
{09 Noatd Seconud Street Quewsville Qi3

CHECKLIST: Place a mark in the box by sach item if found 1o be satisfactory or if operating within established limits. (Wrile in observed values
where determined.) Unmarked iterns must be corrected before using instrument. } ]

[\H/DlAGNosm CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 01/0932 15 0l33%

Q{OMPUTER @éETECTOR
EQ/PROGRAM ' %TERS

mEATEHS SAMPLE CHAMBER /71(/ “C %UARTZ STANDARD
B @/FLOW DETECTOR géALlBRATION
‘V[E/PUMP HIGH SPEED [\aéHINTER
@/WDICATOH LIGHTS

R simuLaton soLution suppLien _Replo Marketivg, Tve, . 1ora 14001 ex.oate 04-30-20/¢
[Q/s:MULATOR TEMP (34°C £ 0.2°C) 34,0 ¢ smuatorsn SO 2300 EXP, DATE O1-07-20(5"

E}/CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within +5% of the standard value and muslt have a spread of ,005 or
Jass. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

%100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
I:] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1w |0 TEST2 e 1O 1esTaw L, |02

E/PERFORM R.FIL TEST (PRINTOUT ATTACHED)

NDIGATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
OVER .19 Q

rerusaLs () |(0-04) O 1(.05~.09} / (10-149 () (i5-19) (O
STABLISHED LIMITS

LIST ANY NEW PARTS AND DESCHIBE ANY ALTERATION OR MODEFICATION THAT WAS MADE TO HESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN E
{USE OTHER SIDE {F NECESSARY),

I’ s ‘)lT umedt O/’.Qf a‘ﬁ'dj

(‘o/uzf/y Withiy Qﬁfar{nwdf' CJF/II&E/:‘A d,J,:/ Sonivsr Saruices
g Jefines cnd s-m[:

2

INSPECTING OFFICER -7

SIGNATURE , PRINT #ULL NAME
» Mly‘% Tomprias Scott GREFITH _
TYPE Il PEFMI{ NUMBER/EXPIRATION DATE TELEPH?NE NUMBER P i
440130/ 04-03-301¢ 573437-A195 |
RETURN COMPLETED REPORY 70 THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast Distiict Office

2875 James Bivd. J
Poplar Blutf, MO 63901 \

MO 580- 1468 (2-08) AN EQUAL GRIGRTUNITYIAFFIRMATIVE ACTION EMPLOYER
11 fosl i 1 ir

...................................

—
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REPCO MARKETING INC.

3101-188 STONYHBROOK DRIVE
RALEIGH, N.C. 27604
519-876-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 14001
EXPIRATION DATE: April 30,2016 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and supplied Lot Number
14001 _ of Alcohol Certified Solution for simulators. Random samples of said lot
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __.1216 gms/dl +/-.003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilled water used in the solution were found to be free of

any interferring substance.
This solution will produce a vapor alcohol value of 100 +/-3% gms/210L

Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator

(95% Confidence).
The date of manufacture for this lot number is May 1, 2014

The expiration date for this lot number is April 30, 2016 at
11:59 p.m.

This document is a true representation of the original Certificate of Analysis.
-~ {’
Cecil B. Garner, President

RepCo Marketing, Inc.

Form RM 02



- e ———

Face This Side Down — This Edge In First
BAC DataMaster
Evidence Ticket

OREMIVILLE POLID

COMPUTERS Y

HEATERS
SAMPLE CHAMEER

we
i

FiOow DETECTOR: Ay

FLME
HimH SPEED: (EASR

W TETOES EEE Y

T

L TERES ey
i

AUARTF EYRHDRRDE T

|
1

i QOperator Signature
i 2208-02



Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

STHTE OF MISZOURT
OWENSYILLE POLICE DEPARTMEMT

SERIAL HUMBER 2&1292
Bi-ER-15

,T

TEETIMHG OFF g
EEEFF ITH-JoMATHAMN-2C0TT
OFFICER I.f.: ids

FERMIT HUMEBER: =481 3¢
EXPIRRTION DATE: @4d-
PHECELLRREQS GHTA

== =R R panE —-
BLAME TEZ f . FIil
FHIRED YERIFIED
CORTIRET MRASE
o EHAL

[HTERHAL
EXTERMAL
BLAHE

Operator Signature W
/

/{U

22(8-02




Face This Side Down ~ This Edge In First

BAC DataMaster
Evidence Ticket

STATE OF MISSOR]
MIENSYILLE POLICE TEFARTHENT

HBEER 2Eioo

Pl

il

ETRATE-DL L. ME-HE

AREESTING OFFICER:
FF

OFFICER DT HA

TEETIHG OFFICER:
GEIFFITHS MIMATHAMS SC0OTT

OFFICER 1.1, ¢ =

FEEMIT MLIME

RFI TEXT
EFL OTE=T

—

e

(e

it
[

a4 au

BLAHE TEZ)
INTERMAL =7

)
Dot 0y

R
Ju.

-
=

Operator Signature W—'

/ 2208-02 |




STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il

~ JONATHAN S GRIFFITH

is hereby aulhorized to inslruct and supervise operators, lrain instructars, inspeclt, calibrate, perform field setvice and repairs,
and operate the lollowing breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sampie of expired air. Permil issued under the provisions of seclions
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo,

Lass u»’g;:-’;i

DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 240130 ﬁja\(l‘ \)&/Q(-x,«uc}-j’

EXPIRES 4/3/20114

DATE ___4/3/2014

DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVICES
MU 580-0771 {6+ 10) LAB4 (35-10}




