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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

%) BREATH ALCOHOL PROGRAM RECEIVED

DATAMASTER MAINTENANCE REPORT

o2 > STATE PUBLIC HEALTH LABORATORY [

By Carol Day at 8:26 am, Mar 26, 2015

|

Complsle this report at tha tima of the regular monthly preventive maintenance chéck (not to excead 35 days).
Complate this report whenever the instrument is serviced or repaired and whenever It Is placed into service.
Retain the: original and send a copy within 15 days to the Breath Alcahol Program, DHSE,

DATAMASTER GN NAME OF AGENCY DATE OF INGPEQTION
206011 Seneca Police Depariment 03/24/2015
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INRPECTION
517 Oneida 8t. Seneca 6:30 pm

CHECKLIST: Place a mark [n the box by each item If found to be satisfactory or if operating within established limits. {Write in gbservad vaiues
where dalermined.} Unmarked items must be corrected before using instrument.

DIAGNOSTIC GHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 03/24/2015 18:30
i1 comPUTER DETECTOR
] PrOGRAM W1 FiLERs
[¢¥] HEATERS SAMPLE CHAMBER _____ 49°C i QuarTz sTANDARD
[¥] F1.0W DETECTOR CALIBRATION
] PLMP HIGH SPEED PRINTER

1 INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER Guth Leboratories LOT # 14200 EXP, DATE 06/05/2016
I/l SIMULATOR TEMP (34°C £ 0.2°C) 34 °C SIMULATOR SN 094948 EXP, DATE 08/14/2016

CALIEIRATION CHECK ~ (ONLY ONE STANDARD I8 TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must ba within £5% of the standard value and must have a epread of .005 or
leas, Hark the box corresponding to the standard solution bsing used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
L[] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 # (69 TEST 2= 100 TEST3 = 401

I/l PERFORM R.F.1. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

|REFUSALS 0 |(0-.04) 0 (05-08) 2 (.10-.14) 0 {15-19) 0 OVER.19 0

LIST ANY NEV! PARTS AND DESCRIBE ANY ALTERRTION OR MODIFICATION THAT WAS MADE 10 RESTORE THE INSTRUMENT PER
[USE OTHER SIDE IF NBCEBEARY). TO OPERATE SA“SF)‘\CTORILY AND WITHIN ESTABLISHED UMITS

INSPECT|NG QFFICGH, i SEE TP
SIGNATURE ___ . PRINT FULL NALIE
3 - Rusty Russeli
TYPE H PERMIT NuBER&XPIRATIONDﬁTE TELEPHONE NUMBER
1230124 06/12/2015 {417) 776-8158
RETURN COMPLETED REPORT 7O THE: Breath Alcohol Program, MO Department of Health and Senior Servicas, Southeast District Office

2875 James Blvd,
Foplar Blyfl, MO 63801

MG 580-1488 {¢-00) AN ECUAL DFPORTLNTIYIAFF RMATIVE AGYION EMPLOVER LAB-116
Abpzan porryiond oo & hEOd ZGmAtary RAy
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CERTIRICATE QF ANALYSIS

Cartificd Alcohol Reference Solutian for Simulaior

Random Samples of Lot Numher 14200 of
Alcohel Raeference Sofntion for Simulator were apalyzed by
gos  cleomatography on Awvgust 6, 2014, using a Perkin Flmer Gas
Chromatograph Autosystem X1 8/N: 610N9030209, and  found  to  contain
0.1212% (wival) ethyl alcohol. The expiration date for this lot
numhber 15 Angust5,2016 at 11:59 FPM,

When used in a calibrated Simulator, operating at
342 4/ 29, thig solution will give a brsalh zlcohol

anelysis ingsirument reading of 0.100g/2100 +/- 3%.

The atleohol and water used in this soluiion wers

free of test interfering substances.

Ted L. Pauley, Presidesft
GUTH LABORATORIES, INC.

NISE Vipceahiiing:

Tasting was eonduntad pxing Ceriliiant Reference Standard lof mumber FNI2221T02 whose
worhuns are irgceahle ro NIST,

Al halances are ealilirated spnnolly by an ontside agevcy using NISYT traceabic weighis.
Calibration verification is done prior to eoch wee wiilizing NIST tracgable waights.
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Face This Side Down ~ This Edge In First

i BAC DataMaster -
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FEEMIT MUMEER: &26124

CEHPIRATION DATE: @5/ 12410
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Face This Side Down ~ This Edge In First

7BAC DataMaster

RAC DETHMASTER SEQTA, NUMEER EESL1]
052415

ARREST TIME: G610

| SURIELT MAME:

A RFI

w DOE: 1eriesaa =k

i STHTED.L, ¥ MO-122456PR8
L ARRESTING OFETCER

22 pURSELL/RUSTY

»g}fn:mrgm 1.0,z =65

4 TECTING (FFIOER!

:' EHRSELL ZRLSTY

LS :

WOFFIEEE I.0i.¢ 545

Y PERMIT MLMBER: 270124

¥ EXPIRATINMN DATE: G6-12713

" MIS‘.CELLHHEDU: DATA:

-~—~ BREATH AMALYZIR ~--—

BLAME TEST . QB8R 1847
INTERNAL STANDRRD VERIFIED 13147
7: SURJECT SAMPLE - Ge# igr4g

RADIO INTERFEREMCE
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