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JBREATH ALCOHOL PROGRAM
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BT INTOX DMT MAINTENANCE REPORT | RECEVED MM

Complets this report at the time of the regular monthly prevendive maintenance check {not to exceed 35 days).
Complete this report whenever the instrument is sarviced or repaired and whenever itis placed into service.
Retain th_e original and send a copy within 15 days to the Breatih Aleohol Program, DHSS.

YO ONT 618 NAME OF AGENGY DATE OF INSPECTION
500012 VELDA CITY POLICE 0712512015
LGCATION OF INSTRUMENT (STREET ATD GITY) TIRE CF INSPECTION

2803 MAYWOOD AVE. VELDA CITY, MO 63121 09:58:39

values where determined). Unmarked items must be cotrected before using instrument.

CHECKLIST: Place a mark in the box by each item i found to be salisfactory or is operating within established imits. (Write in observed

Bl DIAGNOSTIC RECORD

DATE AND TIME _ 07/25/2015 09:58:42 Rl DETECTOR
i PROGRAM Xl FILTER 4
Bl SAMPLE CHAMBER_48.7°C FILTER 2
- B BREATH TUBE_44.3°C . B FRLTER 3
K PUMP & INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS
O SIMULATOR STANDARD Kl COMPRESSED ETHANOL-GAS MIXTURE
Bl STANDARD SUPPLIER_INTOXIMETER LOT#_AG327401 EXP. DATE __10/01/2015
[] SIMULATOR TEMP (34°C + 0.2°C) !SIMULATOR SN SIMULATOR EXP DATE

K] CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard. All three tests must be within £5% of the standard value and must have a spread

of .005 or less. Mark the box corresponding to the standard being used.
[0 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

B} 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[J 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1: 0.077 TEST 2: 0.077 TEST 3. 0.077

&l PERFORMR.F.L TEST

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS: D 0-04: 0 .05-09:0 A0-14: 0 15-.19:0

OVER .19: 0

ESTABLISHED LIMITS (USE OTHER SIDE IF MNECESSARY)

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MOGFICATION THAT WAS MAGE 10 RESTORE THE ISTRUMENT TO OPERATE GATISFACTORILY AND WITHIN

SIGHATURE

P ‘
o DANIEL PAULINO

TYPE It PERMIT NUN‘%E%\J‘\J\)XJ T EXPIRATION DATE TELEFHONE HUMBER
230231 ] 10/17/2015 314-382-7004

RETURN COMPLETED REPORT TO THE Bteath Alcohol Program, MO Depaftment of Haalth and Sanior Services
Soulbeast District Office

2875 James Bivd, Poplar Bluff, MO 63801

43 SB0-2683 (3-13) AN EGUAL OPPORTUNITYIAFFIRMATIVE ACTION EMPLOYER
senvices provided on a nondiscrimiagtory basis
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Alrgras USA LLC(-ABY
3500 Bematd Streel

L Louls, Mo. 63103
Ph: (314) 633-3100

Fox: (314) 5337320

Cerfificafe of Analysis
*Jest Da(e_: 2:06-2013

¢ ustomer Naine'

{1 foximalers, (ne.
2081 Cralg Road
St louls, Mo 63146

Lot # AG327401
Exp.Dafe Gyl Type Gomponent Genifled Concentration
1-0ct2016 108 Ethariol 0.080 % 0.002 BrAC (208 pipm)-
: Ritrogen Balance -

‘Certlfipalion Traceable fo N{.S.T, RGM Elhianol Standards:

Setial Ho, " Cofieentraion . ~ Serisl No, .- Concentrallon
EBoo10581 - 3048 ppm EBRO1DGO3 3826 ppm
EBOOTOST0 . 269.8 ppm " EBDOTO5ED 2688 ppm -
EB00T0286 209,0 ppm EBOD{0590 208:9 ppmt
EBOOT056T _ f037ppm - EBDO10562, 4048 ppm

| 52.22 pptn EB0010570 52.84-ppm

EHDO1088S

At nalytical Method! NDIR
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Rod Marsalg

180 17026:2005 A2LA acorodifed, Cortiffoate Number 208801
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