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5. MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
00\ STATE PUBLIC HEALTH LABORATORY
()E REATH ALCOHOL PROGRAM

INTOX DMT MAINTENANCE REPORT REPCRT #1

Somplete this report at the time of the regular monthiy preventive maintenance check (not fo exceed 35 days{ peCEIVED
somplete this repori whenever the instrument is serviced or repaired and whenever itis placed into service. | gy carol Day at 9:25 am, Aug 12, 2015
etain the original and send a copy within 15 days to the Breath Alconol Program, DHSS.

- 'TOX DT 8N - HAHE OF AGENCY : DATE OF INSPECTION
500081 Missouri State Highway Patrot 08/10/2015
“CATION OF INSTHURENT (STREET AND T - TIME OF INSPECTION
Highway Patrol Service Center, S. Grand, Carihage 10:54:17

THECKLIST: Place 2 mark in the hox by each item if found o be satlsfﬂctory oris operaling within established limits. (Write in abserved
fues where gi‘ggermmg(_i)‘_unma__rici_q jti_ern 3 must be c_gfrecteci before using instrument.

' \} DIAGMOSTIC RECORD

DATE AND TIME _08/10/2015 10:54:19 [l DETECTOR
[ PROGRAM T N mm mm{{i-i'(—:ETER‘i S B
Kl SAMPLE CHAVBER_48.8°C_ I FILTER 2 32
K] BREATH TUBE BAG | - E{EJMHLTERs - ...m . %
Kl PUMP %1 INTERNAL STANDARD
REATH ANAL Y 2R A R A S AN AR DS e e -~ %
" [ SIMUATOR STANDARD Bl COMPRESSED ETHANOL-GAS MIXTURE !
s STANDARD SUFPLIER ARGAS. . LOT# AGS16802 ______EXP DATE_08/17/2017 _
1 SIMULATOR TEMP (34°G £ 0.2°G)_______ SIMULAr%FMSN _[emutaTor exp DATE.
% CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED FER MAINTENANGE REPORT)

Run three fests using a stendard. All thras tests rmust ba within 5% of the standard valve and must have a spread
of .005 or less. Marl the boy corrasponding to the standard being usad,
Bl 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

(1 0.08% STANDARD - MUST READ BETWEEN 0.078% AND 0.034% INCLUSIVE !
3o 'M% STANDARD - M! IST READ RETWEEN 0.038% f-\NL) 0 042% INCLUSIVE '

28T 1:0.009 TEST 2 0.099 TEST 3 0.009

B T e e - ——
\\«6?5}'{% :w F?liiwaff{ 'Sf "[iu fi\TFrim{‘;“‘:llglx!?{"?;EHF_SEZ;\;\J!Nb [ANGES SINCE THE LAST MAINTENANCE REPORT: N
'-i UuAt 50 |0-04 ~ Joseeo Amu‘}({dml‘;;« 'c‘)mmwuwfm._g“d " lover 194

T L Ol\‘ TR MODIFCATION THAT WAS IFADE 1O RESTGHE 11PE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN

1 N

o D / - 1

et W1 L S N e e e oo e emra e e e et nr] i

BE I PERMT NONEER ]CyprATlC?l TRE TELEPHONE MUNMBER

240067 ] (3/07/2016 417-895-6868

RN COMPLETED REPORT TOTHE “Breatly Alcohol Program, MG Depariment of Heatth and Sentor Services
Southesast Distiict Offic2
2875 James Bivd, Pop.at Giuff, MO 83001 _
TESRGTY T o TR EUAT SR SRTUNIT V AF TRVATIVE ACTION EMPLOYER ] LABAES
sanices picaded en 2 nod saimiratory bass



dayc
Received


Airgas USALLC (LAB)
3500 Bernard Street

St. Louls, Mo. 63103
Ph: (314) 533-3100
Fax: {(314) 533-7328

Certificate of Analysis

Customer Mame TestDate: 17-Jun-20156
inioximeters, Inc.

24351 Craig Road

St Louig, Mo 83146

Lot # AGH16802

Exp, Date Gyl Type Gompenent Cartified Concentration
17-Jun-2017 108 Ethanol 0.100 % 2% BrAC (260 ppm)
Nitrogen Palance

Caviffention Traceabie 1o N.ILS.T. RGM Ethano! Standards:

Sarial No. Conceniration Serial No. Gongceniralion
E&0010581 394.8 ppm . EB0010603 392.5 ppm
EBs{0570 259.5 ppm EBQO10559 258.5 ppm
E30640285 209.0 ppm EB0010595 208.9 ppm
E30610564 403.7 ppm EBCN10562 104.9 pprn
£30010831 52.22 ppra EBOD10579 ’ 52.94 pprm

fnaliical Method: NOIR

Digilaly signed by Quality Control .
gabs:?ég(ﬁ.ﬂ 16:.'33:“’2 -05:00

e2so0y; Dvy ¢85 sizndan cenfication of analysis ,?’ ”
Locaton: Arg’:;USA LG ey y / F AR

Aaalyst:
Rod Marsala

IS0 17025:3005 AZLA accredited. Certificate Number 2889.01
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STATE OF MISSOQURI
DIERAR TMF’N{ OF HEALTHAND SENIGR %ERVICES
PRENTH.ALCOHOL PROGRAM
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is herety authorized to instruct and supe/vise operaiors; lrah Instiuctors, inspect valibrate; . perform-field service and repair:
and operate the following breath anslyzei(e):

 DATAMASTER, INTOX DMT

for the determinatqon of tha alcoholic content of blgod froi a saifple.of expired air. Pefmitissued under the provistons of section
577.020 thiough 577.041, RSMo and 306,111 thidhyh £03.578 RSMe.

OATE __aFama I s ittt
' FIRIC O OF STATE PUBLICHEALTH LABORATORY
NUMBER 240067 e
T ﬁAQ \JCL’. LJ’ 40\*‘]
ExPIFs D200 e e e

" BIRECTOR OF DEPARTMENT GF HEALTH AND SENIOR SERVICES
MG 63007 71 (8-10) : LAB4 {F5-i¢



