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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

Parly CMIINTOXILYZER 5000 MAINTENANCE REPORT AEPORT #4
Complete this report al the time of the regular monthly preventive malntenance chack {no! to excead 35 days).

Complete this report whenever the instrument is servicad or repaired and whenever it is placed inlo service,
Retain the otiginal and send a copy within 15 days to the Breath Alcohol Program, DHSS.

INTOXILY2ER 5000 BN AE OF AGENGY DATR OF INSPECTIQN

LLCS 1S Il VZrce Former DEPT oY/ 1]/ ey

LOCATION OF INSTRUMENT ISTREET AND CITv) TIME OF INSPECTION

BLRO st £ Lan B gt FIMHI2LE 10 Copcad Yo T birecn .
CHECKLIST: Place a mark by each item if found to be satistactory or I operating within established llmits, {Write in observed values
whete determined.) Unmarked items must be comrected before using instrumant.

(" DVM TEST: (350 + .150) 2 227

RECEIVED
By Carol Day at 8:45 am, Apr 14, 2015

E]/DiAGNOSTiC CHEGK (PRINTOUT ATTACHED) DATE AND TIME (FROM PRINTOUT) @7/t [(S" 14 1T ¥Rs
[0 CHARACTER DISPLAY TEST |

(1 erinT TesT (PRINTOUT ATTACHED )

[ SIMULATOR SOLUTION SUPPLIER ﬁ—kfé/ ot LTA2D  exp oate ‘7/?-?,///5“

[ SIMULATOR TEMPERATURE (34°C # 0.2°C) 2.7 a(i sMULATOR sN_SP2& 7/ exp oate /0{/ /s

E{.‘;\UBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run threa tesls using & standard solution, All three tosts must be within & 5% of the standard value and must have a spread of ,005 or
less. Mark the box comresponding to the standard solution being used. (PRINTQUT ATTACHED)

B& 00% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
L1 0.080% STANDARD - MUST READ BEETWEEN 0.076% AND 0.084% INCLUSIVE
[ ] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0,042% INCLUSIVE

TESTIw 4 9 TEST2E DGR TEST 3w \()275/

%“EHFOHM RFI TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)
BEFUSALS o 10-04 1= |05:09 T |.10.14 [ 1519 | S fOverte & |

JUST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE [F NECESSARY).

Przaten D26 vl PAZaTccnnecy Ly omﬁéf/ wNS. TapnZ0
gooo OFE FNESET. OFbp7omt wirypiz, Dokl ¢ FPlcs-

norcerng orrreen T —
313 & . PRINT FULL NAME

yEold e O e ENDFE (o S
TYPE I PERMIT NUMBEREXFIRATION DATE TELEPHONE NUMBER -
23023 Y2 /}?)/[' e & G 7‘//f‘7’§f£?’

¥

RETURN COMPLETED REPORT TO THE:  Breath Alcohol Program, Missourt Depariment of Health and Sanior Services
Southeast District Office

2875 James Bivg,

Poplar Bluff, MO 63301
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GUTH LABORATORIES, INC.

520 RORTH EXh STREEY ¥ HARRISEURG, PA 17111 &1 & TELEPHONE: 737-5945470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 14220 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on Septembrer 25, 2014, using a Perkin Elmer Gas
Chromatograph Autosysten XL S/N: 610N9030209, and found fo contain
0.1209% (wivol) ethyl alcohol. The expiration date for this lot
number is September 24,2016 at 11:59 PM.

Whon used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The aloohol and water used in this solution were

free of test iaterfering substances.

<~

Ted L. Pauley, Presidedt
GUTH LABORATORIES, INC.

NIST Traceability;

Testing was conducted using Cerilliant Reference Standard lot number FNOSOSI38! whose
values are traceable to NIST,

All balances are calibrated annnally by an outside agency using NIST traceable welghts,
Calibration verification is done prior fo each use utilizing NIST traceable welghls,
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