Mar. 12, 2015 2:54PM

gant

STATE PUBLIC HEALTH LABORATORY

CMI INTOXILYZER 8000 MAINTENANCE REPORT

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

No. 0005

P.

1

(RECEIVED

Complete this report in dupllcate at the time of the regular monlthly prevenlive maintsnance
repaired, Send ohe ¢opy fo Department of Health and Sentor Services, and retain one ¢opy in departmant file,

By Carol Day at 11:08 am, Mar 16, 2015
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Temperature Regulation Tegt Pass

Pass
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INSTRUMENT SERIAL KUMBER LOCATION OF INSTRUMENT DATE OF INSPECTION TINE OF INSPECTION
80-005854 LIBERTY POLICE DEPT. 03/12/2015 14:26
CALIBRATION CHECK RESULTS CALIBRATION CHECK SUMMARY
. STANCARD TYFE STANCARDLOT# STANDARD EXPIRATION DATE
Teat q/210L Time | DRY AG319201 07/11/2015
__________________________ _J e e e —— SIMTENMPERATURE SIM SERIAL HUMBER SIACERTIFICATE EXPIRATION
Air Blank 0.000 14:29 | N/A N/A N/A
cal CheCk 0.1 0 0 14:29 STANDARD YALUE BYANOARD SHPPLIER
Air Blank 0.000 14:30 0.100 ] INTOXIMETERS
cal CheCk 0 . 101 14 : 30 CALIERATION CHECK RESULT 1
Air Blank 0.000 14:31 0.100
Cal Check 0:101 1431 [CATBRATONCHECKRESULTZ
Air Blank 0.000 14:314 0.101
CALIBRATION CHECK RESIAY 3
0.101
a s S TAXMIUI DEVIATION (MUST BE WITHIN 5%) | SPREAD {IUST BE 005 OR LESS)
1.0% 0.001
DIAGNOSTIC TEST RESULTS RFI TEST RESULTS
Voltage/Current Test Pags | Test g/210L Time
RAM Test Pagg | ~----———ccmmmf e b e - -
EEPROM Checksum Tesgt Pass | Air Blank 0.000 14:32
Real Time Clock Test Pass | Subject Test REFT* 14:32
DSP Tesgt. Pasg | Alr Blank 0,000 14:33
Analytical Stability Test Pass
Modem Test Pasg | *RFI Detect

NUMBER OF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPORT
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ROBERT D, BRATCHER

List any new parts and describe any alteration or modification that was made to restore the instrument to operate gatisfactorlly

and within established limits {use other zide If necessary).
OPERATING WITHIN SPECIFICATIONS

zendcas provided on a

nondiscriminplgry basis

“KE TN PERITRUMEER ¥ EXPIRATION DATE TELEPHONE HUMIER
230146 08/01/2015 8164394701
MO 585-2801 (8-10) . AN EQUAL OPPORTURITY/AFEIRMATIVE AGTION EMALOYER LAR 167
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