~——Complete thisTeport in-duplicate-atthetime-of the-regular-monthly-preventive-maintenance-check; and-wheneverinstrument is o

MISSOUR| DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY RECEIVED

CMI INTOXILYZER 8000 MAINTENANCE REPORT By Carol Day at 8:27 am, Jun 22, 2015

repaired. Send one copy to Department of Health and Senior Services, and retain one copy in department fite.

INSTRUMENT SERIAL NUMBER LOCATION GOF INSTRUMENT DATE OF INSPECTICN TIME OF INSPECTION
80-005853 JOPLIN POLICE DEPT. 06/13/2015 22:13
CALIBRATION CHECK RESULTS CALIBRATION CHECK SUMMARY
STANDARD TYPE STANDARD LOT # STANDARD EXPIRATION DATE
Test g/210L Time | DRY AG422305 04/11/2016 ;
__________________________________ SIM TEMPERATURE SIM SERIAL NUMBER SIM CERTIFICATE EXPIRATION '
Air Blank 0.000 22:15 | N/A N/A N/A
Cal check 0 . 0 9 6 2 2 : 1 5 STANDARD VALUE STANDARD SUPPLIER :
Air Blank 0.000 2%:16 0.100 INTOXIMETERS, INC
Cal Che Ck O ; O 9 9 2 2 : 1 6 CALIBRATION CHECK RESULT 1
Air Blank 0.000 22:17 0.096
cal Check O . 0 9 9 2 2 . 1 '7 CALIBRATICN CHECK RESULT 2
Air Blank 0.000 22:18 0.099
CALIBRATION CHECK RESULT 3
0.099
a s S MAXIMUM DEVIATION {MUST BE WITHIN 5%) SPREAD {MUST BE .005 OR LESS)
4.0% 0.003
DIAGNOSTIC TEST RESULTS RFI TEST RESULTS
Voltage/Current Test Pass | Test g/210L Time
RAM Test Pagg | ~=~~====-----—~[- e - |
EEPRCM Checksum Test Pass | Air Blank 0.000 22:18 E
Real Time Clock Test Pass | Subject Test REI* 22:19
DSP Test Pass | Air Blank 0.000 22:19
Analytical Stability Test Pass |
Modem Test Pass | *RFI Detect |
Temperature Regulation Test Pass

Pass Pass

NUMBER OF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPORT

REFUSALS .00-.04 .05-.09 10-.14 .156-.19 OVER .18

2 1 1 7 2 2

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily
and within established limits (use other side if necessary).

INSPECTING OFFICER

- oy
o

PRINT NAME

BRETT DAVIS

TYERFPERMIT N EXPIRATION DATE TELEPHONE NUMBER i
23015 08/14/2015 417-623-3131 :
MO 580-2961 (6-10) AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB-167 |

services provided on a nondiscriminatery basis


dayc
Received


STATE OF MISBOURI
DEPARTMENT-OF HEALTH ANE SENIGR SERVICES

...........

PERMIT
TYPE Il
BRETT DAVIS

is haraby authorized to-insteuct and supervise aperaiors; train: instructars, inspect; calibrate, perform.field semvice: and rapaits,
anel gperate this following breath analyzer(s):

' INTOXIELYZER 5000, NTOXILYZER 8000, ALCO-SENSOR IV
: W/PRINTER :
Tai-the tiétstinihation of tia dlcohslie contert of blood Iféi &-sarmplé ¢ SRpired ait. Pariit issiiad Uridef thie provislens ofaections:
RT7.02D trtolgh 577044, REMY and 306,111 Hitdogh 806.118 RSK®.

R
DATE: 81412013 A S

BIRECTRIR G STTE FuBLIc HEALT LaBORATORY'

B 230187 | — . Qjmﬁ Um““Q’T

B  8/14/2015 ~
,EXE IRES : : DIRECTORGE. DEPARTMENT TF HEALTHAND: SENIGR SERVIGES
MG B8 4610 -LABRE-103.

: STATE QF MISSOURI
DEPARTMENT OF HERLTH AND SENIOR SERVIGES
BREATH ALCOHOL FROGRAM

" INSTRUMENT OPERATOR CARD

The named oandholder s euthanzed to operate sn evidential breath alsokel
- {instument forthe determination of the afeohelie content In hreath form of eupired ai

= DA

Oparater  DAVIS, BRETT
Permit No 230167 :
Date lasued 8/14/2013  Date Explres 8/14/2015




Airgas USA LLC (LAB}
3500 Bernard Straet

8t Louls, Mo, 63103
Piv: (314) 533-3100

Fax: {$14) 533-7328

Certlficate of Analysis

r
igﬁ;:ﬂr:grs l_\!ammcg i Test Date: 13-Aug-2014
2081 Cralg Road :
St. \.ouis, Mo 63148 ;

Lot # AG422305
Exg. Date Cvl, Type Compopent
11-Apr-2016 30 Ethanol 0.100 2% BrAC (260 ppm)
" Nitrogen Balance :

Certiflcation Traceable ta N.J1.8.T. RGN Ethanol Standards:

Sariat No. 1 Copcentration ' Sarjal No, Goncentration
EB{010581 i 391.8 ppm EB0010603 392.6 pprn
EB)010570 ¢ 259.8 ppm EB001058% 258.9 ppm
EB0010285 | 209.0 ppm EB0010595 208.9 ppm
£80010661 103.7 ppm EB0G10562 104.8 ppm

EB(010681 §2.22 ppm ' EB0Q10579 52.94 ppm

—p s -

e

Anglytical Method: | NDIR
i
Dale: 2010513 |308i08 0800

R : tandeard oarifiont alysl N
Cocalon: Arghs USA LG Q) ! neele Analyst: M Hlorsed

| Rod Marsala
|

150 17026:2005 A2LA accredited, Cerfificate Number 2989.01

Page 1 of 1




