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e MISSOURI DEPARTMENT OF HEALTYH AND SENIOR SIFRVIGES
Sﬁf SIATE PUDHIC HEALTH LABORATORY
3 W4L7) BRICATH ALCOHOL PROGRAM
WEE DATAMASTER MAINTENANCE REPORT RECEIVED
Gomplete this roport at (he ime of tho mqul:tr monthly prevenlwe maintonance check {not to oxco W By Carol Day at 3:56 pm, Aug 17, 2015

Camplale this reper whenevay the nstrument is serviced or rapalred and whenaver i s plﬂced inloservice,
Nelain M onqlnal and send o copy withinn 16 (layﬁ lo the Braath /\icohol Prograim, DII

NATAMASTEIL &N NM!F OF AGENCY ﬁJ\TF or lNSf"ELHUN
940234 Crocker Police L)epanmml 071171215

LOTATION CIF INSTRUMEN € [STREET AN CI7Y ) TME OF NEPECTION
108 S Commarcisl Street, Crockor MO 65452 7:51 pm

CHE(_.KLIST. Place 1 mark In !hc. box by each ilem If found 1o e .nﬂ"hotory oril opé'rallng within oslabllshecd lim-Hs. {Writa In }B'béaﬁ;;:;;l values
whers deformined.) Hnmarkod items mus! ho corfected balore using Instrument,

/] DIAGNOSTIC CHIFGK (PRINTOUT At fACHED) DATE AND TIME (from printout) € 07" 177201 b
a ¥ compurer %] DE'1ECTOR
i [ PROGIHAM _ ¥ FITENS
‘ Ml HEAERS .SAMF’I F CHAMBER | W_LO"C - . QUI\HIZ oTANDAHD
FLOW DETECTOR I car inparion
71 PUMP LIGH SIEED PHINTER

[ INDICATOR 1 1GHTS

lY] shanAion soLUTION suppLizir Rep Co Markeling inc L 1OT# 14001 TXP. DATE 04“0/701(‘ .

A ¢ SIMULATOR TEMP (34°C = 0.2°C) — 34 - SIMUIATOR SN SD2729 EXI™, DATF 09/11/201o

I-/] CAILIBNRATION CHFCK . (ONLY ONE STANDARD IS TO BE USED PER MAINT[:NANCE F!EPOFIT)

Iun Uwee tests using a standard salution. All three tesls must be within «5% of the stondurd vedue and must have a spread of 005 or
Togs. Mark the box corresponding to the standard solulion being used. (PRINTOUT A1 TAGHED)

IZl 0.100% STANDARD - MUST NMEAD BETWEEN 0.005% AND 0, 105% INCLUSIVE
_] 0.U80%: STANDARD - MUST RIEAD BETWEEN 0.076% AND 0,084'% INCGI USIVE
D 0.040% STANDAND - MUST READ DETWEEN 0.038% AND 0.042 cYe | INCLUESIVE

TEST 1 = 09‘-} ITESTQ =098 ITEST T2

m PERFORM R.EL TEST (PRINTOUT /\'I"I'ACHED)

INDICATE THE NUMBER OF BHEATH TESTS IN THE FOLLOWING RANGES SIN(‘E THE LAST MA[NTENANCE HEPOHT
{PO NOT INCLUDE SELF-ADMINISTERED TESTS)

REVUSALES O {0-.01) o I(OS .04) {10-.14) 0 (.15-.19} 0 OVER .10 g

TIST ANY NEW |-AH'rf~ AND DESCIURE ANV ALTENATION OR ONIFIG mmn THAT WAS MaLL: TO REGTORE THE IltleIJMl—NT To CPLRATE SATI"FAPTUHILY ANC WITHIN I-thHI ED LIMH 3
{USE OTHER SIDE IF NECESSARY).

INSPECTING OFFICER -

SIGNAILIHE

PRINT FULL NAME
Aqrron Baker

1P HPEVRA RUMDERVEXPIATHIN (AT TFLERHIONE NUKDEN

250135 06/00/2017 (’i/'l) /36-2211

ST LUIN COMPE ETED RIEPORT TO THP: ﬂmnth Aleslol qumm MO Dapartmonl of Hoalth and ‘aenior Sorvicas, Southsust Diatrict Oftico
2875 James Blvd. .
Poptar Bluff, MO 63901

A0 G0 14Nk (2-GB) . " sl FOUTAL GP POICIGHIEYIAT FIANAFIVE AGAION LUILOYE (1 ' ; FYNIT
wuvbAs provied 6 & pandlerlaloy dasds .
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RerCO MARKETING INC.

3101.188 STONYBROOK DRIVE
RALEIGH, NC. 27604
919.876-84B0

CERTIFICATE OF ANALYSIS

MANUFACYTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 14001
EXPIRATION DATE: April 30,2016 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Jnc. manufactured, tested and supplied Lot Number.
14001__ of Aloohol Certified Solution for simulators; Random samples of said lot
number wete analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __ .J1216 gms/dl +/-.003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilled water used in the solution were found to be free of

any interferring substance.
This solution will produce a vapor alcohol value of 100 +/-3% gms/210L
Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator

(95% Confidence).
The date of manufacture for this Jof number is __May 1, 2014

The expiration date for this lot number is ___ April 30, 2016 at

11:59 p.m,

This document is a true representation of the original Certificate of Analysis.
Cezill B. Gamer,i’residént- . -

RepCo Marketing, Inc.

Forra RM 02
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- STATE OF MISSOURI papaN
DEPARTMENT OF HEALTH AND SENIOR SERVICES 2)
BREATH ALCOHOL PROGRAM
PERMIT -
TYPE Il

AARON J BAKER

is heraby authorized to Instruct and supervise cperators, frain Instnietors, Inapact, callbrate; pertorm field setvice and rapalrs,
and operafe tha {ollowing broath analyzor(s):

DATAMASTIER

577,020 through 577.041, RSMo and 306,111 thisugh 308,118 RSMa,

-

AT .. Q[902015 . (A "‘"&"’—:7:'"‘“:‘-:‘—'

DIREZTOR.OF STATE' PUBLIC HEALTIH LARORATONY

NUMBER 250143 w‘,}lr) U \J &4‘.)‘-:»!2_-.]1'
EXPIRES /92017 ~

140 SRO-OFTL {50

" DIRECTOR 6F DEPARTMENT GF HEALTM AND BIRNIOR SERVIGHR
1 AR (R0}

STATE OF MISSOUIRE
OEMARTMENT OF HIEALIH AND ULNIOR ULAVIELG
DREATH ALCOHOL PROARAM

INSTRUMENT ORPERATOR CARD

Fha simd eardhaidae s nuthorlred fe cporele wn vvidonikd breally alsulnd
foTivinenl e g deteanthiation al the slcchntk contanl in broath forn of explrod wk

N R

Oparator  BAKER, AARON

ormit No  2ROMR
Daly lpaved 692085 Dale Explres G/9/2017




