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MISSQURI DEFARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT ( T #6
RECEIVED
the ti f ] th tiv int
Complete this report at the time of the regular monthly preven emamj By Carol. Day. at 11:56 am, Aug 05, 2015

Complete this report whenever the Instrument is serviced or repalred an
Retaln the orlginal and send a copy within 15 days to the Breath Alochol

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION
960016 El Dorada Springs Police Department 08/04/2015
LOCATION OF INSTRUMENT (STREET AND CiTY) . TME OF INSFEGNON
1207 South Main Street El Dorado Springs 6251}

CHECKLIST: Place a mark In the box by each Hem if found to be satisfactory or if operating wihin established limits. (Write in observed values

where determined.) Unmarked tems must be corrected before using Instrument,
I/l DIAGNOSTIC CHECK (PRINTOUT ATTACHED) . DATE AND TIME (from printout) ‘Q%@ZLgZai_’j@

I4

i/l compuTER 1 petECTOR

] PROGRAM FILTERS

B HeTeRs SAMPLE Chavser T 7 ¢ - [lauasrz sTANDARD

k] FLOW DETECTOR K1 caLisRaTiON

£/} PUMP HIGH SPEED ] PRINTER
i ioicarorLGHTS 2
K1 simuLATOR sOLUTION SUPPLIER Guth Laboratories, Inc Lot # 16050 EXP. DATE 03/09/2017
K] SMULATOR TEMP (34°C 2 0.2°C) 34.04 °C SIMULATOR SN 8D3146 Exp. DaTE 01/20/2016

m CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Hun lhree tesls using a standard solution. All three fests must be within +5% of the standard value and must have a spread of .00S or
less. Mark the box corresponding to the standard solution belng used, (PRINTOUT ATTACHED)

E 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 W lmeCi TEST 2w !@ 7"8 TEST3 »- .@7(()9

PERFORM R.EL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS Q) {0-.04) 5 (05-09) (% l (.10-.14) O l(.15-.19) 6 Ioven.w(j

LISTARY NEW PARYS AND DESCRIBE ANY ALTERATION OR HODIRCATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
(USE OTHER SIDE IF NECESBARY).

This instrument meets Department of Health and Senior Services Rules and Regulations.

INSPECTING QEFICER 0 i

PRINT FULL NAME

SIGNATURE

> st “}/ Jarrod D. Schiereck

TYPE Y| FERMIT NUMBEREXE N D i haand TELEPHONE NUMBER

240337 - 09/16/2016 (417) 876-2313

RETURN GOMPLETED REPORT TO THE: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 James Bivg, .
Poplar Blulf, MO 63201

K0 5501468 (208} AN EQUAL QPPORTUNTYIAT FILATIVE AGTION EMPLOVER LAB-118

Ty pronvkded on ¥ pondaimd ory bass
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Received
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()

GUTH LABORATORIEZS INC.

G20 NORTH 67th STREET @ HARRISBURE, PA 17144 4-511 @ TELEPHONE: 747.564-5470

CERTIFICATE OF ANALYSIS

Certifiec{ A]c_o_hol Reference Solution for Simulator

Random Samples of Lot Number 15050 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on March 11, 2015, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found o contain
0.1218% (w/vol) ethyl alcobiol. The expiration date for this lot
number is Maxch 9,2017 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0,100 g/210L +/- 3%.

The alcohol and water used in this solution were

. free of test interfering substances,

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Referenice Standard lot number FNOS051301 whose

values are fraceable fo NIST.
,,l bralaprne ava ~alilos A sunG Aw o idp b AT wlla
daligralfo;z verification is dons pr:or ‘10 edoh #¥é Ut cing WIST irdeeable WETghES.

wnaterliso




F-20b

T-682 PO003

EL DORADO SPRINGS PD 4178766512

51 FROM-

08-04-"15 08

ZonSUEAEEINT Q16N
o68 TRI4IESY (TR IIN Am?erﬁh
19559 e . 1TEL BT

1L J.rn..l

- .
—-— NITATHNE HiEg

ST@2-90

L33 1548
RLEE SOGENETIEIRIR
FTATLASS TIAMT NOTLNTINS
ATTARE ST LTNAG
35 LRI Wuu»mmm
SO I3 IHIE
S833144G QLWM
et T°T ¥331446
LATGEEET  A03ETIRS
R RESIEST SHILSSNY
}ucdjmw m_ PRE/3E6EE

K2XIS SL/68/58 3T
eI 00

23 1330S

32383 FIL LSTRN

SLAE<RE

FIAERS MIEHAN WINsS yuwwmm&wmﬂ g

D

1LY 1 5™ b (P4
LhSHI AL Lh

1BYOLT; oomo@_#m
IdJSENeYR(Y 04




F-205

1-682  PO0OO4

4178766012

EL DORADC SPRINGS PD

51 FROM-

08-04-"15 08

20902z T, ;
SRS I03EY BBy 3o3etedoy .

it P TRNBAEILE. et

=i o

o T T A A O g
o LN 2N a._u.-nt,..rmww SR Hmm

,
l Y
S T I AN S e aint
SHSCUERRL(= Y L 1S T IO0R0ATES " fand ) §SH,
s

N PG

] %

..- 1 .m L) F] rhe [ | o Pl ~ = ™
EE) (ROTIHET TS ZRERT = IRy
TE = spve
- _— - = = owle
SIS HINEQHEAS Zidnn =K
3 1ENien YN ETT 1 Tty
AR .&wunmpuﬁuu L2158 s i83L BERE
., A 1 T S e oA
oo s vt SEEaE R GRS N ....m THRERINS
= ) Dol . -
A&AG RiE3L3T FOIEH | g9 LY AR
e W AT D B TARLMTL T .|.= r=y
wwf..vu-. e o Lemyis mw nan-Tm_.. fﬂ..nv.ﬁ!,“ X _W.r. m.«a..rm uxﬁw!.u.oln k
k] allg=mety Ryl gt ] [y irer w0 1L
M,..._:w._ i ......N “;W.N_ g m\w.n } . WLF P aited .—m
S B I tte Pl TR S L
M i .MW_ ..,m.uw\ —m .Mwwﬁ.v HHINGLS Jc.wr_LuPyL
- v n.»uw.n.._ -.h ..|.H. .o...m. _.alnrn.m...nz - i re
z mswﬁ 2R LAY R S ..HL 5 L.n_e ’ - - __...m,\ w.w “H.nw PR  BON i
PRV LEULGE1EE BT PE24Q geE° R A A T
S i N BR
e, = Yo =4 1 ’ = o
~ =5 w«. wa.l. u wr_w_.m .,v - - l..vmw} W.u./ M _.a»x _L.ux.”. T——
T k)
SHEAIHEN
gy
T Y N W = umm.\..ﬂngo
. = % et I8 G . NG 3, :
~ & .-l\tL. = n, &W—Hrln.lﬁw V&V wuh._‘.(urv.rmcu ] nu “PHUMJM MMJ . mc.v.r: ’

u..l.~ -..1.% K4

. . JM mu.w ..M..e.“ “UMQL _,.H'Lb..r 23S

ARG SHZINANGT LECERTE BN 1Tdd

: mﬁ.w H .mnu EASILs ,_a
S LwMmeww )
H

Ji149T SHILS3IY

= NIRAD JIISOMBRIN -~

5oL
sanms wem LA . ZT99/88
2T635 WITWNN WINET STISMGEINT BT SIRE6 MITUGK TWINES (RUNUMIN DuE
| LNEISEIT 30108 TONTHS DTHnT INBHISHSEE 3210 SENINS ORYN G
: INVSSTH 4T 2kis Loy TEN0ETIN 40 31418

oI ooy | | o | or souepmag-
I)seeIeq DV - ISENEIeq DV |

ST GY B SMLY, ~ WA IPIS SHLY, 2087 Emmﬂww@mgtguﬂwmauoum

[N R



08-04->15 08:52 FROM- EL DORADO SPRINGS PD 4178766512 T-682 PO0O0G F-205

STATE OF MISSOURI

DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
- TYPE K
JARROD D SCHIERECK

is hereby. authorizod o instruet and supervise operators, train instructors, inspect, calibrete, perform finld service and repalrs,

and operate the following breath analyzer(s):
DATAMASTER

{61 thio determination of the alcohalic cantent of bload from a sampla of expirad air. Permit lssued under the provisions of sections
577.020 through 577.041, ASMo and 806.111 through 3056.112 RSMo.
Aass u_,QZ.

DATE __9/15/2014 :
: DIRECTOR OF STATE PUBLYG HEALTH LABORATORY
o 240551 D00 Uookeally
EXPIRES /1512016 ' X
' : DIRECTOR OF DEPARTMENT OF REALTHAND SENIOR SERVICES
Q771 (6-0) AB4 (29-10)

)

S5 STATE OF MISSOURI
Yy mewmmm
o BREATH ALGOHIOL PRODRAK

Operator
PermitNo 240337
{pate fosuen 612014 Duto e/ttt

Pt
N
~



