08-02-"15 09:04 FROM- EL DORADO SPRINGS PD 4178766512
e MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM
DATAMASTER MAINTENANCE REPORT

T-757 PO002 F-400

Eoindilal

[ RECEIVED

Complete this report at the time of the regular monthly preventive mainfenance check (notto e

By Carol Day at 2:33 pm, Sep 08, 2015

Complete this report whenever the instrument is serviced or repaired and whenever it is place

Retaln the originat and send a copy within 16 days to the Breath Alcohot Program, DHSS.

DATAMASTER SN NAME OF AGERGY DATE OF NSPECTION
960016 El Dorado Springs Police Depariment 09/02/2015
LOGANON OF INSTRUMENT (STREET AN EITY) TINE OF INSPECTION

1207 South Main Street Ei Dorado Springs 5 H)

CHECKLIST: Piace a mark in the box by each item if found to be satisfactory or if operating within established limits, (Write in obsetved values
where determined.) Unimurked ftems must be corrected before using instrument.

/
DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printouty 5, /ﬁl/ /S B7Y2

] COMPUTER [/} vEYECTOR
PROGRAM kK Firens
7] HEATERS SAMPLE CHAMBER )| °C {1 QuaRTZ STANDARD
7] eLow pETECTOR E/] caLiBRAYION
71 PumMP HIGH SPEED ] priNTER
Ml moicarortarrs ¢ q <)
SIMULATOR SOLUTION SUPPLIER Guth Laboratories, Inc LOT # 15050 EXP. DATE _03/09/2017

8D3146 EXP. paTE 01/20/2016

34.04

Y] SIMULATOR TEMP (34°C 2 0.2°C) °C SIMULATORSN _,

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Hun three tests using a standard soluticn. All three tests must be within 5% of the standard value and most have a spread of .005 or
less., Mark the box corresponding 1o the standard sohution being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040%6 STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

;ﬂ?ﬁ @ﬂfg

/1 PEAFORM R TEST (PRINTOUT ATTACHED)
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORY:

(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
ReFusALS (1) I(ﬂ—.oa) \L\ (05-09) | (i0-14 () l(.1s-.19) ) lOVEH 19 7Y

LIST ANY NEW PARTS AND PESC RIBE ANY ALTERATION OR MO DIFICATION THAT WAS MADE TO RESTOHIE TRE (NSTRUMENT TO OPETIATE SATISEACTOILY AND WITHIN ESTARLISHED LIMITS
(USE OTHER SIDE [F HECESSARY).

This instrument meets Department of Health and Senior Services Rules and Regulations.

TEST i &= TEST 2w TEST3 &

(4R

INSPECTING OFFICER
SIGNATURE
y

Jarmrod D, Schiereck

P

VPE N PERAT R BENRLEIRON DATE = TELEPNONE NUMSER
240337 09/15/2018 (417) 876.2313
RETURN COMPLETED RERQRT TO THE: Brealh Alcohol Program, MO Department of Health and Senior Senvices, Southeast District Office

2875 James Bivd.
Poplar Biuff, MO 63501

PN EQUAL OFROEIUA BTY/AFFIRMATIVE ACTION ELPLOYER
SVR0Rs Frovded on A oren Tty bals

MO 8804468 (¢-08) LAB-116



dayc
Received


)

/""-\

08-02-"15 09:05 FROM- EL DORADO SPRINGS PO 41 18766512 ‘T-—?E‘i? PO0OS F-400

®
GUTH LABORA’T‘ORIEIS INC.

3¢90 NORTH 67th STREET € HARRISBURG, PA 17114, 4511 ® TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Referenceé Solution for Simulator

Random Sampl;:s of Lot Number 15050 of
Alcohol Rr_aferenoc Solution for Simulator were analyzed by
pas chromatography on March 11, 2015, using a Perkin Elmer Gas
Chromatograph Aufosystem XL SMN: 610N9030209, and found to contain
0.1218% (w/vol) ethyl alcohol. The expiration date for this lot
number is Maich 9,2017 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/~ .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

. free of test interfering substances.

ez

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:! _ _
Testing was conducted using Cerilliant Referestce Standard lot number FNO8651301 whose

values are traceable to NIST.
All balances are calibrated annually by an outside agency using NIST traceable welghts,

Calibration verification is done prior to each use utillzing NIST traceable weights.
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STATE OF MISSOURI

DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT

- TYPE It
JARROD D SCHIERECK

is hereby authorized to instruct and supervise operators, rain instructors, inspact, calibrate, perform field service and repalrs,

and operate the following breath analyzer(s):
DATAMASTER

for the determination of the alcoholic content of bioad from 2 sample of expired alr, Permit issued under the provisions of sactions
577.02Q through 577.041, ASMo and 306,111 thraugh 306.119 RSMVo.

: 9/55/2014
DATE : DIRECTOR OF STATE PUBLIG HEALTH LABURATORY
7 5
NUMBER 24033 ..z)‘,o ,\Q U &,{)LM%“
ExPIRES 9/15/2016 ' .
iy : CIREGTOR OF DEFARTMENT OF HEALTH AND BEWIDR SERVICES

'.0?71 {6-10) LAB-S (R8I0}

)

"'-'"5"-"? STATE OF MISSOURI
.7) DEPARTMENT OF HEALTH AND SCHIDR SERVCES
e 4 BREATH ALGONOL PROGRAL

PR

W | NSTRUMENT DPERATOR CARD

Opesator
PermitNo 240337
Date ssted 52014 Date Explros 07162016




