
rf ~.:t(?\.::~. ~~~~~~~,B~~~~:~~~2:;~~~~:~/~!D SENIOR SERVICE RECEIVED 
\«-i~ ALCO-SENSOR IV WITH PRINTER MAINTENANC 

··~" - By Carol Day at 3:12 pm, Apr 01, 2016 
Co1nplele lliis report in duplicate at the Urne of the regular 1nonthly preventan-...~-----~~---~-----~-._..,/ 
Send copy to Depart1nent of Health and Senior Services; retain original in depart1nent file. 

ALCO SENSOR IV SN 
030791 

--------,P-n~INTERSN----·-~--·---------------rD~A~TE_OF_lNsPECl!ON __ _ 

LOCATION OF INSTflUMENT {STREET AND CITY) 

Hazelwood Police Department BAT Van 

84.9324.152 04/01/2016 

TIME OF INSPECTION 

12:51 pm 

CHECKLIST: Place a mark In !he box by each item If found to be satisfactory or if operating within established limits. (Write in obseived val· 
ues where determined.) Unmarked items must be corrected before using lnstnunent. 

llJ DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 

llJ TEMPERATURE OF ALCO SENSOR (10°C. 40°C) 
--------------------------------; 

llJ PRINTER WORl<ING PROPERLY 

llJ TIME AND DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

llJ SIMULATOR SOLUTION 0 COMPRESSED ETHANOL-GAS MIXTURE 

llJ STANDARD SUPPLIER Guth Laboratories ______ LOT# ~'1_220 _____ EXP. DATE 09/24/2016 ,__ _________________________________________ _ 
IZl SIMULATOR TEMPERATURE (34°C ± 0.2°C) __ 34_.o_ SIMULATOR SN __ S_[)2_74_2_ SIMULATOR EXP DATE _11/09/2016. 

llJ CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
Run three tests using a standard solution. All three tests must be \Vilhln ±So/o of the standard value and n1ust have a spread of .005 or 
less. Check 1he box corresponding to the standard solu1ion being used. (PRINTOUT ATTACHED) 
IZJ 0.100% STANDARD • MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE 
0 0.080% STANDARD ·MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE 
0 0.040% STANDARD · MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE 

~E~T1,.,. .101 /rEsT2..- .100 /rEST3.,,. .099 

0 RFI DETECTOR OPERATING 
!---------------------------------------------------; 
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) 

REFUSALS a / (0-.04) a J (.os-.o9) a (.10-.14) a (.15-.19) a (OVER .19) 0 

List any nevv parts and describe any alteration or 1nodillcation that \•1as rnade to restore the lnstrun1enl to operate satisfactorily and \Vi111in 
establisl1ed limits (use other side ii necessary). 

Instrument time changed for Daylight Savings. No alterations or modifications have been made. Simulator solution bottle 
number 1019. 

PRINT NA/Mi 

N ~ (' rn (\. ,, (\/\._ c, r ~-----­
TELEPH011E UUM8ER 

r---;)-· _,,,_o......,..~-4~".~---:/_1_-_G_·_· ._)_o __ / ~-7------------~-·1_1_'-l_-_c-'--:; 1:-'> - S" '.l. \:, rl 
Return completed report 1o the: Breath Alcohol Program, MO Depaiiment of Health and Senior Services, Southeast District Office 

2875 James Boulevard 
Poplar Bluff, MO 63901 

MO 580·1:151 {G·IO) 



CERTH<'ICATli; OF ANALYSIS 

Certified Alcohol Refornnce Solution for Simulator 

Random Samples of Lot Number 147.'.W of 

Alcohol Reference Solution for Simulator were analy7.ed by 

gas chronwtogmphy on Scplcmucr 25, ?.014, using n Perkin Elmer Cias 

Chrnmatograph Autosystem XL S/N: 6!0N9030209, and found to contain 

O.U.09% (w/vol) ethyl alcohol. The expirution elate for this lot 

number· is Scpt1:mbci' 24, 2016 at 11 :59 PM. 

When us•:d in a calibrnted Simulator, opcnl!ing at 

J•l°C +/.· .2°C, this solufion will give a breath alcohol 

analysiu instrument reading of 0.10!) g/ZlOL +/ .. 3'}(,. 

The alcohol and waler used in this solution were 

free of test interfering substances. 

NTSr Tr<>ceabll/fy: 
'/\!stfnp, was cvnducted using C'crillianl Rq_f1Jrence SJandard fur 1111t1tber f'l'/0805130! whost? 
values or(J lroceab/1~ to NIST. 
;fl/ balances are calibrr1ferl a111n10/ly by on outside ag!?11r.y 11,\it1g 1VIS7' lr<lC<Jable ivrJights. 
Calihraliun i•er~{ir.ation i.1 done prl/)r 10 each use uti/i;:.ing f.'IST ll'<U:l!able WiJiy,hts, 



AS W Serial no: (:130?91 
Version no: 5:';::2:t: 

TEST ~'.ECOF:D 00160 
9/ 

Ter•lP IL:rle Tiroe 210L 

Air E:lank: 
(34 ..... ~31/1£. 12:51 .. 000 

[:.3 l ibr at ion Checi<: 
20 •34/01/1€. 12:51/.1[11 

~:;ub ...iei:t N.aF!e 

~.p... M;"lr-)\ · 

Sub -::tl I. D. 

0Per.:::t.or Nar'lt-~ 

g'G,"': i.L,_M._ N 

Loi:at i ein 

T~.:a.s ::i:? 

[..k 1'.<:-Uve> o Cit:> !? D 

"'?,, !'l \)A ;::; 

MS r:.,r Serial no: ~1:::13791 
Version no: 5:::t:T:: 

TEST RECOF:I1 •30161 
-;_) 

'I'eT'lP It::ite TirOE' 2HlL 

fiir Blank: 
("!4/01,ll6 12::53 .. 05!3 

Calibration Check: 
21 04/(11/'16 12:51: 

Sub.5e::t f·t;p1e 

7.>.-A . (\)\"'"''. 
Sub5eci. I. D~ 

rJ lp, 
nPer.stor Navi12:i. I.D. 

-~. tJo.Z.N'l<'N l\'\i'>Q":. ~2? 
Location 

l.\.<>. 3-E \... w <.> o..".> G> \::. 

~A .... VP> j 

AS !U ~:er ial 
\Jer s icrn no: 

t10: 0~:0?91 
532B 

LEST RV:::ORD 00162 

ier·lP Date 
-------

f1ir Blank: 

Tirite 
;.! 

210L 

04t'01/16 12:54 .. 000 
[:3libt·atim Check~ 
22 04/(11,..>lt. 12!5 .099\ 

,) 
s:ub .. iect t{3r•Je 

. 1, .!'< , tv·IA, ..J-r . 

8'-'b5ec~ J :· 

0Per at eir Har'le:- I. D. 

~-~N N\"I<~ -113 
LiJcai: i ori 

l-l.A-Z.~ ~cc~ p~. 

Gn- J.,,,0 

f=!S IlJ ~:er ial nt•! 0:";:0791 
l)ers:ion nc.: .532.B 

TEST F~ECO};:Ir t'ifi 163 

TeMP D.:rte TiMe ---w---- -----~)CiI] ?..FI 
1? Ou,·_1 /1b~ 1?~~~ ... .._ ~ ... __ , ........... _._. 

Sub.:!ect r..far1e 

'1$., A . TV\,,_'"".--.. ---Cb' ·;-JJ ~J -'"11; . 
OP er .st or N.3f'lt?~ r ~ D. 

~T. ,J.,, """"" .J /\/\'¥2. s 
Len= ai: i C•n 

';:t, ... 

210L 

::n3 

1-lr-"Z"'-L"-'oc~ '0.i;:,,. 

7"""'-,- v"'~ 



~1D1011\lilh W. (~f<iy) N!.-<on 
(J(J'NIOJf 

wfo.rnuri Dcp:1rtmcut of Hcnllh and Scnio1· Scrl'iccs llrcatb Akolwl l.'l'flgram 

Sl.IY!UlATOR CALJBRAT!O!V REPORT 

This is lo cerlify lhat the simulator listed bdow has been examined and tested using 
standards traceable lo the National Institute of Standard~; and Technology (NIST) in 
accordance to the standards set by the Rules ofMissomi Department of Health and 

Senior Services, 19 CSR ?,5-30. 

1\gcncy: 

!~IB'.fUL1\IQRINY!2llMt1I!Q1{ 

HAZlcLWOOD PD 

Serini NumJier: SD2'H7. 

~11an11fnet11rnr: (~11tb 

Model Nllmhcr: 10-•ID 

'l'his calibration \V.tl:) perforn1ed \Villi 
N l~n ·--'l'rnccnblc Thcrmomctr,r SN: 

This testing wris performed: 

This certification cxpi.rcs: 

Signaturi.'· of certifying DJ rss 
Scientist: 

Name of' c:ertil)'ing DllSS Scientist: 

Hdr1·c11cc SimulaltH' 
:f~JlU>-~~_l.'~_(H1'.£ :fpJi!J.!~111 t nt~~ 

13.96 14.0 

09J752 

RWW 

11/0912015 --·--·-·--------

Fllc11 Strnwsini.' 
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1:; :11·•\:Ly ~11J\li1_.1T,-l:'1I k1 if!:;(!U1:l n·11/ :_a:11r;p,,;;1_, :11y:it{\fuJ·; !:~nn J:)f;!f\:1:1111·:, 111:,i;:_u;( i:;1:d1i;\\1. j)(~rlu•!!1 [-,·~11! ,;,J.·'g;~J i.'i"1d 1vp;;H'~: 

(!fJd C:f;.r.•fitiC ihr:,> !dJlf•'/i'U1(! /Jf;-,;;)iil {jf!.'1f\i/'f1!'(.';): 

f I Jj u·1{- de t<,:-1111in;_";jidi i ui I! 1l'-' ._!11:1_1]·1\ ii,1: 1:1 · ii!Oll! \)i !;L1nd Ir:;! I' ... t :;;_i!l':f ,!() <,•! 1-':.C:(!it c' j ;;-1·. I -..~fl Pil i~i!~Ul'~ J LFld JI \I 1t1 ,L'!; :1/1.'.'i'..J: !'> ul ;. -: 1:·!:i.1f"J': 

,-.-,-7·1.n:-in !i1to111:1h ;_)·;/ 11,; 1, 1-l.':-:;»Jn .c·:n(I :HJO. 111 H1ro.H1!l :H:( .. I!~) H>,1111(• 

' \, (. ·, )'• J '. 
·•n11 ' 1'111i,·1 1"1 ;•1 ., ; ,, I ·:, ' 

(c!lt,-it:JJ'. ?~·;n).!.: 

I 
,,.-,, •·.· .. I'.·;::.-.::.\•,,,.,•-,;." c/ .·. •·•, ., ... -·.•"1 

'•' •! ",_,' ; .... ,,• . ./ .. •',· -.i.-.. ! .. ; _ 1;1. ·. ·,,, r, ., .·r 
"··' 

1 

:,. f:~;:1 W:!f:l:::1f::,.r:~'.%~~1~~'.im11::.rn 1 N!}~ir1~ .. 111r1 

l
''r·-1 .• :r;r .-..:.\!-'." •; 1;l.Jl ,\'I.'! 
;\;;111!1 tl•J !~·1J"-6J 

:x1:•·h'-U·;O 1;:t>·x11: Dc;!t·J~, 1 H1'·:: 111-.·i1.1 


