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•• :::~:·. MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 

STATE PUBLIC HEALTH LABORATORY 

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT #7 . 

Complete this report in duplicate al the time of the regular monthly preventative maintenance check, and whenever instrument is repaired. 
Send copy to Department of Health and Senior Services; retain original in department tile. 

ALCO SENSOR IV SN 

094802 
LOCATION OF INSTRUMENT {STREET AND GITY) 

300 N.New Ballas Rd. Creve Coeur, MO 

PRINTER SN 

097.3584.333 
DATE OF INSPECTION 

05/06/2016 
TIME OF INSPECTION 

8:46 pm 
CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val­
ues where determined. Unmarked items must be corrected before usin instrument. 

IZJ DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 

IZJ TEMPERATURE OF ALCO SENSOR (10°C - 40°C) 

IZJ PRINTER WORKING PROPERLY 

IZJ TIME AND DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

IZJ SIMULATOR SOLUTION D COMPRESSED ETHANOL-GAS MIXTURE 

Ill STANDARD SUPPLIER _R_e"'-pC_o _________ LOT # 15001 EXP. DATE 05/20/2017 

IZJ SIMULATOR TEMPERATURE (34°C ± 0.2°C) __ 3_4 __ SIMULATOR SN 802784 SIMULATOR EXP DATE 07/13/2016 

IZJ CALI BRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
Run three tests using a standard solution. All three tests must be within ±5% of the standard value and must have a spread of .005 or 
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATIACHED) 
Ii] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE 
0 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE 
0 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE 

TEST 1,.. .102 TEST 2 ,.. .102 TEST 3 ,... .102 

IZJ RFI DETECTOR OPERATING 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) 

REFUSALS 1 (0-.04) 0 (.05-.09) 0 (.10-.14) 0 (.15-.19) (OVER .19) 0 

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within 
established limits (use other side if necessary) . 

TYPE II PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER 

260007 01/06/2018 (314) 432-8000 

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office 
2875 James Boulevard 

MO 580·1351 (6-10) 

Poplar Bluff, MO 63901 
AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER 

seMces prov1dod on a nondiscriminatory basis 
LAB-114 

dayc



AS IU Ser i.:sl ~10 : 094802 
lJersion no : T32B 

TEST RECORit 00958 
9/ 

TeMP Itat. e Ti l'le 2101 

r1ir Blank: 
05/06116 20: 46 .00~3 

Cal ibr at ion Check: 
28 05106116 20: 46 . 102 

Subject NsMe 

::;1.ib ~ied. I . It. 

0Per at or Naf'le, I. D. 

~ul?'14i) 15i--5 
Locat ion 

C: C: p:o f5o,;K.-:s:fl-

AS IU Serial no: 094802 
lJer s ion no: 5'.;:2B 

TEST RECOHI1 00959 
9/ 

TeMP D.ate TiMe 2101 

r1ir Bl an}(: 
05106116 20:48 . 000 

C.:sl ibr al ion Check : 
28 05/06/lE. 20: 48 • 102 

:::1.ib jed t~ar'le 

Stlb . .iect I. It . 

DPer at or Har'le, I . D. 

D~V//r.cvJ ~5 
Locat ion 

c c/?.o b// K--:51~ 

AS H.l Ser- ial no: 094802 
l)er s ion nc• : 532B 

TEST RECORit 00960 

TeMP Dal e 
9/ 

TiMe 2101 

r1i r Blank: 
05/06/16 20: 50 .000 

C.:sl i br al i on Check: 
28 05/06116 20:50 . 102 

Sllb~iect ~~ ar'le 

:::ubject I. D. 

(!per al or Har'le, I. It· 

~!!1'¢<61> 
Location 

CcPc? r£',u;JC:sfvt 

AS llJ Ser i .:il no: 094802 
Uers:ion n o: 532B 

TEST RECORD 00961 
9/ 

Ter'lP D.3te Ti Me 2101 

uorn: RFI 
12 05/ 06/lE. 2ff: 51 

Sub jecl tfar·1e 

Sub.ied I . D. 

OF·erator HaMe, I.Ii. 

D6UY?-ir7AI ~ 
Local i on 

Ccpc:::>6c.-.?J~Ni 



STATE OF MISSOURI 
DEPARTMENT OF HEALTH AN() SENIOR SERVICES 

BREATH ALCOHOL PROGRAM 

PERMIT 
________ IYPEJI --

MICHAEL T DEUTMAN 
is hereby authorized to insiruct and supervise operators, train instructors, insped~ calibrate, perform field service and repairs, 
and operate the following breath analyzer(s): 

ALCO-SENSOR IV WITH PRINTER 
for the determination o.f the alcoholic conteot of blood from a sa(nple o.f expired air. Permit issued under the provisions of sections 
577.020 through 577.041 .• RS Mo and 306. 111 through 306.119 RS Mo. 

DIRtCTCADF STATE PUBLIC HEAl1H LABORATORY 

NUMBER =26=-0=0.,,..07.,__ _____ _ 

E)(PIRES ,,.,l/_,,,,6,_,./2=0.....,18"'--------
DIRECTOR Of DEPARTMENT OF HEALTH ANO SENIOR SERVICES 

LAB-f{R6-10) MO 580-0771 (6-10) 

8
-- <::"• STATE OF MISSOURI 

DEPARTMENT OF HEAL TH AND SENIOR SERVICES 
BREATH ALCOHOL PROGRAM 

INSTRUMENT OPERATOR CARD 
The named cardholder is authorized lo operate en evidenffaf breath etrohd 
instrument for the determination ofthe efcchoNc content in breath form of expilld1i 
in Missouri. 

Operator DEUTMAN, MICHAEL 
Permit No 260007 
Date Issued 1/6/2016 Date Expires 1/6/2018 



REPCO MARKETING ]NC. 

CERTIFICATE OF ANALYSIS 

3 101·188 STONY8ROOK ORIVE 
RALEIGH, N.C. 2 7 604 

9 I 9 ·876 ·5 480 

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc. 
LOT NUMBER: 15001 
EXPIRATION DATE: May 20, 2017 at 11 :59 p.m. 

RepCo Marketing, Inc. certifies the following: 

RepCo Marketing, Inc. manufactured, tested and supplied Lot Number 

15001 of Alcohol Certified Solution for simulators. Random samples of said lot 

number were analyzed by an independent laboratory utilizing a gas chromatograph 

and found to contain __ .1_2_06 __ gms/dl +/-.003 gms/dl wt/vol ethanol (95% 

Confidence). 

The alcohol and distilled water used in the solution were found to be free of 

any interferring substance. 

This solution will produce a vapor alcohol value of .100 +/-3% gms/210L 

Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator 

(95% Confidence). 

The date of manufacture for this lot number is May 21, 2015 

The expiration date for this lot number is _.....-...M=a ..... v.._2"""0"""''""'"2 .... 0 ..... 1 .... 7 _______ at 

11 :59 p.m. 

This document is a true represen tion of the original Certificate of Analysis. 

Cecil B. Garner, President . 
RepCo Marketing, Inc. 

FormRM02 


