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By Carol Day at 12:58 pm, Mar 01, 2016

MISSOURL DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY e

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REFORT #7

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instiument is fepafred
Send copy to Depariment of Health and Senior Services; retain original in department file.

ALCOS'ENSOFHw O 5_ P(FSIN;‘?G SN 3 5 5_. é, 3?8 DATEOHN; ﬁON / b

LOGAT%ON OF INS U‘.’ENT (STREET AND CITY} ;l?ME OF NSPECTION

Teere Pl ce PRIt 116 S, WALrE Stralemoe bX
CHECKLIST Place a mark in the box by each item if found o be salisfactory or if operaling wWithin established limits. {Write in observed val-
yes v;h/ re dotarmined,) Unmarked items must be corrected bafore using Instrument,

gpfrAL READOUT (ALL ELEMENTS OPERATIONAL)

/ZﬁPEHATUHE OF ALCO SENSOR (10°C - 40°C)

@/%@&n WORKING PROPERLY

on
@/Tiﬁﬁ,AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCUHACY STANDARDS

E(si" LATOR SOLUTION [J COMPRESSED ETHANOL-GAS MIXTURE

EB/s)fANDAHD SUPPLIER. C2Uth Z,Ag . ot (SAX0  exp pare -~ 25~17 “
[B/gMULATOH TEMPERATURE (34°C + 0.2°C) z LZ: SIMULATOR SN 017 SZ SIMULATOR EXP DATE 01204/5

@/CALIBHATION CHECK — {ONLY ONE STANDARD i$ TO BE USED PER MAINTENANCE REPORT)

Run three tesls using a slandard solution, All threg tests must be within £5% of the standard value and must have a spread of .005 of
IeS' Checlc the box corresponding to the standard solution being used. {PRINTOUT ATTACHED)

i 0,100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE

s 0.080% STANDAAD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE

! 0,040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INGLUSIVE

ES)' { OH TEST2 ™ , /0 3 TEST3w /O ol

E(ﬂFﬁ DETECTOR QOPERATING

INDIOATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT;
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

HEFUSALS ](o ,04) ‘(05 .09) l(io A4) {.15..19) 1(ovea .19) (;,

List any new parts and describe any alteration or modification that was made to restore the ms!fumenl to opsrale salisfactorily and wilhin
oslablished limita {yse other gide |f necessary). i

/nﬁ}c e 1S opcﬂ/%w/j +0  SPeCifacAtion

[k aerer
mw 16312 8730952/ 00

Return completed report to the: Breath Alcohal Program, MO Depariment of Heaith and Semor Services, Southeast District Office:
2875 James Boulevard
;. Poplar Bluff, MO 63901
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il

JOSHUA S CARTER

is hereby authorized to instruct and supervise operalors, train Mstructors, Inspect, calibrate, perform fisld service and rapairs,
and operate tha lollowing breath analyzer(s):

ALCO-SENSOR 1V WITH PRINTER

(ot the' determination of the alcoholic content of blood Irom a sample of axplred air. Permil {ssued under the provisions of sections
577.020 through 577.041, RSMo and 306,111 throtigh 306.119 RSMo.

paTe _.1043/2014 .

Lo S

NUMBER 240348

S )

DIRECTOR OF STATE PUBLIC HEALTH LADORATORY

EXPIRES 10/3/2016

Lol \JM&MQ_T»

MO 580-0774 (6-10)

|4 1096 o

OIRECTOR OF DEPARTMENT OF HEALT{ AND SENIOA SERVICES
LAB-4 (G0}

AEe  QTATE OF MISSOURI -
% OEPARTMENT OF HEALTH AND SERIOR BERVICES
L9373 BREATH ALCOMOL PROGRAM

Y INSTRUMENT OPERATOR CARD

Tha named cardholiier {9 aulhorlzad 10 6pE(ESa on svicantal realh Bleohcl
insiruman! for the dalarynation of the alcohnfc centant it brealh fvm of axpred aln

WA

Oparalor  CARTER, JOSHUA
Permll No 240348
Dale jasered 10/3/2014  Date Explres 10/3/2018
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