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...... MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT#7 

Complete this report Jn duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument Is repaired. 
Send copy to Department of Health and Senior Services; retain original In department file. 

ALCO SENSOR IV SN I PRINTER SN DATE OF INSPECTION 
097421 096.3580.987 05/07/2016 

LOCATION OF INSTRUMENT (STREET AND CIT\') TIME OF INSPECTION 

11 O Silverlady Ln Branson West Mo,65737 11:58 am 

CHECKLtST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write In observed val· 
ues where determined.) Unmarked items must be corrected before usin!'.I instrument. 

IZI DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 

IZI TEMPERATURE OF ALCO SENSOR (10'C - 40'C) 

IZI PRINTER WORKING PROPERLY 

IZI TIME AND DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

IZI SIMULATOR SOLUTION 0 COMPRESSED ETHANOL-GAS MIXTURE 

IZI STANDARD SUPPLIER Guth Laboratories LOT# 16040 EXP. DATE 01/20/2018 

IZI SIMULATOR TEMPERATURE (34'C ± 0.2'C) 34.0 SIMULATOR SN SD3139 SIMULATOR EXP DATE 07/24/2016 

iZI CALIBRATION CHECK - (ONLY ONE STANDARD JS TO BE USED PER MAINTENANCE REPORn 
Run three tests using a standard solution. All three tests must be within ±5% of the standard value and must have a spread of .005 or 
Jess. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) 
~ 0.100% STANDARD· MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE 

0.080% STANDARD • MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE 
D 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE 

TEST1,... .099 ITEST2 ..... 101 ITEST3,.. .103 

iZI RFJ DETECTOR OPERATING 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) 

REFUSALS 0 I (0·.04) 0 I (.05-.09) 2 I (.10·.14) 0 I (.15-.19) 1 I (OVER .19) 0 

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within 
established limits (use other side If necessary). 

INSPECTING OFFICER 
SIGNATURE 

~ 

PRINT NAME 

Vincent Collins 
TELEPHONE NUMBER 

(417) 272-3400 

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office 
2875 James Boulevard 

MOS00-1351 (S-10} 

Poplar Bluff, MO 63901 
A» EQUAL OPPORTUNfTYIAFARt,t..\TIVEACTION EMPi.OYER 

~Sp(~OO a~\ory ba$\S 
LAB-114 

dayc



® - . 

GUTH LABORATORIES, INC. 
• 590 NORTH 67th STREET • HARRISBURG, PA 17111-4511 o TEL~PHONE: 717-584-5470 

CERTIFICATE OF ANALYSIS 

Certified Alcohol Reference Solution for Simulator 

Random Samples of Lot Number 1'6040 of 

Alcohol Reference Solution for Simulator were analyzed by 

gas chromatography on January 22, 2016, using a Perkin Elmer Gas 

Chromatograph Autosystem XL SIN: 610N9030209, and found to contain 

0.1213% (w/vol) ethyl alcohol. The expiration date for this lot 

number is January20,2018 at 11:59 PM. 

When used in a calibrated Simulator, operating at 

34°C +/- .2°C, this solution_ will give a breath alcohol 

analysis instrument reading of o·.100 g/210L +/~ 3%. 

The alcohol and water used in this solution were 

free of test interfering substances. 

=u~~ 
Ted L: P aute;:PreSdfillt 

GUTH LABORATORIES, INC. 

NIST Traceability: 
Testing -was conducted using Ceri/liant Reference Standard lot number FN080SJ301 whose 
values are traceable to NIST. 
All balances are calib1·ated annually by an outside agency using NIST traceable weights. 
Calibration verification is done prior to each use utilizing NIST traceable weights. 
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STATE OF. Miss..ovAr
DEPAR'n;ENr op HEA\TH ANb BEN/DA BEilVfcES· 

BRf:Ati-r ALCOH6[ PR08J1ii1v/ . 
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__ ----YINCB;ffr COLLJNs 

DATE 10/3/2014 

!:VDMBEFl 24034!) 

. ·. ----~--
EXP.IRES" 10/3/2010. ,... . .. . : -c------

.. 

Opi:rJ:J.ior .. COJ-L/N~ ViNCENr 
f'etmfINo 24DJ49 

Dai. !Ssu,d 1Dl3/2014 D•t• E.xpir., 10/31201• 



TEST RECORD 00295 
9/ 

TeMP D<ite Tir1e 210L 

flir· illanl<t 
1)5!0'1!16 11:58 . 000 

C<il ibr· ati on Chec:k: 
22 05/07116 i1i58 .099 

S(Jb . .iect l1.1Ne 

Tust ..,o/'--'t __ 
S(tb ._ied I • Il. 

Vifi_.fe. Cof((ns ·a403'i9 
(lperntor ·Har1e. I. D. 

/3ra.11s'!...1J....Wesf PDli'.a,__· _ 
Location 

fiS IU Ser fol no: 097421 
Uersion no~ 532B 

'i'F.ST RECORD 00293 
9/ 

TerlP D.ste Tine 210L 

flir Blank: 
05!0?!16 12:03 .000 

C.slibr·aUon Checki 
2:3 05/tO!!E. 12:03 .101 

Sub . ..iect HaNe 

_I~sf_jl' r. 

Sub .. ied r. D. 

Vrncc c.C.ulns ~wo-~q.q_. 
OPer·atoi- Har1e, I. D. 

·iJ.fX!.LJZ?"- ~SL!J;>/rc.e. 
J,ocst i·on 

ll()Si'lv1,rfc<d.g_t~~}:__.~-

'· 

AS Il.J 8f!rial no: 097421 
\Jers: ion no:- 532D 

TEST RECORD 00299 
' 9/ 

TeMP j);-,te Tine 2101 

Mr Blank: 
[15/07!16 12: 05 • 000 

Caiibrati.on Check: 
23 05/0?/16 i2:05 .103 

_r,ci,..t '.§' 
St~b ... iect IL D .. 

Vtb~J:&i.105.. 'd/·!1'271''1~ 
()per at'or HaNe, I. Ir. 

f3r"<<1SC-"7~f f?<>JkC.. 
Location ' 

!/('/ $1/V/,f' IMl..J-f.!1..~---

flS IU Sei-isl no: 09742i 
Uei-s ior1 no: 532D 

TEST RECORD 00300 
9/ 

TeNP ihte Tir1e 2101 

lJOID: RFI 
12 05/07/16 12:07 

-------
Sub . ..ie-ct · HnNe 

RP:J:.. ~'1'esf 
~Sub,iP.ct I. It. 

Vi~ Cq.t/(ns...:__;;l't0'3~ 
Opei- at or · Harn;, I • It. 

....iJ.t'arrsort_Wcs+. Pa-f/ce... 
I~ocat ion 

Jlf:(),,n so~;es± .MO 

1)~ rJ}VJ 

TEST RECORD 00301 
9/ 

TeMP Dsle Tif.1e 2101 
---- -------- ----- ----
flir Blank< 

05/0?/16 12:08 .000 
S1.1b-5ed Test: f1L1lo 

23 05/07/!E. 12:08 JJ00 
----------------
Stib-5ed Nar·1e 

L .;., 

Ak0..1'-~¥-----
s1.1b.iect I. It. 

11.fLJ~_Co J)iAL ;:!'103' •t ({.._ 
(rper at or NaN<» I. It. 

~a"' W-e.s·± Poli~-:-
I.ocal ion 

jJ"(p S//1,t, t 1~4---
r 


