[RECEIVED }

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES By Caral Bay &

STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT #7

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired.
Send copy to Department of Health and Senior Services; retain original in department file.

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
097432 84.9324.045 08/12/20186

LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
101 Sheriff Dierker Ct., O'Fallon 1:32 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val-
ues where determined.) Unmarked items must be corrected before using instrument.

Y] DIGITAL READOUT {ALL ELEMENTS OPERATIONAL)

/] TEMPERATURE OF ALCO SENSOR {10°C - 40°C)

/1 PRINTER WORKING PROPERLY

El TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS
[ SIMULATOR SOLUTION /] COMPRESSED ETHANOL-GAS MIXTURE

LOT # AG525303 EXP. DATE 09/10/2017

/] STANDARD SUPPLIER [ntoximeters, Inc.

I:I SIMULATOR TEMPERATURE (34°C £ 0.2°C) SIMULATOR SN SHMULATOR EXP DATE

E CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within 5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution being used. (PRINTQUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST {1 & (77 TEST 2w (77 TEST3 & (77

m RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUsALs O ©-04 O (05-09) O (10-14) 1 (15-19) 1 (OVER.19) 2
List any new parts and describe any alteration or modification that was made fo restora the instrument to operate satisfactorily and within
established limits (use other side if necessary).

INSPECTING OFFICER
SIGNATURE

PRINT NAME
» Officer, S. Ginnever DSN 620

TYPE Il PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER

250185 - 08/18/2017 (636) 949-3000
Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office

2875 James Boulevard
Poplar Biuff, MO 63901

MO 580-1351 (6-10) AN EQUAL OPPORTUNITY/AFFIRMATIVE AGTICN EMPLOYER
services provided on a nondlseriminatory basis

LAB-114


dayc


Customer Name . fust Dater 14-Sep-2015
Exclusive Suppﬂer : SR

Intoximeters; Inc.
2031 Cralg Road .

- _S’f Lows Mo 63146

. Lot# AG525303 - Model {08cact

. C‘er‘tl.fie'd Gohdenffafloh L
- 0.080 £ 0. 002 BrAC (218 ppm)
E!alance NS

EDae
) ..‘1 O-Se'p'-_g[m .

Nitrogen

. SetialNo, Concentratlon
EB0010603 392.5 ppm -
- 0 EB0010559 258.9 ppm
: 530010285' : EB0010595 208.9 ppm
(EBO010561 +403,7-ppm EB0010562 104.9 ppm
EB0010681 .52 zz ppm EB0010579 52,94 ppm

Ané__ _‘;'{':al Méthpd; . NDIR

' D!gltagy szgned by Quaua/ﬂcssgtgg

015.09.14 14:5; o ) .
Reason: Diy gas standard cerlification of arialysis oo )
Lacation: Ajrgds USA LLO (Lab) - ‘ 4 z % :

Analyst:
Rod Marsala

is0 17’025:2(105 A2LA accredited. Certificate Number 2989.01
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SCOTT R 'GINNEVER

o ‘:s hereby auihorrzed to msiruct and. supemse operators frain mstructors, mspec! canrate, perform field sonice. and repaws.,
anc! operate the ioi!owmg breath analyzer(s}; '

ALCO—SENSOR IV WITH PRIN TER

: 'a‘orthe determmanon of the alcoho[:c content 0f bldod from a: sample of ex‘plred Air: Pariiit. issuied underthe provnslons of sechons :

577. 020 through 577. 041, F{SMG and 306 111 thirough 506.119 HSMG

Lo i Sem

' mrg, 8/18/2015 |

. NUMBER 2_501_8_5 5

 ExpiREs BUIB/2017

T BIRECTOROF STATE PUBLIC HEALTH LABORATOHY T

80 ek D

805000771 {B-10)

STATE OF MISSOURI
\ DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT ‘OPERATOR CARD

The naméd cardhoider fs authorized fo operafe an evidential breath alcohof
inslrument for Ihe defermination ‘of the alcoholic confent I breath form of expird ain

Operator * GINNEVER, SCorr-
PermitNo. 250185

D}REG'I'OR,OF; DEPARTMENT.OF HEALTH ANG SENIOR SERVICES

Date lssued 8/18/2015  Date Expires 8/18/2017

L4 met0).
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