MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENAN( RECEIVED .

Complete this report in duplicate at the time of the regular monthly prevevLBy Carol Day at 2:34 a0 Jun 09, 2016 d.
Send copy to Department of Health and Senior Services; retain original in department file.

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
100285 093-3563-012 06/09/2016

LOGATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
ARC 2 PATROL VEHIGLE, 7700 NATURAL BRIDGE, NORMANDY, MO, 63121 1:33 pm

CHEGKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val-
ves where determined.) Unmarked items must be corrected befora using instrument,

[V] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

m TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

[/l PRINTER WORKING PROPERLY

IZI TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[l simMuLATOR soLUTION [1 COMPRESSED ETHANOL-GAS MIXTURE

[/l STANDARD suppLIER GUTH LoT # 15120 EXP. DATE 04/29/2017

[/l SIMULATOR TEMPERATURE (34°C £ 0.2°C) ___34.0 _ SIMULATOR SN___SD1615 _ SIMULATOR EXP DATE 07/06/2016

V] CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within 5% of the standard value and must have a spread of .005 or
less. Check the box corresponding o the standard solution being used. (PRINTOUT ATTACHED)
% 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.078% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 = (00 TEST2 = 101 TEST3 = 100

[/] RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 (0-.04) 0 (0s-09) O (10-14y 0O (15-19) O (OVER .19y ¢

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within
established limits (use other side if necessary).

NONE DONE

INSPECTING OFFICER

SIGNATURE ' PRINT NAME

b Bowoh Dwn | Zos BRANDON W. LANGE
TYPE Il PERMIT NUN;BERIEXPIHATI@N DATE TELEPHONE NUMBER

250161 7/22/2017 (314) 385-3300

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 James Boulevard
Poplar Bluff, MO 63901

MO §80-1351 (6-10) AN EQUAL OPPORTUNITY/AFFIRMATIVE AGTION EMPLOYER LAB-114
senvices provided on a nondiscriminaloty basis
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* GUTH LABORATORIES, ING.

590 NORTH 87ih STREET @ HARRIS BURG, PA 17H{1-4511 0 (ELEPHONE; 717.584-8470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution' for Simulator

Random Samples of Lot Number 15120 of
Aleohol Referonce Solution for Simulator wore apalyzed by
gas chvomatogtaphy on May 4, 2015, using a Perkin Blmer Gag Chtomatograph
Autosystem XI. $/N: 610N9030209, and found to confain  0.1209% (twivol)
ethyl alcohol. The expiration date for thig lot
number iy April 29,2017 at 11:59 PM.

When used in a ocalibrated Simulator, operating at
34°C -/« 2°C, this solution will give & breaih alecohol
analysis instrument veading of 0.100 g/2108, +/- 3%.

The alechol and water used in this solution were

free of test interfering substances.

A

Ted L. Pauley, Pres‘{gent

GUTH LABORATORIRBS, INC.

NIST Traceabiltiy: . ' :
Testing was eonducted using Cerilliant Reference Standard lot number FINOSGSI301 whose
values are trageable fo NIST,

Al balances are calibrated annually by an outside agency using NIST traceable weivhts.
Calthration verification is dane prior fa edeh use wtilizing NIST traceable weights, .




