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,f;ii~:~~ MISSOURI DEPARTMENT OF HEALTH #ID SENIOR SERVICES 
/'~~,\ STATE PL'BLIC HEALTH LABORATORY 

PAGE 02 

\~5j ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT F.7 
~.,,,.,_,,.,.,., 

~----'~·- --------------------··----· 

Complete this report in dupllcate at the time of the regular rnonth!y prevRnfative maintenance e;'leck, and \vhenever instrument is repaired. 
Send copy to Department of Health and Senior Seivices; retain original in department file_ 

ALCO SENSOR IV SN / PRlNTER SN - DATE OF INSPECTION J 

~· _10_.2_4_58 ___ ~-----,,----~'-0_9_3._35_7_8_.2_5_2 ______________ -f-0_5_i0_4_i_2_0_16 _______ ~ 
LOCATION OF INSTRUMENT (STREET AND CllY) I !ME. OF INSPECTION 

116W. Brooks St. Brookfield 12:39 pm 
f-------------------------------------,----c--~--ccc------c-,---,---c-------j 
CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val-

ues where determined.) Unmarked items must be corrected before using instrument 

IZ! DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 
~~--~------~-~~----~--~--~-~-~--~---~--~------j 

ll) TEMPERATURE OF ALCO SENSOR (10°C - 40°C) 

llJ PRINTER WORKING PROPERLY 

IZ! TIME AND DATE DISPLAYING PROPEnLY 

BREATH ALCOHOL ACCURACY STANDARDS 

llJ SIMULATOR SOLUTION 0 COMPRESSED ETHANOL-GAS MIXTURE 

Ill STANDARD SUPPLIER Guth Lab_oratories_ln£_ __ LOT# -1§_2_2_0 ____ EXP. DATE 09/28_/2_0_1_7 __ 

IZ! SIMULATOR TEMPERATURE (34°C ± 0.2°C) 34.0 SIMULATOR SN SD2763 SIMULATOR EXP DATE 04/01/2017 

IZ! CALIBRATION CHECK- (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORD 
Run three tests using a standard solution. All three tests must be wilhln ±5% of the standard value and must have a spread of .005 or 
less. Check the box corresponding to the standard solution being used. (PRINTOUT AITACHED) 
IZ! 0.100% STANDARD - MUST READ BETW. EEN 0.095% and 0.105% INCLUSIVE 
0 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE 
0 · 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE-· 

TEST1 ..-0.105 TEST 2.,. 0.103 TEST 3 ..- 0.103 

llJ RF! DETECTOR OPERATING 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE: THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) 

REFUSALS 0 (0-.04) 0 (.05-.09) 0 (.10-.14) 0 (.16-.19) 0 (OVER .19) 0 

List any new parts and describe any alteration or modification that was. made to restore the instrument to operate satisfactorily and within 
established limtts (use other side ii necessary). 

Instrument placed in service at Brookfield Police Department. Instrument is operating within Department of Health standards. 

TYPE I PERMIT NUMBER/EXPIRATION OATE TELEPHONE NUMBER 

260211/05/03/2018 (660) 258-3385 

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office 
2875 James Boulevard 

M0580-f351 {6·10) 

Poplar Bluff, MO 63901 
AU EQUAL O?POi'llU'lm'IAFFIR!.tATIVE ACTI0.'1 EMP.l..OYS't 

,,.,_,,..,.,,. p<il\•<led or. II O;>t>JOp"im.""'\~>lfY t>3~~ 
LAB-114 

dayc
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CERTlFICA TE OF ANALYSIS 

Certified Alcohol Reference Solution for Simulator 

Random Samples of Lot Number 15220 of 

Alcohol Reference Solution for Simulator were analyzed by 

gas chromatography on September 30, 2015, using a Perkin Elmer Gas 

Chromatograph Autosystem XL SIN: 6!0N9030209, and found to contain 

0.1214% (w/vol) ethyl alcohol. The expiration date for this Jot 

number is September 28, 2017 at 11 :59 PM. 

Whep used in a calibrated Simulator, operating at 

34°C +/- .2°C, this solution will give a breath alcohol 

analysis instrument reading of'_0.100 g/210L +/- 3%. ____ .. 

The alcohol and water ·used in this solution were 

free of test interfering substances. 

~,/c?~o/ 
Ted L. Pauley, President 

GUTH LABORATORIES, INC. 

NIST Traceability: 
Testing was conducted using Cerilliant Reference Standard lot number FN0805/301 whose 
values are traceable lo NIST. 
All balances are calibrated annually by an outside agency using NIST traceable wdghts. 
Calibration veriftcal/on is done prior ta each use utilizing NIST traceable weights. 
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----------AS 11! Serial no:i: 1024'58 
iJer.-s ion no: 58ZB 

iEST R](:OJ;:It 00087 
~1 

TeM~ TJa\e !il'le 2i'EIJ.., 
---- --~ ...... -....... 

____ _. ----
'J0Ill: Kfl 

1Z 05:'04/16 00:44 
-~-~~~ .. -·--

$1.•tdi;,c\ HaP11<: 

B FJ:_ c,ha.;_;.1<_. 
Su\::1 5ec:\. l .I~~ 

--·-------" ·or NaMe, r.D. 
5e1?/"'i_1<h /)!~~ 1Go?ll_ 
1.oc ati on 

B rtH; t5flfli _J}.-_Q_ __ _ 

-----~ .. -~-···· -~-----

. 

AS IIJ SE-.-ial nc•: 1024:<8 
i.,ler s i.ori r10: 532:8 

i:EST R:F.DJRI1 60086 
9) 

1'eMP J),,\>? TiMe 210L 

~fr Blarck: 
05(04/16 00: 42 • 000 

f.31 i b1· ati on ChE.>ck: 
22 (?.S/t'<4/16 00:42 • 1~3 

--------
Sllb .iec\ t-1 a Ne 

l he.c-!(_:tt ;', 
Sub SK\ J • D. 

OF·>?r.alor. N.;,Me, I. D. 

Suun ;uh 8ittJ(e::; U,C,21L 
1.c.c.1Aii>n 

D ro!:Jl..0c.!cl P D 

. -···· 
\ flS 1\J S>?rial no: 1i!l2458 
\, J)ersion no: 53ZB 

lES1 RI:L.tfRI1 00085 
.:;i/ 

1'e1~P Xtste TiP!e 2!8L ,.., ___ ,... _____ ,.. ___ ,.. __ 
!iir Iilank: 

05/84/16 00:4€1 .0ft>l! 
Cal ibr al i or. Gh>?d: 
.21 05/f14/16 00:40 .103 

Subject lhne 

Cl11e.-c.. I( ·t:f Z.. · 
Sub~ecl I.D. 

Operator 'i'l;m~, I.D. 

~ttv>11.J1 f3iul<c..- 2(,,o_zll 
location 

brw/(f;eh(.P_-~ !)_. _ 

--.,--·-··-----·--··-
f1S 1'J $0' )al t<C•~ t024:'13-
\\er; ic.•O net:. 532B 

1:EST Rtr·.O'iff' 00i1S4 ':ti 
1eMf Dale !iMe 2\0L 

-·~-----'"· ___ ,,.. -···~-___ ... 
i\if illarik: 05/04/lb ~0:39 .BBB 
Cal \br ot i.on \;h<?ck: 

21 05l(~4t1t. e~1~ 39 .. 1 e~. 
---~, ___ .......... .,,., 

$\.lb je1:\ !·~a.Me 

Ch t-C 1< 1f I 
~~···--·-·-------···~ 
~:i..lti ject. l. .1). 

......-:-···.._,.---;-.- ------- •4·--

(lper at rl\•" ·tt::1M'f'~ l.:n, 
'5uu•"';,.,.11 f;lt1Xv IJY.J Z! i ---~---·· __ .. __ , .. :-
10.:at i(in 
~<fit!.f:Lf J2 __ . _ 

---,,,,.,_. .. ,~-·"""" ___ , ___ M 
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STATE OF MISSOURI 
DEPARTMENI OF HEl.\LTH ANO SENIOR SERVICES. 

BREATH ALCOHOL PROGRAM 

PERMIT 
TYPE II 

JEREMIAH W BLA_KE_R 
is hereby authori~ed to Instruct ancJ supervise operators, train Instructors, lnspecl, ca.Jibr!lte, perform field saivJce and repairs, 
and operate lhll following brealh analyzer(s): 

ALCO-SENSOR IV WITIJ PRINTER, INTOX :pMT 
for the deterrnin.<ttion Of the all:oholic content ofJ>lood Iron\ 1,1 sample. of expired air. Permit issl!eod under the provisions of·sections 
577.020 through 577.041. RSMo and 306, 111 through 30'.J· 119 RSMo. 

DAW. 5/3/2016,__ _____ ~ (AJ& ~ c==--=:-; 
.blRECTI;)R q~ SJMi;;:~UBLtc H~L TH L4,fjtfR/;\TORY 

NUMBER 260211 

EXPIRES ~51~31~2~0~18"-----~-~ 
01_Recr9R OF: PirPAITTMa\rr oF H'f;A!.TH ~o s_EN10R SeRvicEs 

MO ~-0771 (6-.l_OJ_ 

. I 
-.l 

STAT!:! OP MISSOURI 
W::PAR~l;.ifr OF ~EAL'iH AMQ S~JO~ $ER\tJ¢f.$ 
P~ni A.'-cCPHl?l. fl~qG:fWA 

INSTRlJMl::NT OPl;RATOR CARO 
Ttw fl&f11ed c;8J'IJhdQer 1$ e11thl'ri~ed,., opera le an eyr:Jen~altue~th efO?llQI 
/fls:fn;ment !Qrtl".e f/a@rm!MllM Of i~ B/oX>h$ CQnfflnl In M>ath form Q{exp/IW ii 
/n/~SSt;lU!f. . ' 

o~rator E~R, JSRE;M!AH 
Penntt: No 261)~11 
o;itti lij;&\Jed S/:¥i!Q16 oatJJ explm 91J1_201s 

~/o.B-4 if!S,1f;l 


