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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT #7 

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired. 
Send copy to Department of Health and Senior Services; retain original in department file. 

ACCO SENSOR IV SN 

102469 

LOCATION OF INSTRUMENT {SIA.EET AND CllY) 

PAINTER SN 

095.353.193 

Lafayette County Sheriff 107 S. 11th Lexington, Mo. 64067 

DATE OF IN$Pl'CTION 

07/04/2016 

TIM!: OF INSPECTION 

9:00 pm 
CHECKLIST: Place a mark in the box by each item if found to be satisfactory or it operating within established limits. (Write in observed val· 
ues where determined. Unmarked items must be corrected before using instrument. 

!ZJ QIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 

lZJ TEMPERATURE OF ALCO SENSOR (10'C - 40'C) 

IZJ PRINTER WORKING PROPERLY 

IZJ TIME ANO DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

lZJ SIMULAIOR SOLUTION 0 COMPRESSED ETHANOL-GAS MIXTURE 

IZl STANDARD SUPPLIER Guth Leibs LOT# 14220 EXP. DATE 09/24/2016 

IZi SIMULATOR TEMPERATURE (34'0 z 0.2'C) _ _:..3_4._D_ SIMULATOR SN SD2275 _ SIMULAIOR EXP DATE 03/02/2017 

IZJ CALIBRATION CHECK- (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
Run three tests using a standard solution. All three tests must be within ±5% of the standard value and must have a spread of .oos or 
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) 
IZJ 0.100% STANDARD- MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE 
0 0.080% SIANDARD - MUST READ BETWEEN 0.076% and 0.064% INCLUSIVE 
o--il.040%-sTANDARD • MUST READ BETWEEN 0.038% _an_d 0.042% INCLUSIVE -

TEST 1 """.101 TEST 2 ..- .102 TEST3..- .102. 

lZJ RF! DETECTOR OPERAllNG 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
{DO NOT INCLUDE SELF·ADMINISTERED TESTS) 

REFUSALS 0 (0·.04) 0 (.05-.09) 0 (.10-.14) 0 (.15-.19) 0 (OVER .19) 0 

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within 
established limits (use other side if necessary). 

Meets DOH Standards. 

TELEPHONE NUM!3ER 

(660) 259-3622 

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior .Services, Southeast District Office 
2875 James Boulevard 

MO 5E0·1351 (5·10) 

Poplar Bluff, MO 63901 
I..~ EQUA~ VPFCATV:-JJTY/AFFONl.ATII/:;. ACTION E:~.t.e>LOYEP. 

a..,.1c~ pl<:T.X!e;:J 171 • l\~reS~MITJr,~!1)()1 bu~ 
J_/\.8-114 

dayc
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. ® . . . . . . . . . . 

· GUTHLA.BORA\OR1Es, JNc. . . 
. · 590 N~RTH '.Iii STREET t . H.ARRJSBUhG 1 PA '17111• 4.!511 ' ~PHONE: 717~0. 

CERTIFICATE OF ANALYSIS 

. Certified. Alcohol Reference Solution fox Simulator 

Random Samples of Lot Number ·14220 - of 

Alcohol Reference Solution for Si.m.ulatox were analyzed by 

gas chromatography on September 25, 2014, using a Perkin Elmer Gas 

Chromatograph Auto.system XL SIN: 61ON9030209, an\l. found to cout.aill. 

. 0.1..209% (w/vol) -ethyl. alcohol.° The expiration <W:e for this lot 

number is Septemb"er 24, 2016 at 11 :59 l'M·. 

When used rn a calibrated Si..m,uJ.atox, o:eerati.ng at 

_ 3<)'.Q +/- __ .2. °C, this sojution _Yli.ll give a bi;_.,_aih aJcohol 

analysis instrument reading of 0.100 g/;210L +/ ~ 3 % . 
• • ' _j.. 

The alcohol and water nsed in this sohi.tion were 

free of .test "interfering subsiances. 

NIST Tractability: 

c~~--· 
Ted . L. Pauley, hesideni 

GUTH LABORATORIES, INC. 

Testing wa~ conducted using Ce'ri/liant Refer.nee Stanclcr:rd lot n~mber FN0805I30J whose 
Vdliti:.s are iraceabl< to NIST. . . · 

v All balanc<s are cl'librnted ann~alI)· by ·ITT1 o1LIJide ,!gency utini NiSI ITdccable weighti. 
Caffl3rafion 1•erlfkation 'is don~_prior to each use utilizing ]{IST i7qceab.le we.ight.s, 
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AS · 1\.1 S<?rial no: 'HJ2469 
l..-'ers ion no: 532B 

ITST RJX.DF'Jl 00256 
91 

Tl?PlP Dat-e TiPl'e 2101 

flir Blank: · 
07 /~'4 / l E. 2U ll3 . 000 

Cal i.br 3ti m Q-iec,1<: 
21 07/£,4/16 21:83 .101. 

Sub...ie•:t t~.a~'l·? 

CJ- C~-"'---
S.1..1b.5~ct I .D. 

DF£-r .ator N21.,·r::, I. D. 

uJ 'J.Scc<.J-1 ---
k•cat ic1f"1 

~-0 

FIS IIJ Serial no: 1024f.9 i 

l . ..'ersion no: .532B ,1 

n:.sr. RICORD 002::'·7 . 
9/: 

T<c>MP lJat<c> Tit'l'? 2l(:)L 
--- ---·- ----
f\ir Ji:l ank; 

0?/134116 2l: B4 . 000 
C<;! i.br at i. rA·, Ch8c:k: 
22.'37/"fi~S./.\6 21:04 w 102 

-------··----·---
Sub ... '-':::-ct. !~<:iNe 

CA - ~h.e-<.L __ _ 
Sub . ..iect I. I1. 

[i"Pl:?t· ai. or· ),!.::.:f'~e, I. Ir .. 
C,,1- JS"t>o'-\ 1 
toe at;, c•ri 

~e..s_v 

AS !V Se:r ial nc: 102469 
'Version no: e02B 

TEST REC:•)lUl 00258 

Te1'1r· Date 

Air Blank: 

'l/' 
Ti!'1e 2101 

0?/04/'.\6 2,.:137 .. 0B0 
Cal ibr at ion Check: 
23 13?lG~il16- 21 :!)7 .102 

Sut. J•?cf. H2.NE· 

G,~fk~?,, ------
2J_~b ..iect 1, D~ 

--------
OF-:-r~tor· H,:11'1€":- I.II, 

G..x ;).5DcL\ 1 
---------·-· --U:icat. icin 

LG':,o __ _ 

--------

AS JU Serial no: 1024~9 
Ver 5 i c•n no~ :t32B 

T£8T RECORD 

TePlP D.;t" 

V01)): RFl 

00259 
91 Ti,,.,. 2100:. 

12 07/1.:14/16 21; 08 
------·· 
~:ub ... ier":l !iBr·l'? 

Cc\ - <k.J 
------· ----

Sub..'ect _T,D, 

-~----------

0Po?r -~t Crr NBMe~ I. D. 

C.,~ .;). s-oo'-l { 
----·------ ----
L•xat i cin 

Lc....s,,o ----·-------

~ 
G) 
[T] 

CS) 

"' 
----­CS) 

"' 

co __, 

----­"' "' 
----­"' "' >-' 
en 

N 
N 

"' "' 
en 
en 
co 
N 
Ul 

"' "' co __, __, 
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STATE OF MISSO,URI 
QEPARTMENT OF HE}l TH AND SENIOR SERVICES 

· ~ ' . BREATH ALCOHOL PROGRAM . 

PE.RMlT 
·.TYPE; H 

, ~ ·v 

DALELCOX 
is hereby authorized 10 instruct and ~upsrviss·operiJ.\ors, Jrll)p \ristJ:uctors, Inspect, calibrate, periorrn field servl~e and repairs, 
and op..rate th•i following breath anaJyzer(s): · · · 

ALCO~SENSOR N-WITR PRINTER, rNTOXDMT 
for the determination of the alcoholic oonten1 of blood:frotn a sample of expired o.ir. Perrnit l~uod un,derthe provisions oi sections 
577.020 through 577.041, RSMo and 806. 11i through 306.119 RSMo. 

NUMBER '.2"'"5""0"'0-"-47"-----~--­

EXPIRES 2/20/2017 

op~t"ator: cox, a£..L.E 
Penflit No 25C>0~7 
Da~ !sstJed212.0/201S .. 'oale EXplres Z/20/ZU17 

DIRECTOR OF DEPARTil'IENT Of HEALTrl ~D 86NIOR &fi'VICES 

LAB-4 {R.S-1o} 

' 

I 
' 

I 
I 
·I 

./ 

I 


