
/.i$~:j::~:;~ MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 

1'~ /) STATE PUBLIC HEALTH LABORATORY 

~~":1.,.~~~( ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT 117 

·----
Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired. 

Send copy to Department of Health and Senior Services; retain original in department file. 

ALCO SENSOR IV SN PRINTER SN 

105444 096.3580.865 
LOCATION OF INSTRUMENT (STREET AND CITY) 

Clever Police Department 304 S. Clarke Ave. Clever, Missouri 65631 

DATE OF INSPECTION 

07/15/2016 
TIME OF INSPECTION 

2:20 pm 

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating wit11in established limits. (Write in observed val

ues where determined.) Unmarked items must be corrected before using instrument. 

IZJ DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 

!ZJ TEMPERATURE OF ALCO SENSOR (10°C . 40°C) 

IZJ PRINTER WORKING PROPERLY 

IZJ TIME AND DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

IZJ SIMULATOR SOLUTION D COMPRESSED ETHANOL-GAS MIXTURE 

IZJ STANDARD SUPPLIER Guth LOT ft 16080 ................................ EXP. DATE Q~(99/2017 

!Zl SIMULATOR TEMPERATURE (34°C ± 0.2°C) 34.0 ... SIMULATOR SN.. SD2259 SIMULATOR EXP DATE 02/16/2017 

0 CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
Run three tests using a standard solution. All three tests must be within ±5% of the standard value and must have a spread of .005 or 
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) 
IZJ 0.100% STANDARD· MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE 
0 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE 
0 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE 

TEST 1 ,... .097 TEST 2 ,,.. .097 TEST 3 ,,,. .097 

IZJ RFI DETECTOR OPERATING 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) 

REFUSALS o (o-.o4) o J_(.o5-.o9) 2 _1_~~-.14) o I (.15-.19) o J (OVER .19) ___ o __ , 
List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within 
established limits (use otl1er side if necessary). 

PRl~IT NAME 

Randall E. Bruce 

TYPE II PE IT NUMBER/EXPIRATION DATE TELEPHONE NUMBER 

Perm int Number 250082 Expired 05/11 /2017 ( 417) 7 43-2544 

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office 
2875 James Boulevard 
Poplar Bluff, MO 63901 

-----
MO 580· 1351 (6-10) AN EQUAL OPPORTUNlTY/AfflnMATIVC ACTION EMPLOYER LAB·ll4 

dayc



Ti.r•\c· 2J.€1J. .. 

A). r :i:: 1 ank : 
0?1115116 14!?? ,000 

::::ub j1;-·c t T (~::.: t ~ f1 ut ( 1 
24 G7/i5/1G 14~?? ,000 

-'f~lq1J7 __ ,__. ..... ----···-- ·---···--
r::ub ,:ii:·c t J , D. 

(.)1:·12 r .;'J·:: Ot' H.;=1r•w' r. JI. 

.. Cht. .... 7!:.~~~- . ··-----... 
loc<i'i.) on 

.C~.J~/d ____ .... _ .. _____ _ 

'3c_'l ... ~.-.CJa.,}fL__ .. ... ··--·---

._.... .. _ .• ---- -~----··: --'\ - --t.1 •.-.·, ... --· . ·.·1·. ·~ ... -.• ,'.-.:_·, ;, {:i, ,j, . 
(if.; n..1 ~+r ),.ci,1, I 

\.lc~r~:).on no! 5:3::>r: 

\JOJ.'.fl: VFJ 
). ~·~ (~i'? / :i. ::~ / :i. c :i. 4 ~ ?::;: 

··-···-----·····-·--······-··········· -~~.~-·-.. ·~·-···~ ........... ----·--· 

f!_Cf_~[ BQ. ____ .......... ---·-

.. ~---~ .. Cf {YJ<t.. ··--------

,.,. _________ ., ____ . 
-·----~h" __ _ 

AS ru Serial no: l05444 
\.11-:.'t~ ~: ). 0 n no~ ::1:3 ?l: 

Tir•1i:· 21.01.. 

ti). r r.: ). <!ri}: ! 
0 17·!1~i/1G 14!?~~ ~0BG 

i>• J i. )y ;ri. j \1!"! C:hE· d::: 
"::;~~~ ;~:;? / 1 

:i. ~.·~ / :l 6 ~\. i'.} ; ::~··'/ ' ~·J 9'"? 

·-·-.. ·- ---··-······ ... ··-·-----·-
'6:~ . .-,;:;.~:;.;~~.;r ).\.; :1•1 e, J · ) 1 • 

tij __ :.\(~((._ ... ,_,, ____ _ 
'Loe ~r~. :~. or1 

.C.\e~c ... ? .o. ----- ................. ---

.~011 ___ ~_, __ Q~.t~~- -- ·····--·-·--· 

·---··-----~·· .. ·····-~---:...~-~.: ___ . ____ _:_ __ . -· 
A::; r I.) f;(?r i .:::i J no~ :i. tl54 t~ 1:.} 
\JE't- ~: i c:iri no: s:~:?r: 

ti\1- :~:J.<::1'1k: 

G7/l5/iG 14:8G .000 
C-::iJ .. i.t:;,.. .:::t :ion Ch1~1 c}:: 

?:::; f!? /1 

:i. ~~·j / ). (i :.;, •'.). ~ ~::n II ~:i 1~•;; 

···----"-.,-.................. ····-····---····· -
'.~;ubji:,i: .. \. f .. !t:1 11c 

.. I~-~.~ .. --... 
. .. ·~------·-·· ·······~.~--------

(i :l. r· }:: l .:=n ·1~}:: ! 
Ci? r' :i. ':i ,.-' :i (, j_ "1-; ::<: , 0 Ci(~ 

C.:3 l i. !. :r .:/. :i. c11 ·1 Cl -,i::, t. ):: : 
:?::.:, ;· .. :;:? / :i. '..'i/j_(, :i .. -:~. ~ :;;:~· 1: t t;'.i9? 

- 113 ._JfM:_;tL ___ ..... 

..... 

. at.·12.!5;;,· ''· ~ 

.:Lai;~----- .. ,.. _______ _ 



ST ATE OF M'.ISSQ:U·R I 
DEPAf~TfvlF/'-ll OF HF.Al.TH AND S°F,:N.;IOn SERVICES 

BRf.AT}·I Al..COHOL PnOGF{Alvl 

TY:P·E IT 

RANDAI_JL E BRUCE 
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ST ATE OF MISSOURI 
DEPARTMENT OF HEAL TH ANO SENIOR SERVICES 
BREATH ALCOHOL PROGRAM 

INSTRUMENT OPERATOR CARD 
Tho nomad cordh(.lfdor is 8u/horizod to oporoto trn ovidonlilll breolh tJICOhol 
lf1sfrumonl lor (ho <lolorminofion of /ho alcoholic conlonf in bro8/h lorm of oxpirod oir 
if' Missouri. 

Operator BP,UCE, RANOALL 
Permit No /.50082 

Date Issued 5/11/2015 Dato Expires 5111/2017 

l •1./;.1 ,·1'::'. If.: 



CERTIFICATE OF ANALYSIS 

Certified Alcohol Reference Solution for Simulator 

Random Samples of Lot Number 16080 of 

Alcohol Reference Solution for Simulator were analyzed by 

gas chromatography on March 9, 2016, using a Perkin Elmer Gas 

Chromatograph Autosystem XL SIN: 61ON9030209, and found to contain 

0.1210% (w/vol) ethyl alcohol. The expiration date for this lot 

number is March 7, 2018 at 11 :59 PM. 

When used in a calibrated Simulator, operating at 

34°C +/- .i0c,- -this--s-oiution will-- give a breath alcohol 

analysis instrument· reading of 0.100 g/210L +/- 3%. 

The alcohol and water used in this solution were 

free of test interfering substances. 

NIST Traceability: 

~v~ 
Ted L. Pauley, President 

GUTH LABO RA TORIES, INC. 

Testing was conducted using Cerilliant Reference Standard lot number FN08051301 whose 
values are traceable to N !ST. 
All balances are calibrated annually by an outside agency using NIST traceable weights. 
Calibration verification is done prior to each use utilizing NIST traceable weights. 



State of Missouri ) 

) 

County of Christian ) 

AFFIDAVIT 

Before me, :he undersigned authority, personally appeared Randall E. Bruce, who, being by me duly 

sworn, deposed as follows: 

My name is Randall E. Bruce, I am of smmd rni.nd, capable of making this affidavit, and personally 

acquainted with the facts herein stated: 

lam the custodian of records for the Clever Police Department Alco-'Sensor IV, located at the Clever 
Police Department. Attached hereto are S pages from my Alco-Sensor TV records, The L1 pages of records 

are kept by me, in the regular course of business, and it was the regular course of business of the Clever 

Police Department for an employee or representative of the Clever Police Department, with knowledge of 

the act, ever.t, condition opinion, or diagnosis recorded to make the record or t0 transmit information 

thereof to be included in such record; and the record was made at or near the time of t·he act, event, 
condition, opi.nion, or diagnosis. The records attached hereto are the original or exact duplicates of the 

original. 

(··---y , .. - ... ~ .. ----·-~-
./-f-4- ,:_____ . c/~- :------.. ~A r;ar;r--- ·----....... 1an · 

State of Missouri 
County of C'.iristian 

Subscribed and sworn to before me this J 'l, 



Missouri Depa1·tment of Health and Senior Services 
P.O. Box 570, Jefferson City, MO 65102-0570 Phone: 573-751-G~OO FAX: 573-751-6010 
RELAY MISSOURI for HeCJrin9 and Speech Impaired 1-800-735-2966 VOICE 1-800-735-2~G6 

Peter Lyslwwsld 
Director 

Jeremiail W. (Jay) Nixon 
Governor 

SlfM''U'"LATO'R C'E'RJ"'\f'F'I'CAT'I'ON' D'E'PO'RT Jl. . . . . . . . ; . . ..IL -{ . . . . . . . J .. '- . . . . . 

SilYJlTLATOR INFORMATION 
Simulator Serial Nt11nber: SD2259 iVTanufocturer: Guth 

IVlodel Number: 10-4D 

Agency: CLEVER PD 

Agency Address: 304 S CL/\RJ<E ST, CLEVE'.:R. IVIO 65631 

NIS1' 'IELEHJVf OIVlEI'ER lNFO:R.MATION 
Serial Number: 093752 Bias: 0.00 

Uncertainty: 0.0?. 

Date ofCcrtificat.ion: 9i8/20 J. .5 Date of Expiration: 9/8/2016 

ENVIRONMENT AL CONDITIONS 
The cnvi.ronrncntul conditions during testing are within the tolerances of DllSS BA.F.' method 3. 

VERIFICATION RESULTS 
Simulator Aveni~ 

34.00 

NIST Avernge 

33.99 

Combined U.ncertaintv 

0.03 

Tile co1nbi11~d u11c~nniri1y i> cnkula1.:.d with n k "2 vnluc. 

ADJlJSTlVfENT RESULTS 
No acljust111c11I wns needed. 

DH tc of' testing: 2/16/2016 

C'.<~rtifo-.ation Expirntion: 211612017 

Simuliitor t<.!sting technician: D. I.UCAS 

Notes on Condition: none 

Deviation(s) from 111cthocl: 11one 

DHSS BAY Scicnt.i.~t Approving: l.:IJ,FN STR,\WSINJ:: 

Certification No: SD22S9 2162016 

x 
DHSS BAP Scientist Approving 

Simulator Calibration Certification 
3.6A 

Breath Alcohol Program DHSS BAP Document 

Issued by Lab Manager, DHSS BAP 

Issue Date: 01/:::J1/2016 
1903 Northwood Drive, Suite 4 Revision 0 

Poplar Bluff, MO 63901 Paqe 1 of 1 O 


