RECEIVED
MISSOUR] DEPARTMENT OF HEALTH AND SENIOR SERVICES By Carol Day at 12:58 pm, Mar 01, 2016
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANGE REPORT REPOAT #7

Gomplete this repont In duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired,
Send copy to Depariment of Health and Senior Services, retain original in department file.

ALCO SENSOR |V St PRINTER SN DATE OF INSPECFION
105446 099.3586.164 02/03/2016

LOGATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
401 N. Bynum, Lone Jack, MO. 84070 2:06 pm

CHECKLIST: Place a mark in the box by each itemn if found to be satisfactory or if operating within gstablished limits. (Write in observed val-
ues where determined.) Unmarkad items must be corrected befors bsing instrument,

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR {10°C - 40°C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

m SIMULATOR SOLUTION 7 D COMPRESSED ETHANQL-GAS MIXTURE
STANDARD SUPPFLIER Guth Laboratories LoT # 14220 EXP. DATE Q9/24/2016

SIMULATOR TEMPERATURE (34°C £ 0,2°C) ___34.0 _ SIMULATOR SN __SD3318  SIMULATOR EXP DATE 02/09/2016

GCALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tasts using a standard solution. Al three tasts must be within 5% of the standard value and must have a spread of .005 or
lass. Chack the box corresponding to the standard solution being used, (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 # 0.086% TEST 2% 0,097% TEST 3w .007%

7] RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

AEFUSALS 1 (0-.04) 0 (os-08) O (10-14) O (16.19) O (OVER .189) 0

List any new parts and describe any alteration or modification that was made 1o restore the Instrument to cperate satisfactorily and within
gstablished limits (use other side if necessary).

INSPECTING OFFICER -~~~ I

N oL (R as Zach Argetsinger

TYPEA PERMIT NAEERIEXPIRATION DATE TELEPHONE N;M2BE$E
2650044  02/20/2017 (816) ©897-2417

Breath Alcohol Pragram, MO Department of Heaith and Senior Services, Southeast District Office

2875 James Boulevard
Poplar Bluff, MO 63901
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14~ GUTH LABORATORIES, INC.

30 HOBT £ SYELNT ¢ MARDEASURG; GA THAG 4511 © THLEFGOM; HIH8EE

CERTIFICATE OF ANALYSIS

Cerfified Alcobel Refercace Solwtion for Simulater

Random Samples of Lot Number M2 of
Alcobol Reference Salwtion for Simuylater were analyzed by
225 myeﬂw&ﬁltmamﬁm&s
Chnmqshmmﬂsm $10N9030209, and found to costain
0:1209% (wivol) ethyl alooliol. The expiration date for this Jod
number is Septomber 34,2016 &4 11:59 PM.

WMmaahbﬁsdﬁmhw:

U E . SR A

340C - +/- .2°C, this selutien will give a hrcmh al&a&ml
anslysis instrumont reading of 0.188 L2181 +/- 3%.

The alcohol apd water used in this solution were
free. of test ipterferiag substancos.

Ted L. Pauley, Presides
GUTH LABORATORIES, INC.

NIST Traceability:
Tostiag was conducied wiing

values are iraceabls fo MIST,
Adl balamces are calibrated answally by an awipide agency srivg NIST traczable weights.

Calibration verification i done prior to cack #1v wriliziig NISY tracesble welghts.

Ceoriltiant Refersace Standard lot number PNpoasiiel whase

Ga/v8  Jovd
at T1:IT 8182/6Z/E0



- BTATE OF MISSOQURI
DEPARTMENT OF HEALTH AND s‘&mq’m SERVICES
BREATH ALCOROL Pmmmm

PERMIT

TYPE li
__LACHARY A ARGETSINGER

ls haroby autharized to. Instust and suparvigs operaters, train ingteustors. | ; et el e e
and gpotats thy falfamfag.-bmmh-amalyz}:»ﬁrféé).: RAETors, Train Instctolots, Inapact, vallbrats, perforew fisld iserndios: and topalss,

____ALCO-SENSOR [V WITH PRINTER

tor'tie determination ofihe aleaholis cantaht of blagd fiah & sample of-expi i frolt igsted updar thikirexlsir i .
R b ale i L et oyt PN R St T “ AT ‘expirad ait; Parmit igsted undey the praxtsl ] g
B¥7.030 thioligh 671,047, RSMo and 806.117 thro. \gk 208, 119 REMo, o " ung of sdetions

P

e R L E

oare . 2/20/2018
DIREQTON OF SYATE GURBLIC MER.TH EASIRATORY

uizn 250044 B Vol U-p

EXHIAES 2202017 S . > -ag;h%dlum%r____
DIREGTYORUF DEPARTM ENT OF HEALTHANTHELOR SERAOES
WEBEERA (i) LABY {B6+10)

STATE OF MISSOURI
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