By Carol Day at 2:55 pm, Mar 24, 2016

[RECEIVED }

MISSOURI DEFARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT &7

Complete this report in dupficate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired.
Send copy o Depariment of Health and Senior Services; retain original in department file,

ALCO SENSOR IV SN PRINTEAR 8N DATE OF INSPECTION
105446 099.35686.164 03/06/2016

LQCATION OF INSTRUMENT (STREET AND CiTY) TIME OF INSPECTION
401 N. Bynum, Lone Jack, MO. 54070 2:49 pm

CHECKLIST: Place a mark in the box by each item if found to be satistactory or if aperating within ostablished limits, (Write in observed val-
ues wherg determined.) Unmarked items must be corrected beforg using instrument.

DIGITAL READQUT {ALL ELEMENTS OPERATIONAL)

[/l TEMPERATURE OF ALGO SENSOR (10°C - 40°C)

PRINTER WORKING PROPEALY

TIME AND DATE DISPLAYING PROPERLY
BHEATH ALCOHOL ACCURACY STANDARDS

SIMULATOR SOLUTION E COMPRESSED ETHANOL-GAS MIXTURE
/] sTanpbamD supPpLIER Guth Laboratories LOT # 16040 exp. patg 01/20/2018

K] SIMULATOR TEMPERATURE (34°G = 0.2°C) __34.0 __ SIMULATOR SN __SD2238  SIMULATOR EX® DATE 02/09/2017_

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be wilhin £5% of the standard value and must have a spread of .00S or
less, Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0,105% INCLUSIVE
| | 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INGLUSIVE
] 0.040% STANDARD - MUST READ BETWEEN 0.028% and 0,042% INCLUSIVE

TEST 1 = 0.099% TEST 2 # 0,100% TEST3 % 0.100%

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 (0-.04) 1 (os-.09y O (10-14y O (16-19) O (OVER .19) O
List any new parts and describe any alteration or madification that was made to restore the instrument to operate satisfactorily and within
established limits {use other side if necessary).

INSPECTING OFFICER = T T T
SIEGNATURE PRINT NAME

R /ac 2 - -#3_75, Zach Argetsinger
TYPE I AERMIT EAPIRATION DATE TELEPHONE NUMBER
250044 212012017 (616) 697-2417

Return completed report to the: Breath Alcoho! Program, MO Department of Health and Senior Services, Southeast District Office
2875 James Boulevard
Poplar Bluff, MO 63951
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Sele7 GUTH LABORATORIES, INC,
LI.L \/3. 830 NORTH e7th STREET ¢  HARRIIBURG, PA 17111- 4511 » TEITEPHONE:YiTmeO

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Rundom Samples of Lot Number 16040 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on Jamuary 22, 2016, using a Perkin Elmer Gas
Chromatograph Autosystern XL S/N: 610N9030209, and found to contain
0.1213% (wivol) ethyl alcohol. The expiration date for this lot
number is January 20,2018 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this solution will give a breath alcohol
analysis instrument reading of 0,100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substamces.

= e,

Ted L. Pauley, President
GUTH LABORATORIES, INC,

NIST Truceabilicy:

Testing -was conductod using Ce
values are traceable to NIST.

All batances are callbrated annually by an outsids
Calibration verificativa is done prior to cach use wtilizing

rilliant Reference Standard lot number FINO30U51301 whose

ids agency using NIST trave¢able welghts,
NIST truceable waights.
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N STATE OF MISSQURI
REFARTMENT OF HEALTH AND 'S:E‘NKJ;H SERVICES
BREATH ALCGHOL PROGRAM

PERMIT

TYPE 1|
ZACHARY A ARGETSINGER

i e eb , i Haryl 08, train instructors, nepaet, caliby rarfann flold somviee: amd. memmie
and opsraty thy follgwing breiath analyzaufs): ! » calloratoy perfann flold sonvico: and repairs,

e ALCO-SENSOR IV WITH PRINTER o

for the ditennination of i slcahialic oofitant of binod fem g sample of axgirad af it fsst 5 The iavisians gfans
tremfmmmtat s e o AR QL VIHL R O ama sample glaxairad ait Farrrit isstod undst the wiavisidng ¢ o Tai{TeT
S77.020 thivlugh §77.Qi1, MSMe and 406,111 through 306,119 RgMo, @ pavisians elsadtins

————

B e

OATE. __2{20/2018 . — e e

UIRBETOR OF STATE PUBLIG MERLTH LABRRR ST
Numaks 230044 . -
".(Z,:j-OA..Q k) VIS {- L‘k((’)hy?

EXHIBES 220/2017 _ ‘ ectur
e DIRSCTORICE GEFARTMENT OF HEALTH ANDSENOR SRV IbEs
MO PSR G0} LA (4d10)

. STATE OF MISSOURI
¢ GEFARTMENY OF HEALTH AND SENIOR SERYICES
'} BREATH ALCOHOQL PHOGRAM

¥ (NSTRUMENT OPERATOR GARD

Ttwe atriisd cardnolfoc s wultunteod o uperats $n wiidentsd braagh @ophnt
Inetrument for the dalsritiiution of g dkeoholls camleni 1t i8ath fonn of wxplivd it

A

i MMissgund,

Opurafor  ARGEVSINGER, ZAGIHARY
Parinlt Ny 250044

Dute lveuvd 202002015 Duty Explrus Zoufapiy
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