
;i,_~~'\c'·: MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
'if&!Jd;,~ STATE PUBLIC HEALTl-1 LABORATORY 

;;, ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT U7 

Cornplete this report in duplicate e.t thEJ time of the regular monthly preventativs rnaintenance check, and whenever instrument is repaired. 
Send copy to Department ot Health and Senior Servic~Q; retain original In department file. 

ALCO SENSOR IV SN 

105446 
LOCATION OF INSTRUMENT (STA~er ANO CITY) 
401 N. Bynum, Lone Jack, MO. 64070 

PAINrEA SN 
099.3586.164 

DATE OF INSPECTION 
04/1212016 

TIME OF INSPE::CTION 
12:51 pm 

CHECKLIST! Plaee a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val· 
ues where determined.) Unmarked Items must be correcled before usin instrument. 

IZl DIOITAL READOUT (ALL ELEMENTS OPERATIONAL) 

l2J TEMPERATURE OF ALCO SENSOR {t O'C • 40"C) 

iZ! PRINTER WORKING PROPERLY 

iZ! TIME AND DATE DISPLAYINO PROPERLY 

BREATH ALCOHOL ACCURACY STANDAFIDS 

121 SIMULATOR SOLUTION 0 COMPRESSED ETHANOL·GAS MIXTURE 

IZI STANDARD SUPPLIER Guth Laboratories LOT# 16040 EXP. DATE 0112012018 

12J_§IMULATQRTEMPERATURE (34'C" 0,2°_C) 34.0 SIMULATOR SN SD2238 SIMULATOR EXP DATE_ 0210912017 

121 CALIBRATION CHECK - (ONLY DNE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
Run· 1hree tests using a standard solution. All three tests must be wilhln :5% of the slandard value and mus! have a spread of .005 or 
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATIACHED) 

§ O. t00% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE 
0.080% STANDARD • MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE 
0.040% STANDARD. MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE 

TEST 1 ..,. 0.101% TEST 2.,. 0.100% TEST 3,.... 0.100% 

121 RFI Di;TECTOR OPERATING 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) 

REFUSALS 0 (0-.04) 0 (.05 .. 09) 0 (.10 .. 14) (.15-.19) 0 (OVEA .19) 0 

Lisi any new parts and describe any alteration or modilicalion thal was made to reslore the instrument lo operate sallslaetorily and wilhln 
established limits (use other side if necessary). 

Time needed to be moved 1 hour forward due to time change between maintenances 

.SIGNA"ruRE 

• 
PillNT NA.ME 

Zach Argetsinger 
TliL\i'PHOl'lE NUMBER 

(816) 697-2417 

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior SaNlces, Southeast District Ottlce 
2875 James Boulevard 

MO .~6o-1351 (\l·llJ/ 
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Poplar Blull, MO 63901 
i\N EQL'AL OPPOATU.'jff'f1~1-'}JAMAH'>'E ~CTION EVP\.OYl:r; 
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CERTIFICATE OF ANALYSIS 

Certified Alcohol Refe1·ence Solution for Simulator 

Random Samples of Lot Number 16040 of 

Alcohol Reference Solution for Simulator were analyz1.Jd by 

ga~ chromatography on January 22, 2016, using a Perkin Elme1• Gas 

Chromatograph Autosysti:m XL SIN: 610N9030209, and tOlllld to contain 

0.1:Zl3% (w/vol) ethyl alcohol. The expiration date for this lot 

number is January 20, 2018 at 11 :59 PM. 

When used in a calibrated Simulator, operating at 

34°C +/- .2°C, this solution will give a breath alcohol 

analysis instrument reading of o·.100 g/210L +/- 3%. 

The alcohol and water used in this solution were 

free of test interfering substances. 

Ted L. Pauley, Pres dent 
GUTH LABORATORIES, INC. 

NJST 'truceability; 
Testing .was conducte<i using Cerill/ant Reference Standard lot number FN080S131Ji whose 
VCl/ues {U'e traceab!<J to NJS1'. 
All balarwos are calibrated armu«ily by an outside agency u,·;ng NIST lraceable weight,·. 
Calibration verijlcation is donu prior to each use utilizing 1VIST traceab!& Wf:lgh(~·. 
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STATE OF 1\1.llSSOUfil 
DEPARlMENT OF HEALTH AND SENlCJH 'SERVICES 

SHEATH ALCOHOL IZ'ROGRtM 

PE.R:MIT 
TYPE II 

ZACHARY A ARGETSIN.GER 
___ ,.,_ . ......, ·--~-··• -·-·----•--•~-·-~~---· .. ··--·-------~--,,.____,. __ ,, _ __. -·-----·----··--•- ~·-·---• ~--·- --·r. -·-••' •·•-• -•• 

is n~aby authanlzod to lnstr11ot and SlJ)ll~lvlse (Jp:eraio,s, train iMstructo1•s, ins.l(le~t. callbr><I"''" pGrfonm HekLaer.vic1Nmd r"1pairs, 
and op~ra1e th!> t<illww.fng brii·a1h M«lyz~rr{~).: 

tot .ill~ dll.terrniniil\f<lll! ef;tli"'•ab:ihollc-C0mtent ol bl~ad fmma saw:pl& of expimd :ai1: Parrnit i>isder:J under lh1>fH\IViS.i(i1.w ol·s"""ti<Jn" 
f!'t•"/..Q2rJ thiough 5'17~ci4-·J., !'VilfA© and ao&.•1i-1 thr<.>u~.h\ ab:G:J #1 RSM0. 

OA1'1'i . ____ Ja9L'.W.15 ___ ···---.. ---"-· l.,,V!>- ""- .\:-.:.-·:::::'.~-" 
,_ ____ -- -- DIRtkiO:ifiii'~"IA.'iii'1>1/iJJ;-1()'iiE.\l.'l·iii/W'Rl(i;\\i¥F,'f ~ -. ' -

NUM£l1'H :ffill!t!H__ _______ --,·c,,c-·---

EXli:l'lf;S UU!!W1L---· - ·-·- ...... 
)~).()~It\) CMi)(,,_J):·!- ~ • • • • 'f • 

.... ----· ___ ... ··--·-.. -. - - " - ·---- .. ---~---- ... ._ __ ,;JJ<.llJ.<~ .. ilil:.!$.19.L. -- '• .. --· -- . . ... -- . 
rJI REC::'r'.©R · ur:. OS'~AA)'M S-J'r 'OF' ·1-IJ:U.(t..'l''l·/}IJ'>.j fj; SE!'l.JI f!j@"·~CRVft; Ef. 

l.f.H.<! {l~'l'·iOI 

----·-----·-~-~·--.. ----.. -
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