
~~- MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
f@~~\ STATE PUBLIC HEALIH LABORATORY 

~ ALCO.SENSOR IV WITH PRINTER MAINTENANCE REPORT - REPORH7 

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired. 
Send copy lo Department of Health and Senior Services: retain original in department file. 

ALCO saNSOR IV SN 
105446 

LOCATION OF INSTRUMENT (STREET ANO CITY) 

401 N. Bynum, Lone Jack. MO. 64070 

PRINTER $N 

099.3686.164 
DA're OF INSPG:CTION 

05/16/2016 
TIME OF INSPECTION 

8:53 am 

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in opserved val· 
ues where determined.) Unmarked items must be corrected before usin instrument. 

liJ DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 

liJ TEMPERATURE OF ALCO SENSOR (1 O'C • 40'C) 

liJ PRINTER WORKING PROPERLY 

liJ TIME AND DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

lZJ SIMULATOR SOLUTION 0 COMPRESSED ETHANOL·GAS MIXTURE 

lZI STANDARD SUPPLIER Guth Laboratories LOT# 16040 EXP. DATE 01/20/2018 

l{j SIMULATOR TEMPERATURE (34'C ± 0.2'C) _.,_34.:.:·~0- SIMULATOR SN 802238 SIMULATOR EXP DATE 02/0912017 

lZJ CALIBRATION CHECK- (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
Run three tests using a stanoard solution. All three tests must be within ~&% of 1he standard value and must have a spread of .oos or 
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) 
IZJ 0.100% STANDARD· MUST READ BETWEEN 0.09&% and 0.10&% INCLUSIVE 
0 0.080% STANDARD· MUST REAO BETWEEN 0.076% and 0.084% INCLUSIVE 
0 0.040% STANDARD· MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE 

TEST 1 ,.. 0.096% TEST 2 .,,. 0.097% TEST 3 ,... 0.098% 

lZJ RFI DETECTOR OPERATING 

INDICAIE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 

(DO NOT INCLUDE SELF-ADMINISTERED IESTS) 

REFUSALS 1 (0-.04) 1 I (.05-.M) 0 (.10·.14) 0 (.15-.19) 0 (OVER .19) 0 

List any new parts and describe any alteration or modification that was made to restore the insttument to operate satisfactorily and within 

established limits (use other side if necessary) . 

.;i.37_s-
TVP TELEl"HONE NUM~5R 

(816) 697-2417 

Return completed report to the: Breath Ak;ohol Program, MO Department ot Health and Senior Services, Southeast District Office 
287& James Boulevard 

MO 580-135f (6·10) 

90/£13 39\:ld 

Poplar Bluff, MO 63901 
AN EO.UA!. Cl'.-CHJU~ll Y/A;)O[W>'ATI\!E ACTIOl-I EIJl'LOVER 

~,1·,,.;i'i 9111"''~ ~ ~ n.:..-.ol!er.m11~1~rt b~4:4 

lH 

dayc



/'\.,© 

~) ~N';!!~~JS.0~.!?.~1~~•~1~ !~~P~ONE:117.-0470 
CERTIFICATE OF ANALYSIS 

Ce1·tified Alcohol Reference Solution for Simulator 

Random Samples of Lot Number r6040 of 

Alcohol Reforence Solution for Simulator were analyzed by 

gas chromatography on January 22, 2016, using a Perkin Elrn<ir Gas 

Chromatograph Autosystem XL SIN; 610N9030209, and fcnwd to contain 

0.1213% (w/vol) ethyl alcohol. The expiration date for this lot 

number is January 20, 2018 at 11 :59 PM. 

When used in a calibrated Simulato)', operating at 

34°C +/- .2°C, this solution. will. ~ive a breath alcohol 

analysis instrnment reading of 0.100 g/210L +/. 3%. 

The alcohol and water used in this solution were 

free of test interfering substances. 

=be'~ 
Ted L. P aul:;::r;resdellt 

GUTH LABO RA TORIES, INC. 

NIST Tr<N"ability: . 
Testing was conducted using Cerillianl Reference Srnndard lot number FN08031301 who"" 
values are tracecble to NIST. · 
Ai/ baiaM•s ara aalibral«i annually by an outside agenoy using N/S1' lrao~abfo weighrs. 
C.'alibrafion verification is do(Je prior to each us~ ulillzing tliS'l' tructtCJbie lvelghts. 

90/P0 39\ld 01 
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STATE OF Ml1SBOU:Rl 
DEP.4\RTMENT OF HEAL1"H AND SENltjR SERVICES 

BREA'f"H ALC.OHOL l"'ROC'.lH1f'IVI 

P;ERlMIT 
TYPE II 

ZAC'HARY A ARGE1'SINGER 
~----.--·--··---·-·-----~---·--~--·---·"-···-·----~-- ... ---.~-----~-·---··-~·-·-···-~-----·--··----·..,__,_., --·· 
is: he.r&by :autfiorlzeiJ to lnsft'<Wl 2mct· sLzyisrvise ope<ators, train l11sttuoto1·s.: in~piwt, ·calibral~:, .. werforro'./ielcl ,s·e))l,iCG and rsµail·s, 
and op<;>raw lh., 1011k;wi1·11;r'hl1<eath ;;uraly:::e~(;i/: · 

. ALCO~SENSOR lV Wll'fl PRINTER 
-•--····,.--~·~--··•-~·""·'--~-··J--.••v------·---.. ..... ---'-'-~--•·•--"""----~~--""-"'""'••• .. •·-·· 

forthe dalernilm1tloi1 iif .. tha: .alc0'1oli~ m;u:iwnt of blo;;icl from a sample of expir11d .air. Perm ii issUecl uJJcla' li'ls•pr.<:1vliifonB nl :1.:ict/011$ 

s1i.d:W tfueu9nsv;-:.1J'4;1.. FiSMo cii1d aoe.rfl thr<~U\J.h so:e.na RSMc. 

tlATP. __ ,.UZ.9.LZO!~ , __ , __ .. ____ ,._ .. __ "_ 

NUMl'liOl'I z.5!l!lK-.cc=c·_--·---·-·-·-- - -

EXB1111l'$ U2JliW.l.'L ________ , __ . __ , -·-

90/Z:0 3911d 


