RECEIVED

By Carol Day at 11:54 am, Jan 06, 2016

MISSOURI DEFARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY .
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT #7

Complate this report In duplicate at the tmo of the regular monthly praventative malnienance check, and whenever instrument Is repaired.
Send copy to Depariment of Health and Senlor Services; retain original In departmant file.

ALGO BENSOR IV 8N PRINTER SN _ DATE OF INSPEGTION
jO7977 D56 - 3550 . 5§77 20706 /A0
LOGATION OF INSTRUMENT (STREET AND GITY) TIME OF INSPECTION
1/spurs é()"ﬂ?c (7 Genfrr (FReslfor st Pl)) jdes 5 Ho/oﬁw Srect  Warteaslrop /00 /S

CHECKLIST: Place a'ffark In the box hy each ltem If found to be safisfactory or If operatlng within established ilmits. (Write In observed val-

uas where determined.) Unmarked ltems must be corrected befors using insirument,

E/DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEI‘VlPEFiATURE OF ALCO SENSOR {10°G - 46°C)

%MEH WORKING PROPERLY

m’IME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[T siMULATOR SOLUTION [E/COMPRESSED ETHANOL-GAS MIXTURE

R STANDARD SUPPLIER _Za/de X S Jer S Lot # JELAL§0Y. sxp. vare_ D& 66 /206

SIMULATOR SN SIMULATOR EXP DATE

[l SIMULATOR TEMPERATURE {34°G 1: 0.2°C)

E[ CALIBRATION GHECK ~ (ONLY ONE STANDARD |5 TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solutfon, All three tests must be within +5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0,038% and 0.042% INCILLUSIVE

st ), OF) TEST2W ) &0 TESTIw D, D50

mi DETECTOR OPERATING
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

-

— (OVER .19)

REFUSALS '—’f”“(o-,ot;) — (.05-.09) (10-14) o~ |(16-19)

List any new parts and descrlbe any alteration or moditication that was made to restore the Instrument fo operale salisfactorily and within
established limits (use other side if necessary). .

Kephced  CAPAcHOC ¢ Pece)ibialed

mpﬁ’%/"' > %ﬂw luchS

TYPEN PEﬁ:lﬂ‘NU?.EBEE.’EXFIHATIOH DATE . TELEPHONE NUKMBER
RJO 135 06 /75 /857 LGo 593 45723
Return completed report o the: Breath Alcohol Program, MO Deparlment of Healih and Senior Services, Southeast District Office
2875 James Boulevard .
Poplar Bluff, MO 63801 ’ J
AN EDUAL OFFORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB-114

WO 580-1851 (6-10}
seiiees pueided on a ntodsodininglony batls
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Airgas USALLC (LAB)
3500 Bernard Street

St, Louis, Mo. 63103
Ph: (314) 533-3100
Fax: (314) 533-7328

Certifi'cate .Qf Analysis

Customer Name ' . Test Date: 6-Aug-2014

Intoximeters, Inc.
2081 Craig Road
St. Louis, Mo 63146

Lot # AG421804

Exp. Date Cyl. Type Component Certified Concentration
6-Aug-2016 108 Ethanol 0.080 + 0.002 BrAC {218 ppm)
Nitrogen Balance

Certification Traceable to N.I.S.T. RGM Ethanol Standards:

Serial No. Concentration Serial No, Concentration
EBO0010581 391.8 ppm . EB0010603 392.5 ppm
EB0010570 259.8 ppm EBG010559 258.9 ppm
EB0010285 209.0 ppm EB0010595 208.2 ppm
EB0010561 103.7 ppm EB0010562 104.9 ppm
EB0010681 52.22 ppm EB0O010579 52.94 ppm
Analytical Method: NDIR

Digitally slgned by Quality Control

Date: 2014.08.06 17:35:54 -05:00
Reason; Dry gas standard certffication of analysis
Location: Argas USA LLG {Lab) An aiyst'

Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01
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oI, _ STATE OF MISSCURI

xw;%%%«; DEPARTMENT OF HEALTH AND SENIOR SERVICES
H e BREATH ALGOHOL PROGRAM

< =

N M e

HT
TYPE Ii

DAN R LUCAS

is hereby authorized to instrugt and supervise operators, train instructors, inspect, calibrate, perform field service and repairs,
and operate the following breath analyzer(s):

DATAMASTER, INTOX DMT, INTOX 8000, INTOX EC/IR I, ASIV W/PRINTER

81:@Qﬂﬂi:ﬁmo_so:rmm_noj,o:oaoamsgﬁv._”oo&ﬂo:,_m samgle of expired air. Permit issued under the provisionsof sections
577.020 through 577.041, RSMo and S06.111 through 308.112 RSMo.

R
’ DIRECTOR OF STATE PUBLIC HEALTH LABORATORY
numper 250138 Lol U g?ﬁ.@uﬂ
exPiREs 6/15/2017
DIRECTOR OF DEPARTIMENT OF HEALTH AND SENIOR BERVICES
WQ SHEO7TY {B-10)

LAR (RE10




