
From: 04/11/2016 10:01 #096 P.002/005 

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT 117 

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired. 
Send copy to Department of Health and Senior SeJVices; retain original in department file. 

ALCO SENSOR IV SN 

107977 

LOCATION OF INSTRUMENT (STREET AND CITY) 

301 S. Main St, Excelsior Springs, MO 

PR!NTERSN 

096.3580.877 
DATE OF INSPECTION 

04/09/2016 

TIME OF INSPECTION 

8:07 pm 

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in obseJVed val
ues where determined. Unmarked items must be corrected before using instrumenl. 

0 DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 

0 TEMPERATURE OF ALCO SENSOR (10°C - 40°C) 

0 PRINTER WORKING PROPERLY 

0 TIME AND DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

0 SIMULATOR SOLUTION 0 COMPRESSED ETHANOL-GAS MIXTURE 

0 STANDARD SUPPLIER _G_U_T_H __________ LOT# 16040 EXP. DATE 01/20/2018 

0 SIMULATOR TEMPERATURE (34'C ± 0.2'C) __ 3_4._0_ SIMULATOR SN __ D_R_5_3_8_3_ SIMULATOR EXP DATE 06/05/2016 

0 CALIBRATION CHECK - (ONLY ONE STANDARD fS TO BE USED PER MAINTENANCE REPORT) 
Run three tesls using a standard solution. All three tests must be within ±5% of the standard value and must have a spread of .005 or 
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) 
0 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE 
0 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE 
0 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE 

TEST 1 ..- .099 TEST2,... .100 TEST 3 ..- .100 

0 RFI DETECTOR OPERATING 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) 

REFUSALS 2 (0-.04) 0 (.05-.09) 0 (.10-.14) 0 (.15-.19) 0 (OVER .19) 0 

List any new parts and describe any afteratfon or modification that was made to restore the Instrument to operate satisfactorily and wilhln 
established limits (use other side if necessary). 

TELEPHONE NUMBER 

(816) 630-2000 

r Return completed report tO the: 

' 

Breath Alcohol Program, MO Department of Health and Senior SeJVices, Southeast District Office 
2875 James Boulevard 

I 
I 
r.10580-1351 {6·10) 

Poplar Bluff, MO 63901 
Nl EOVAl OPPORTU,'fffY/AFFlA.W.TJVE ACTION EMPLOYER 

~""'lees p10-,;de-d one n.:r~:sxm·r-s\ort basis 
LAB·ll4 

dayc



From: 04/11/2016 10:02 #096 P.003/005 

® 

GUTH LABORATORIES, INC. 
590 NORrn 67lh STREET • HARRISBURG, PA 17111- 4511 • TELEPHONE: 717·SM-5470 

CERTIFICATE OF ANALYSIS 

Certified Alcohol Reference Solution for Simulator 

Random Samples of Lot Number 16040 of 

Alcohol Reference Solution for Simulator were analyzed by 

gas chromatography on January 22, 2016, using a Perkin Elmer Gas 

Chromatograph Autosystem XL SIN: 610N9030209, and found to contain 

0.1213% (w/vol) ethyl alcohol. 111e expiration date for this lot 

number is January 20, 2018 at 11 :59 PM. 

When used in a calibrated Simulator, operating at 

34°C +/- .2°C, this solution. will give a breath alcohol 

analysis instrument reading of 0.100 g/210L +/~ 3%. 

The alcohol and water used in this solution were 

free of test interfering substances . 

. cz:; ""'~+. 
Ted L. Pauley, Presdellt 

GUTH LABORATORIES, INC. 

NIST Traceability: 
Testing ·lYas conducted using Cerilliant Reference Standard lot nun1ber F/\'08051301 lvhose 
values are traceable to }l/ST. 
All balances are calibrated annually by an outside agency using NIST traceable weights. 
Calibration verification is done prior to each use utilizing NIST traceable \Veights. 



From: 04/11/2016 10:02 

STATE OF MISSOURI 
DEPARTMENT OF HEALTH AND SENIOR SERVICES 

BREATH ALCOHOL PROGRAM 

PERMIT 
TYPE II 

BRIAN K KENNEDY 

#096 P.004/005 

;. '10tUt)y aulnor,zod to 1ns!nJcf Hrid sunorv1so oparntors. train 1n;;fn;cto1s. 1n~~)8Cf, calibrato. porlorn~ liold soNico .and rop-~1irs, 
and ooerate the foilov.,Httg brealh anclyzens}: 

ALCO-SENSOR IV WITII PRINTER 
fur Iha dt.~letn1in;i{1cn ol lho i1lcoho!1c C-onlonl ol O!t1-(>d lrciin ti ${Hnplo- of ex~)lrad tt1r. F>orrrul issuod undor tho 01ov1!:>1ons ol S>JCl!On.t• 
'' /7 020 !hrocgh Sl/.04 1. flSWo and 306 111 through ;m6.11il RSMo 

DAiio 3/31/2015 

\iUvlBER 250071 

LXPlfffS 3/31/2017 

j \ I . ' 1 ( • ' ~'- _, l. . ."l•- \:: \_ / ~--"--)\ 1 ___ , __ l_:- - -I . . J 
)il='lt·::TnF. Of: JE~ARTJ.lf}JT (l~ IE.I>! r• ( .iN':": ';l;:NlfH~ :-.ER\'!Cf:.:. 

l<J..',1-H,>1'..!' 

_;;,:\)}'~: STATE OF MISSOURI 
. :~iJE.-~ .. i~~/.'.. DEPARTMENT OF HEAl TH AND SENIOR SERVICES 
.~~~;-"°'- BREATlf ALCOHOL PROGRAM 

"~@¥"' INSTRUMENT OPERATOR CARD 
The named C8ffiho!Ot:rls au1horixed to opera/I} an civir:Jential breath alcohol 
insttument for the dcfermfnation of the alcoho5c CiXlfenl in b~fh form of e1JJlred aI1 
in Missouri. 

Operator KENNEDY, BRlAN 
Pennlt No 250071 
Date Issued 3/31/2015 Date Expires 3/31/2017 



From: 

,---' • i : -

_,. · .. 

··., . ., 

/.' . ' 
C~/J{-IJY ? 11 

?1 s /1,fw 

~ f)tilj /I/JO 

'· 

···.····: 

. · 

·;; 

·-·-· t ',. 

Jo1 S' Hk;U 

G y_ -V6f. fVJO 
I 

04/11/2016 10:02 #096 P.005/005 

' . i _., -~ ' 

'< •• ,-_' 
-. ·.-.:··< .. 

..... _, -~ -; .· . 

/ (;y,V; OY J /I 
:501 -t fr/-/tV 

{/ J?'.dh //4() 

· .. ,· 

,. : . 

. . " 

:!- • 

. ·,; 

' ltf/r./ m I l // 
J<9 / s t1a1iY . 

5 . ..- ;vto b</. · /J~ I 


