
. :;!_~:.fj: MISSOUf11 lll'l'AHrMt:Nl' OF lil'ALTll ANO SENIOH SEfWICES 
' ·~'\•\ S rAff Pl/HI IC II[ At:l 11 l MJOf1ATOf1Y 

\~\<.J~ .. ~~C O·SENSOR IV WITH PRINTER MAINTENAJR"'f""('-'f"'/'°\la.fc.:Ol'.__ _______ --'l,Pom 11 

Cornplete th15 ropurl in du~k:uto al tno IHHl' nf U\t1 ronul;u nlonlhly I paired. 
Sand copy 10 DuµUllmont of Honlln ,111<1 l:oninr Serilc1is: rutaln 01lnir By Carol Day at 10:05 am, Jul 08, 2016 

''',~~~~~""' v "" . r·~;~·~~~~ ~;~ 0~;1g~2g~5cr/ON 
- ----- - .. ----··-·--- ····---· L.. . - - .. -- . - - ---------- -- ------4-----------i 

lOCAl'ON tlF i~~HH.J~lfNT 1s!H[E I ANO CllY) TIME Of INSPECTION 

211 W. Broudway Webb City, MO 11 :04 pm 
CHECKLlST:'Pluc.-U-;;;a;1("!f;\h6"b(;;;·t;y oach itoJT;rt!oiliid"to btl saiislactory or If oporntlng within ostnbllshed llmlls. (Wrlle In obsorvod val· 
ues who.r_e_<JOl!11ry~1nll(jJUn_m_<l!l<od i!C_fll<'_~'!'J~_bo corrected baloro using lnstrumonl. 

Ii] DIGITAL f1EADOUT (All ELEMENTS OPERATIONAL) 
. ·-·---------------------·-···-··------------------------j 
liJ TEMPEf1ATURE OF ALCO SENSOR ( IO'C - 40'C) 

----··-------------------------! 
Ii] PRINTER WORKING PROPERLY 

[ZJ TIME AND DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

0 SIMULATOR SOLUTION Ii] COMPRESSED ETHANOL·GAS MIXTURE 

[ZJ STANDARD SUPPLIER _I n!oxlmeters, Inc __ ........ LOT N AG521003 EXP. DATE 07/29/2017 

0 SIMULATOR TEMPERATURE (34'C * o.2•c) -·····--·-- SIMULATOR SN - . --· SIMULATOR EXP DATE ___ _ 

liJ CALIBRATION CHECK-(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORn 
Run throe tosts using a standard solution. All three tests must be wilhln *5% ol lhe slandatd value and must have a spread of .005 or 
less. Chock the box corresponding to the standard sclutl0/1 being usod. (PRINTOUT ATIACHED) 

§ O. 100% STANDARD - MUST READ BETWEEN 0.095% and O. 105% INCLUSIVE 
0.080% STANDARD· MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE 
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042-k INCLUSIVE 

TEST 1 ""' .096 TEST2"" .096 TEST 3,.. .097 

[ZJ RFI DETECTOR OPERATING 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUDE SELF·AOMINISTERED TESTS) 

REFUSALS (0·.04) 0 (.05·.09) 0 (.10-.14) 0 (.15-.19) 0 (OVER .19) 0 

List any new pans and describe any alloratlon or modlllcatlon that was made to restore lhe lnslrumont to operate satlslaclorlly and wilhln 
eslabllshed limits (use othor side II necessary). 

TELEPHO~E NV"4BfR 

(417) 673-1911 

Return completed report to the: Brenlh Alcohol Program. MO Department ol Health and Senior Services, Soulheast District Office 
2875 James Boulevard 
Poplar Bluff, MO 63901 



tm 

II 

Customer N~mo 
Exch1s11·0 S11pp/1vr 
lnlox1mclers. Inc. 
2081 C rwg Road 
SL Louis. Mo 63146 

Exp. Dato 
1 O-Scp-2017 

Cyl. Typ~ 
108 

Airgas USA I.LG (LAl:J) 

3500 flnr11a1d Slroel 

SI l 0111s. /.Ip OJ 103 

Ph (31'1) 533·3100 

Fnx (JM) ~33·7J21J 

Certificate of Analysis 

Test Onto: 14-Scp-2015 

Lot# AG525302 Model 108cacd 

Component 
Ethanol 
Nitrogen 

Certified Concentration 
0 100 :!: 2% BrAC (260 ppm) 
Balance 

Ccrtlllcatlon Traceable to N.l.S.T. RGM Ethanol Standards: 

Sori::il No. 
EB0010581 
EB0010570 
EB0010285 
EB0010561 
EB0010681 

ConccntraHon 
391.8 ppm 
259.8 ppm 
209.0 ppm 
103.7 ppm 
52,22 ppm 

Analytical Method: NDIR 

Annlyst: 

Sorlal No. 
EB0010603 
EB0010559 
EB0010595 
EB0010562 
EB0010579 

Concentration 
392.5 ppm 
258.9 ppm 
208.9 ppm 
104.9 ppm 
52,94 ppm 

Roel Marsala 

/SO 17025:2005 A2LA nccrodilcd. Certificate Numbor 2989.01 

Paoe 1 of 1 



STATE OF MISSOURI 
DEP1\f1TMENT OF HEAL I 11 l\NO SENIOll BEi lVICES 

UREATH ALCOHOL PROGRAM 

PERMIT 
TYPE II 

Cl-IRISTOPl-IER SHONI( 
- - ----~·- -·----.. _ ............. ' -· . 

•s lloroby uuU1011zod to 1nslruct und supo:vi~o oporntors, trmn 1nstructcrs, lnspoct, ca'1brnlo, pNlorm hold sor;ico nnd ropairn, 
rind cpomlo tho followin(l bronlh annly;:o:(s): 

INJ~QX Dl\'lJ, INTOXILYZ~R8000L(\LCO-SENSOB !V }\'/PRINTER __ .. 
for tho dulPrm1nation or tho alcohohc canton! of blood from a samplo of oxp11od air Porm1l 1ssuod under tho p1ov1s1ons of socl1ons 
577.020 through sn.041, HSMo and 306.111 U\rough 306.119 RSMo 

DATE _7.l2JDJ)J_s__ ___ ·---

.~·-· ·~'- ·-:-
(~ , _____ \c:::.:.:...:~-

NUMBER 25_.0J.~0 _______ _ 

EXPIRES 7/230JJJ-L------
OIREC10A OF :EPA.trr1.1 i'~H Of ~ 1.f ll.r"ri ~o St~:1.:in S'R"/JC£~ 

\.•n-1 1n" 1:1 

.-·(.~·c;- STATE OF MISSOURI 

Q~z:-:-:1 .. ~,·~ orrt.llfl'( ljf ()I l!f Al 111 A Ml St •,'\)I\ !ll R\':~["j 
t!.J;!J') UlllA111Al(011tlll'HUt:JIA\l 
,..... ··<'I/ 

"~;.' INSTRUMENT OPcRATOR CARD 
Jtq IU""'1 C.S'Lf'\.'°<\" 1\ .J. /•,_·1.l'f•! -~-l ,._.,,. _,.,. .1 ~ ~ ,, ,. ,. .1 ~ •:.•·• J '."t"\'o' 

w1j.'r.,..,..·( !,~· i"'i: \."t'fr<·"··'J','· i.·! "•' J <1 ,., \' ,• i\·'.'f -: • • ,• ~.1•• \.· .. ;• .- "' \•,' ,, 
., .V.JJ¢,.'t 

OpCfJ(Or s110:1K Ctllll!IIOr1n:n 
Jltrmlt No 2~0110 
OJI~ hiUC'd 7/;i:!.'20! 5 DJIC' £1plrct ~Q~·:J 17 


