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Customer Name
Intoximeters, Inc.
2081 Craig Road
St. Louis, Mo 831486

Exp. Date
6-Aug-2016

Alrgas USA LLC (LAB}
3500 Berfiard Street

St. Lows, Mo 83103
P (314) 533-3100
Fax: {314} 533-7328

Certificate of Analysis

Lot# AG421

Cyi. Type Component
108 Ethanot
Nitrogen

~-Certification Traceable to-N.I.S,T, RGM Ethanol Standards:

Serlal No.

EB00105681
EBOO10570
EB00G102885
E£B0010561
EB0010681

Analytical Method:

Digrlaliy $19ned by Qual
Dale: 2014.08.06 17:38: 2
Reasch: Dry gas standard contificaton of analy$is
Location Algas USA LLC {Lab}

Concentration
391.8 ppm
258.8 ppm
208.0 ppm
103.7 ppm
52,22 ppm

NDIR

Contrgd
$35.00

Analyst:

804

Serial No,

EB0010603
EBQ010559
EB0G10585
EB0010562
EB0010579

Test Date:

6-Aug-2014

Certified Concentration

Nprl. Fowas

0.080 % 0.002 BrAC (218 ppm)
Balancg

Congentration
382.5 ppm
258.9 ppm
208.9 ppm
104.9 ppm
52.84 ppm

Rod Marsala

ISO 17025:2005 A2LA accredited. Certificate Number 2889.01
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STATE OF MISSOURI N

DEPARTMENT OF HEALTH AND SENIOR SERVICES M)
BREATH ALCOHOL PROGRAM \ (e,
e

1

TYPE I
JOSHUANBAILEY

pect, calibrale, perlorm field service and repairs,

is hareby aulhorized to insliuel and supervise operalors, Irain instructors, ins
and aperate the lollowing breath analyzer(s):

. __ALCO-SENSOR IV WITH PRINTER o

for the delermination of the alcoholic content of blood from a sample of expired air. Permit issuad under the provisions of gsections

577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.
OATE 1171372014 ros inSem T
OIRECTOR OF STATE PUBLIC HEALTH LABORATORY
2-‘03 q\‘l 5
NUMBER i pE——— . Do Veolell L
expiRes 11/13/2016 : aeting divestor B
i DIHECTOR OF DEPARTMENT OF HEALTH AND SEAIOR SERVICES o

LAB4 (BE 101

LG 5300711 {5 15

STATE OF MISSOURI
DEPARTHENT OF HEALTH AND SENIOR SERVICES
©} BREATHALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD

The named cardnooer s sunoneed o GPSrAE 3N evidentd breain akconot
iaEnenast for e gaenmnaton of 1he 3echofic confen] iy e alh form of erped oy

Y

Operator BAILEY, JOSHUA

Permit No 240383
Dale fssued $1/13/201¢  Date Expires t1/13/20t6




