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Chapter 30—Determination of Blood Alcohol by Blood, Breath, Saliva, wrrrormrereraryrre
and Determination for the Presence of Drugs in Blood, Saliva, and Urine 19 CSR 25-30 )ﬂSBE))

MISSOURI DEPARTMENT OF HEALTH AND SENICR SERVICES
STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPOAT 47
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0.080% STANDARD - MUSY READ BETYWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INGLUSIVE
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Customer Name
Intoximelers, Inc.
2081 Craig Road
St Louis, Mo 63146

Exp. Date
8-Aug-2016

Airgas USA LLC {LAB)
3500 Bernard Streel

St Lous, Mo 83103
Ph {314) 533-3100
Fax. (314) 533-7328

Certificate of Analysis

Test Date:  6-Aug-2014

Lot # AG421804

Cyl Type Component Certifled Concentration
108 Ethanol 0.080 & 6.002 BrAC {218 ppm)
Nitrogen Balance

~ Certification Traceable to N.|.8,T. RGM Ethanol Standards:

Serial No.

EBQ010581
EBO010570
EBQO10285
EB00105661
EB0010681

Analytical Method:

Oigitally signed by Quatity Contrsd
Date; 2014.08.06 17:38:54 .05.00 ;zé , :

Concentration Serial No. Concentration
381.8 ppm EB0O10603 382,56 ppm
269.8 ppm EB0010659 258.9 ppm
209.0 ppm EB0010585 208.9 ppm
103.7 ppm © EB00105862 104.9 ppin
52.22 ppm EB0010579 52.94 ppm
NDIR

Reason: Dy gas slangard ceaificauon of analysts

Locazon Airgas USA LLE (kab) Analyst

Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01
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STATE OF MISSOURI P
Y

DEPARTMENT OF HEALTH AND SENIOR SERVICES N
BREATH ALCOHOL PROGRAM (<, J;

TYPE I
_JOSHUA N BAILEY o

is hereby aulherized 10 inslruct and supervise operalars, Irain instruciors, inspect, calibrate, perorm field service and repairs,
and operate the lollowing brealh analyzer(s):

- _ALCO-SENSOR 1Y WITH PRINTER =

for the determination of the alcoholic content ol bicod from a sample of ¢xpired air. Pormil issued under the provisions of sactions
§77.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

= \_,—S\ e iy e

DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

parg . M2

q ~
numser 2AMES. - Dol Veolanldep

NS Ty Emgilufsmr —

EXPIRES IU13/2016 ~
OIRECTOR OF DEPARTHENT OF HEALTH AND SENIOR SERAVICES
LAl N6 Lot

MO 2EQ G215

STATE OF MISSOURI
4\ DEPARTMENT OF HEALTH AND SENIOR SERVICES
} BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD

The named cardnGO S SLINOMED 10 CORIDN an ewdenyy dIeain Jkorol
snstimzil Ios the dRemnaton of the ATCAANT £0NIEl in BN oam of esprrad au

A

Qperator  BAHEY. JOSHUA

Permii No 240383
Date issued 11/13026%4  Date Expires 117102016




