[RECEIVED }

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES By Carol Day at 10:09 am, Mar 03, 2016

STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT #7

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired.
Send copy to Department of Health and Senior Services; retain original in department file.

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
107997 099.3586.792 . 03/02/2016

LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
2111 County Drive Columbia 11:02 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val-
ues where determined.) Unmarked items must be corrected before using instrument.

l¥] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

[Z TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

IZ| PRINTER WORKING PROPERLY

IZI TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

D SIMULATOR SOLUTION m COMPRESSED ETHANOL-GAS MIXTURE
[¥] STANDARD SUPPLIER Intoximeters LoT # AG525701 exp. DATE 09/14/2017
D SIMULATOR TEMPERATURE (34°C x 0.2°C) SIMULATOR SN SIMULATOR EXP DATE

IZ CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be within 5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
E 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST1 % 101 TEST2= 101 TEST 3 = 101

V] RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (05-09) O (.10-.14) 3 (.15-.19) 0 (OVER .19) 0

List any new parts and describe any alteration or modification that was made 1o restore the instrument to operate satisfactorily and within
established limits (use other side if necessary).

INSPECTING OFFICER . '
SIGNATURE " ™, R ~ PRINT NAME
) T /( /\W ?ﬁj Jared Dotson
(.JPYPE:H/PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER
250156 07/22/2017 (573) 875-1111

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office
2875 James Boulevard
Poplar Bluff, MO 63901

MO 580-1351 (6-10) AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB-114
services provided an a nondiscriminatory basis



dayc


ot
]
i

£

hif}
st
i

ot

=t
Ly
L]
u 0

o
iy 1
L ouw
AR

Hed

‘lr'l,'v“g“t

"

e

g.

Y WG

n

<

HNG U

]
Y

\ain

o

O]

i

:\V\@ a 7

]

Yenaned

INVE)

»
L&

%

A
S f

i

g

~
i

HECEN

%
H

Conmy

oot
e

oo

{

&

C

~

lumbie




| jo | aped

+0°686T J3QLUNN 218341107 PAYPBIIIE VIZY S00ZST0LL OS]

ejesiey poy

o u\ 7 asfeuy
(983 973 w5 seliyy »

SiséRue o uateogles plepuris el
06:50- G 1 SUBU'E102 ImeQ

G Aeng g paldis AjenGig

diaN ‘POUIBI [ESHAEUY
wdd ygzs 625040083 wdd zz-zg 183010083
wdd g'yo1 Z550L0083 wdd ;-ggl 195010083
wdd g gz $65010093 wdd gz $82010083
wdd g5z 655010083 wdd g'g5¢ 0.5040093
wdd 5'z6¢ £09010083 wdd g°}g% 126010083
UoxEqUISLOY EIMIEEES usgejglesliioy “ON [eHag
*SPIEPUELS JOUBIRT WOU L'STIN 03 8lqeadel) uogeoyuan

sauejeg uabomn
(wdd 242) Ovig %Z % 0040 louBl3 80l 2102-995-p|
UoReRuURdUL) PaURIan Jusucdwes adAT A5 djeq dxg

POBOBOL [8POI  L0/SESOV #1307

SP1ES OW 'sino g
peoy Bie1) Lgpg
"auj ‘ssajEwIxoy

Jayddng ansmaxg
|weN faWcysng

Sloz-dss-5l TeEQIsaL

SISA[eUy Jo s1eoiipies

BZELEES (PiE) xeq
00LE-EES (kL) ud )
SOLES O '$iN07T 1§
13243 piewag 005E
{8v1) o717 vsn sebay

e

2M0EzEl saidE wivg  siozEeL panss) meg
SS1052  OoNJwag
OSEVTNOSLO0  sommiadg

unaszy
1 paydea jo ) ewg u1ja oy a0y uasans
1oy e . Hesds o) SRR Py YL

QUVO HMO.LVIIHO INTFIWNHLSNI

WIDONd TOHO3TY HLYSUE
S3DIAUTS HOINSS ONY HITVEH 40 JNawluvaaa

IENOSSIN 40 3LY.S

101-aed +BVY (or-5) 1.240-085 oW
S301AH3S BOINIS GNY HITYEH 40 LNINLEYLIG 20 HOULOSHIG

LIUT/TTL SRS

racm O
ND\Q/\J D 0 53 GCT(C HIBWNN
AEOLVHOSY HATVEH 218N SUYLS 30 HOLO3EIG

e B
"OWSH 611°30F uBnosy LLLg0E PUB oSy '10°24S ubnosyt 020°245

suaass Jo suoisioid sy} Japun pensst Juad e paidxa o sjdwes  woy PBOOIT JOJUBJUDA DYOUBIIE 8L} JO LIDRBUILLS]EP BU) J0]

LA XO.LNI dAINIOd HIIM AL 9OSNAS- 00TV

(s)iszAjeue yizaig Buimolios euy sjeisdo pus
‘sieda) pue solnles pisy) wiojad ‘BlEIqyED 10adsu} ‘s101nnsUl Ul 'siojzisdo ssiaiedns Pue jonIIsuUl 0) pezuoyine Aqasey s

NOSLOA aoyve
I 3dAL

lINdH3d

WYHD0Hd TOHODTY Hivadd .
S30IAHIS HOINIS ANV HLWIH 40 INSWLHYLIG

[HNOSSIA 40 F1VLS

SI0Z7CgL — A0

i

m
i
i
i
|
|
|




