Feb. 22016 5:42PM

By Carol Day at 8:45 am, Feb 03, 2016

[RECEIVED

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANGE REPORT _ REPORT#7

Complete this repoit In duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired,
Send copy to Department of Health and Senior Services; retafn orlglnal in depariment flle,

ALCO SENSOR [V &N PRINTER SN . —_— MSC
Comiionue P (08392 | g8 093 35063015 prwioe | o1/ 29
LOGATION OF INSTAUMENT (STREET ANI CITY) TIME OF INSPECTION
200 S. ROLDEN | ST LIFRRENSRYRG 182 e,
CHECKLIST: Place a mark in the box by each lem if found to be satsfactory or If aperating within established limits, (Writa in observed va
ues where determined.) Unmarked ltems must be corrected hefore using Instrument.

DATE OF INSPEGTION
} 205k

B DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) ol
R TemPERATURE OF ALCO SENSOR (10°C - 40°C) ol
E PRINTER WORKING PROPERLY ok

m TIME AND DATE DISFLAYING PROPERLY GlL

BREATH ALCOHOL AGGURACY STANDARDS
(] -siMbATORSOTUTION %4 COMPRESSED ETHANOL-GAS MIXTURE

W stanoARD suppLIER _INTO METACS  LoT# A6 S1400S exp pare_5 /' 20/ 20177

L] mmnmmwrmwmw&wmww

CALIBRATION CHECK ~ {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run thres tests using a standard soluiion. All three fesis must be within +5% of the standard value and must have a spread of .005 or
“less, Check the box corresponding fo the standard solutlon belng used, (PRINTOUT ATTAGHER)
0.100% STANDARD - MUST READ BETWEEN 0.085% and 0,1058% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INGLUSIVE
0.040% STANDARD ~ MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TESTiw OO TEST2w IO TEST 3 w- 099

X} RFi DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

-0 M |(os-08) 1) Je ,(.10-.14) M/pf

{(OVER .19) NL/ A

{16-.19) N\/p,, .

REFUSALS N ) A%

List any new parls and describe any alteration or medification that was made fo restore the Instrument 1o operate satisfactorily and within
established limita (use other side if necessary).

ASY uvaiT chAme Mt wle PRNTER. MSC PRINTerR USeD,
SAMPLE VALJE CoNTROL. CAPACITDR (&epmcso Qéﬁﬂu%@
CAla&fT o VYERIFLED ik miiL.

INSPECTING OFFICED -

PRINTHAME |

Roegrfr’ (,inlsf(

TYPE Il PEAMIT NUMBEFLEXPlﬁATlC‘N DATE TELEPHONE HUMBER
25‘0171 04/03):1017 LLOSHZUS I

Return complaisd report to the! Broath Alcohol Program, MO Departrnont of Healih and Senlar Seivlces, Southeast Dislrlet Qlflce
2875 James Boulevard )
Poplar Bluff, MO 63901

MO 560-18581 (E-10) AN EQUAL GFPARTUMITY/AFFIRMATIVE AGTION EMPLOYER
¥vivicss providad on a rondidminaloy beifa

LaB-114



dayc


Feb. 2.2016 5:42PN

Customer Naime
Intoximeters, Inc.
2081 Cralg Road
Sl Lauls, Mo 63148

E);g. Date
20-May-2017

No. 2658 P, §

Airgas USA LLC (LAB)
3500 Bemard Strest

St Lotis, Mo. 63103
Ph: (314) 633-3100
Fax: {314) 633-7328

Certificate of Analysis

Test Date: 22-May-2015

Lot # AG514005

Cyl. Type Cotnponent Certified Concentration
108 Ethanof 0.100 + 2% BrAC (272 ppm)
Nitrogen Balance

Certiflcation Traceable to N.I.E‘;.T. RGM Ethanol Standards:

Serlal No.

EB0010581
EBO010570
EB001028S5
EB0010561
EB0010681

_ Analytical Method:

Coticentration Serial No. Concentration
391.8 ppm EB0010603 392.6 ppm
289,8 ppm EB0010669 258.9 ppm
209.0 ppm EB0010595 208.92 ppm
103.7 ppm EBG010562 104.9 ppm
52.22 ppm ' EB0O10579 §2.94 ppm

. NDIR

ngilal%s!gnad by Quaily Control

Dale;

Localea

16.05.25 10:32:46 -05:00

Regson: 1:}?3‘/ gas standaed cerfiflention of anslyela % 5
085 USA LLC {Lab) Ana[yst:

Rod Marsala

IS0 17026:2005 AZLA accredited. Certificate Numbes 2989,01
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AZ TV Serial not 188392 }
Usrsion riot 5870

TEST RECORD - REPRINT
TEST RECORD @915%

, ot
Tere  Date  Time 218L !

e RN i e e

Air Blank: j

Bi/28/t6 16355 ,6GOB
Celibrat{ont
28 G1/728716 16:55..106

Subdecl Name

CRUBREE

Subdect 1.7,

WeLsh ASoize

Ororstor Hame, 1.1,

Ko/ msc

ncat ior

e —— Y,

A8 IV Sarisl pot 168297
Version not  5a2R

TEST REGORD o8261

o/
Time 2181
pir B]ahk

1728716 1760 ,008
Lallbratlan Checks:
26 B1728716 17: B@ 899

)

Subdect Hame

TESY # %

Subdect 1.D.
WELH 2sp)z2

Orsrator Nama: 1.0,

Bsipfmee

Lotation

——_

———————

et I

Uersion not

AS IU Ser izl not 188262
597D
TEST RECORD 68199

8/
Temp  Dste Tipe 710L

e I tandantaa kT ULy AR VO —

Air Blank:
81728716 18157 .G60R

"Calibration Checks

26 BI/ZG/6 16157 108

———

SubJdect Hame

e ——— —— e

No. 2658 P

{

AS 1V Serial np! 168392
Vergioh ha: 597B

TEST RECORD BBzE0
.9
Time 2161

———ha P

Tepr  Dale

———ie A ———

fiti- Blank:

B1/26716 iht 58 . BED
Calibration Check:
25 81/29/16 16258 , 166

Subjedt Hame

§ ) . _JEBST %2
SubJdect 1.0 - J Subject 1.7,
welsh 250 %¢ WeLSH 25922
Oe2rator Nape, i.D. ‘ i Ueerator Hgma; 1.0,
_Yerp [msC YerpJmse
Location Locat {gn

]

|

Sub.dect Hﬁme

RS TU Pr1al no 1683352 ! S 1V Serial nb: 168307
Varsion ne: 5328 | Uarsion nod 5228

< TEST RECORD BEEQ2 j TEST RECORD 89263
Temr Date Time 2?g£ ! Teiw Date Tife 9?51
"""""""""""""""""" vorm: ket

Air Blapk:-

a1/28/216 17502 606
Subdect Test: Auto -
27 01/28/16 17162 .008

TEST - BLANK
Subrdect 1,0,

WELSY 25pyz2
Operator Name. I.D.
BP Jense,

Locat iak

12 81728716 17:63

Subjétt'Hame

TesT: RE)

Subdect 1.0,

Welsy XS0)22

Operator Hames 1.1,
PBsw/mec

Location

T ettt #mt i e




