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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 

~~{JV ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPOi:lT #7 

Complete this report in duplicate at !he time of the regular monthly preventative n1aintenance check, and whenever instrument Is repaired. 
Send copy to Department of Health and Senior Services; retain original In department file. 

ALCO SENSOR IV SN 
108392 

LOCATION OF INSTAUMENI (SlAt:ET At-.10 CITY) 

5490 5th Street, Cottleville, Missouri 63304 

PRINTER SN 

099.3586,814 
DATE OF INSPECTION 
07/19/2016 

'flME Of INSPECTION 

9:44 am 
cHJ;;cKLIST: Place a mark in the bo)( by each item if found lo be satisfactory or if operating within established lin1i!s. {Write in obseNed val­
ues where determined.) Unmarked Items mus\ be corrected betore using Instrument. 

lt:'.J DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 

0 TEMPERATURE OF ALCO SENSOR (10°C - 40°C) 

fa PRINTER WORKING PROP~RLY 

0 TIME AND DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

2J SIMULATOR SOLUTION 0 COMPRESSED ETHANOL-GAS MIXTURE 

0 STANDARD SUPPLIER Guth laboratories, INC LOT# 15120 EXP. DATE 04/29/2017 

fa SIMULATOR TEMPERATURE (34'C "0.2'C) __ 3_4_C_ SIMULATOR SN 502588 SIMULATOR EXP DATE 02/17/2017 

1!21 CALIBRATION CHECK- (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
Run lhree tests using a standard solution. All three \esls must be within "'5% of Iha standard value and mus! have a spre<>d ol .005 or 
less. Check the box corresponding to the standard solulion being used. (PRINTOU'f ATTACHED) 
fa 0.100% STANDARD - MUST READ BETWEEN 0.095% and O. 105% INCLUSIVE 
D 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE: 
0 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE 

TEST 1,.. .101 TEST2,.. ,102 TEST3.,. .103 

li2J RFI DETECTOR OPERATING 

lNDICA'fE 'fH~ NUMll~R 01' llREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUPI: SELF·ADMINISTl':RED TESTS) 

REFUSALS (0-.04) 0 (.OS-.09) 0 (, 10-. 14) 0 (, 1S-.19) 0 (OVER .19) 0 

List any new parts and describe any alteration or modltlcatlon that was made to restore the Instrument to operate satlsfactorlly and wilhin 
established limits (use other side if necessary), 

Changed Time. 

Nothing further. 

TElEPKONE NUMBER 

(636) 498-6464 

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Soulheast District Office 
2875 James Boulevard 

MO 580-1351 (6·10) 

Poplar 131utt, MO 63901 
~~A~ OW<.!f\Yl11fOY1.\ffJl\'-!AifVt;..o.CllO~ E!..!l'"l.OYifl 

Hhi:N f>'<rt\:1~4 01> a "q,J:.tcr>"'1f;llUJ' b.i{li 

dayc
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CE.RTIFICATE OF ANALYSIS 

Certified Alcohol Reference Solution for Simulator 

Random Samples of Lot Number 15120 of 

Alcohol Reference Solution for Simulator were analyzed by 

gas clu:omatography on May 4, 2015, using a Perkiu Ebner Oas Cluomatograph 

Autosystem XL SIN: 610N9030209, and found to contain 0.1209% (w/vol) 

ethyl alcohol. The expiration date for this lot 

number is April29,2017 at 11.:59 PM. 

When used in a calibfated Simulator, operating at 

34°C +!- .2°C, this solution will give a breath alcohol 

analysis instrument reading of 0.100 g/210L +/- 3%. 

The alcohol and water used in this solution were 

free of test interfering substances. 

N1ST Traceability: 

CZJo?~ 
Ted L. Pa:iey:;reSdePt 

GUTH LABORATORI,ES, INC. 

Testing was conducted using Cerillla11f Referen~e Standard lot number FN08051301 whose 
values are traoeable to NIST. 
All ba(ances are calibrated annually by an outside agency using NIST traceable woigbts. 
Calibration verlffoat/011 is done prior to each use utilizing NIST traceable weights. 
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STATE OF MISSOURI 
DEPARTMENT OF HEALTH AND SENIOR SERVICES 

BREATH ALCOHOL PROGRAM 

PERMIT 
TYPE JI 

JAMIE E SNODGRASS 

No. 3261 P. 5 

1s h6roby aultioril:ed to lnstrncl anrl oupervi~e oporalors, train Instructors, inspor.I, calibrate, perlorm lleld sarvlce and mpalrs, 
and opetale lhe lol!owing breath anal)'l'.er(s): 

ALCO~SENSOR IV WITH PRINTER 
for lhe dotennlnr.lion of Ille alcoholic r.onlenl ol l>lood from a sample of exp!tGo air. Porrnll lssuod under tflG provlotons of seollons 
577,020 throvgh 677.011, RSMo and 306.111 lhtough 300.110 RSMo. 

OATE -----3/25/:J.w;.;,__ ____ _ 

NUMBEfl 2500.61 

EXPIRES 3/2S/.:;,20wlw7 _____ _ 
.;t\.o.Jl \J wvl.JJJ, 

~-------01 R fi CTO nor. Offi"ArITl11@fTO~ HEA1.T11mo ft!t~toR ~13"FMCEll 
IJ\l}~ {1'«·10! 

01111.r~tor SNODGRASS, JAMIR 
Pe((!' It Na .200087 
D.:\le l!:~\lect S/l5/JJJf6 Paid ~xpfroo tl/2612017 


