
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT #7 

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repaired. 
Send copy to Department of Health and Senior Services; retain original in department file . 

ALCO SENSOR IV SN 

111333 

LOCATION OF INSTRUMENT (STREET AND CITY) 

PRINTER SN 

099.3586.616 

Troop F Headquarters, Shamrock Drive, Jefferson City, Missouri 

DATE OF INSPECTION 

06/15/2016 

TIME OF INSPECTION 

1 :19 pm 

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val
ues where determined.) Unmarked items must be corrected before usin instrument. 

Ill DIGITAL READOUT (ALL ELEMENTS OPERATIONAL) 

Ill TEMPERATURE OF ALCO SENSOR (10°C - 40°C) 

Ill PRINTER WORKING PROPERLY 

Ill TIME AND DATE DISPLAYING PROPERLY 

BREATH ALCOHOL ACCURACY STANDARDS 

Ill SIMULATOR SOLUTION 0 COMPRESSED ETHANOL-GAS MIXTURE 

Ill STANDARD SUPPLIER RepCo Marketing , Inc. LOT# 15001 EXP. DATE 05/20/2017 -------

IZJ SIMULATOR TEMPERATURE (34°C ± 0.2°C) 34 .00 SIMULATOR SN __ M_P_2_1_2_3_ SIMULATOR EXP DATE 04/28/2017 

Ill CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 
Run three tests using a standard solution . All three tests must be within ±5% of the standard value and must have a spread of .005 or 
less. Check the box corresponding to the standard solution being used. (PRINTOUT ATIACHED) 
IZJ 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE 
0 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE 
0 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE 

TEST 1 '<t .098 TEST 2 _. .098 TEST 3 _. .098 

D RFI DETECTOR OPERATING 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: 
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) 

REFUSALS 0 (0- .04) 0 (.05-.09) 2 (. 10-.14) 0 (. 15-.19) 0 (OVER .19) 0 

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within 
established limits (use other side if necessary). 

TYPE 11 PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER 

260207 05/03/2018 (573) 751-1000 

Return completed report to the: Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office 
2875 James Boulevard 
Poplar Bluff, MO 63901 

MO 580-1351 (6-10) AN EQUAL OPPORTUNITYIAFFlAMATIVE ACTION EMPLOYER 
services provided on a nond1scnminatory basis 

LAB-114 
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AS IU Serial no: 111333 
Version no: 532B 

TEST RtCOF<:Ii 

TeMP Date 

Afr Blanh: 

(11')€172 

Ti.Me 
9/ 

2tt21L 

06/15/16 13:22 .000 
C3l ibr at i on Check: 

22 06/ 15/ J. f;, 1:::::22 .1::198 

:=.:ub ..iect t-l.=ir·1e 

:'.=ub .ii::·c t_ I ri ' .. 
-d!t~t /!3 2---~·
~ '~~: · D· f/1/) 
Lu ...... ~~on ~ 
_I(Jap_LH~ 

r::1 .,, 
it• .. ~ 
U.1 ....... 
C.1 ..... 
:-;;-=: 
11.1 
3 
f(l ... 
" ..... . 
l;:;.1 . 

~ 

~ 

<="' 

~ 

(() ,-
er· 

('\) 
..... 
11) 
n , ...... 

1--1 

~ 
l::;t . 

I 

~~ k" 1[1 \_T' -, .;,,, , 
U.1 ~ f[r ,...... n 

;, V:1 ~: 
1:::.1 

(\J . 

~ 
,_, 

'=' . 

f l.I :- 1·1 

1+ ~:r 
'· ·'· ;=,::· <1.1 
f "1 ~ ~:J .. ,..+· 

(/\ --1-1 
'\- J '., . ;;,1 

l;::I 

~ ;t i . 

((I I ('~I :r:· 

~~ 
t··.) IJ,1 ..... 
t·.J r-1 ~. 

~ I 
...... 

13,s i::r i':'i) 1:7j 
i::r·. '"'i Cl" .._.. 

....... ., ... (J.I ~ •. _ tl• 
i-- •· , ............. :::; 

.. .,.. !'.JI"' ... t.JI ~-::· :;;· -.... (') ........ ,. 
i[i 1 

!--'· :::::: ·~ ( f' r ( r·, 

I 
1:-:1 

Y-"· :-:-.r 1'< .... 

(1) 11) \:1) 
•. n ,,. 

1· ...:1 ~~ h) 
I ...., ... u• ... .4. 

I 
. . 
cr.1 O:;) 
•.J) :::r.1 
o:i 15) 

fl) ·== I 

& i-~ ... •=1 I 
1··.) ....... I 

'~· t:::;t I •!• !:!:~· .... 
~., ~, .. , I 

.... :;ti I 
,._ .. .. Tj I ::: U I 1-t I 

ill ....... I . ::;. ~ .. .I' • I 
1t1 cr·1 I 

I 
..... ~ .. 
(1,) I 

I 
,, . I 
:: .. .:i I 
(. . .) I 

I 

I 

i 
I 

('°:I :r.:· I ..... ~ <:::. 
t·.) IJ I •J• I 11) •t• 1,,., 
, ....... •M•' -~ I :3 ..... 

f .... . I 'f,1 >--:! Vi l •M-f 

(~~;. er '.-:. t::r .. 1 tTi l-*· ·::: 
(1"·. ""'i 1:r 1-.t I (1') 1:1 
~ ..... U,1 ..... _ , JI I >-ii _, ((I 
1--•'- 11·• I•,..·::: I t::;:t •t• 
0:..1'1 ~··· Lil::•::·' I IJ.• A:! ;;; ;~. I ....... 1: 1 ....... " " I ...... t"r:I , .... t.::::; 1'-'- I o'[I •:J MU I.I) 
<_T ·, (1"1 I Cl .~ 

i:--:1 I ~.., ....... :-:r ,... .... t::I (..,i'l .:!i 
(1) If.I ( i.) I ·-~ (.1.:1 0 "" ,-l .. I ·J· r-.· • .... 
t .. ) ~·::' t·.) I ~~::: i:s:• tJ .. I 
1:::~· "" C:~t I o'[I .::;:i I•~·'· 

I t.:;:. 1 -~ . . ~ . .] l·~ .t-

CT,1 ($) I I"·) t,S) (.) 
'·J'.:I ::S:) I t--'- IJ) ( . ) 
((I 1:::;:1 I (S:I ....... ((1 

t;-< 

I ·-~ <.:: .. r:· 
I 1[1 tl) (.() 

I .. ::: -~ 

I "t;t o-J \fl t-t 

tr.I );-I• .::;:: 
I u:i C1 

I 1-~ :;. i:..1:1 
I I::~ l [o 

I U! :~o _, ..... 
I ,_. .. i:T:I () to .... 

I •t• 1:-J ... fJ.1 

I c1 .. ~ 
I ~ .. i::1 

1:::1 U1 -~ 
I .... ~ ,(1) Q 
l .~ . t .. ) "" 
I :::~ i::.:~1 tr.i 
I •t• ($) ....... 
I (,Si ...... 

-.. J ..... 
I t··.,) ...... ~.;:~ I I I•-'• IJ) 

I 1:~1 ....... (1) 

I t""' 

..... ~ ·::: ~I :· 
•1:0 1T.1 co :::: ..... 
1:1 >- 3 1/f , ...... 

l:'r:f l-"'• ·== 
(0 i:i .... ~ :5 ((! 

~.:;: I o'[o 
U.1 ~u ::;. -, . ...... ~rj () ...... 
1t1 r"'") "" IJ,1 !=• ...~ 

::~) 

t::f (.11 :::; 
H rJ.'.I O , ... ,. ; .. ) .. 
3 -·s:1 t:7.;f 
1t1 i::; ,1 

($ ,I ....... 
··.J 1 ...... 

'"·) _,.,,, 
(,1) 

~ ... IJ) ( 1.:i 
·::~:· ....... (,) 
J:-•1 



Sep 0815 07:11p Rapco MaO<~trng 
p:, 1 

RE?CO MARKETING ]NC. 

MANUF AC~R .AND SUPPLIER: RcpCo l\farketing, Inc. 
LOT NJJMBER; 15001 . . 
EXPIRATION DATE: Miy 20; l017 ·at 11 O.~lp,U).~ 

Rep.Co Marketingl> InQ. ~fies.the fQllovring: 

RepCo Marke&lg, Inc. matruf~ ~ ~· supp~ ~ot N~ber 

15001 of Alcohol C¢rtified SolutiOil fQr $lni~ Ran<tom ~of -sat~ lot 

number were analyzed by·an independent labor~Qiy UtiliZiitg: a SaS ¢hrotfiat-Ograpb 
and. found to contain . J.206 . gmsfdl +l~.003 gin$/4} Wt/vol ethanol (95°/& 

Confidence). 

The alcohol and distilled water used in 'the solution -wa-e found to be free of 

any interferring substance. 

This solution will produce a vapor alcoool val,µ~ of .,100 +/•3% .gms/2l0L 

Breath when heated to 34 Degrees Celsi~ +l:.{}.2 ~ees C~si~ ·fu. .a sitnulatot 

(95% Confidence). . 

The date of manufactµte for this lot m:iri.lber is · Mal' 21, 20::15 

The expiration date for this lot number is M.gy· 20, 2.011 at 

11:59p.m. 

This docwnent·is a true. repr ... · . ~:n of1h•~ CertificateofArudysis. 

°'41.fl it ~ Q:..~d.J:a. --

Form R..'\.t 02 

Cecil B. Gamer~ Pr~sit!ent 
RepCo Mark-, InC~ 


