RECEIVED |
By Carol Day at 9:59 am, Mar 01, 2016

Y, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
. BREATH ALCOHOL PROGRANM

INTOX EC/IR II MAINTENANCE REPORT REPORT ¥3

Complete this report at the time of the regular monthly preventive maintenance check (not Lo exceed 35
Complete this report whenever the instrument is serviced or repaired and whenever it is placed

days} .

inZ; service., Retain the orlginal and sond a copy within 15 days to the Breath Alcohol Program, DHSS.
INTOX EC/IR I 8N NARHE OF AGERCY DATE OF INSPECTION

12681 SLMPD 02/29/201¢6

LOCATION OF INSTRUMENT (STREET AND CLTY) TINE OF INGPECTION

1915 QLIVE ST LOUIS 13:35 CST

CHECKLISYTr Place a mark in the box by each item If found to be satisfactory or is operating within
established limits. (Write in cbserved values where determined}, Unmarked items must be corrected
bafore using instrument,

DIAGNOSTIC RECORD

BLANK CHECK [X]co2 CHECK
EFC 1 TEMP [RfFrow cazck

SRC TEMP _EFCB CHECK

DET TEMP ‘ [X]CRE COMP CHECK

BT TEMP @CRC CAl CHECK

STD 2 TEMP [XJPRINT TEST

EE’I‘}! CHECK
BREATH ANALYZER ACCURACY STANDARDS

:]SIMULATOR SOLUTION EHCOMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER INTOXIMETERS LOPH#  AG531302 EXP. DATE 11/0%/2017
BIMULATCR 8/N SIMULATOR EXP DATE

[:]SIMULATOR TEMP (34°C +0,2°C}

EHCQLIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT}
Run three tests using a standard solution. All three tests must be within +5% of the standard value
and must have a spread of .005 or less. Mark the box corresponding ko the standard solution being
used. (PRINTOUT ATTACHED)
0,10% STANDARD - MUST READ BETWHEEN 0.095% AND 0.105% INCLUSIVE
0.08% STANDARD - MUST READ BETWEEN C.076% AND 0.084% INCLUSIVE
0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.,042% INCLUSIVE

TEST 1 ¥ 0.080 g/210L l TEST 2 * 0,080 g/210L | TEST 3 * 0.080 g/210L
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT,

REFUSALS 0 0-.04 0 05-.08 1 l.lo-.m 2 .15-.18 0 |OVER .13 0
TIST SHY NEW PARTS AND DESCRIBE ANY ALTERATION OR STORT THE INSTRUMERT 10 CPERATE

SATISFACTORILY AND WITHIN ESTAPLISHER LIMITS (USE OTHER SIDE IF NECESSARY) .

INSPECTING OF[‘ICER

- Sl Y - i 2} \' .-|' . A MK N )
ST CHRISTIAN, SCOTT
‘494 LR B BEPITATION TATE TELEFICHE HOUEER
250291 i 12/02/201%7 (314 ) 444-5345

RETURN COMPLETED REPORT TQ THE:
Breath Alcohol Program, Missourli Department of Health and Senlor Services,

Southeast District Office, 2875 James Blvd, Poplar BLluff, MO £3901

AN EQUAL QPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB 163
services previded on a nondiscriminatory baais

M0 580-2823



Alegas USA LLC (LAB])
3500 Bernard Strest

St. Louls, Mo. 63103
Ph: (314) 633-3100
Fax: {314) 633-7328

Certificate of Analysis

Customer Name Test Date:  10-Nov-2015
Exclusive Supplfer

Intoximeters, Inc,
2081 Craig Road
St Louls, Mo 63148

Lot # AG531302 Mode] 108cacd

Exp, Date Cyl. 8 Component Cortified Concentratlon
9-Nov-2017 108 Ethanol 0.080 + 0.002 BrAC (218 ppm)
Nitrogen Balance

Certlfication Traceahie to N.LS.T. RGIM Ethano! Standards:

Serlai No, GConcentration Serial No, Concenfration
EB0010581 391.8 ppm EB0010603 392,56 ppm
EB0010570 258.8 ppm EB0010658 258.9 ppm
EB0010285 208.0 ppm EB0010595 208.9 ppm
EBQO10561 103.7 ppm EB0010562 104.9 ppm
EB0010681 52.22 ppm . EB00108679 52,94 ppm

Analytical Method: ~~ NDIR 7 7

Digitahy slaned by Gualily Centrl
Data: 2015.11.10 09:4 %23 -06,00
Reason: DF{ gas standard cerlficaticn of analys!s

Location: Alrgas USALLC (Lab) % :
Analyst; / éé zé’

Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01

Paus 1 of 1
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