
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 
BREATH ALCOHOL PROGRAM 

INTOX EC/IR II MAINTENANCE REPORT 
complete this report at t e time of the regular monthly preventive maintenance check (not to exceed 35 
days) . Complete this report whenever the instrument is serviced or repaired and whenever it is placed 
into service. Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS. 
INTOX BC/IR II SN NAMB OF AGE:NCY DATB OF INSPECTION 

12821 
LOCATION OF INSTRUMENT (STRBBT AND CITY) 

7001 E 163rd St Belton 

Belton Police Department 05/01/2016 
TIME OF INSPECTION 

18:53 CDT 
CHECKLIST: p ace a mark in the box by each item if found to be satisfactory or is operating within 
established limits. (Write in observed values wher e determined). Unmarked items must be corrected 
before using instrument. 

[!)DIAGNOSTIC RECORD 

[!)BLANK CHECK (!IC02 CHECK 

(!IFC 1 TEMP [!)FLOW CHECK 

(!ISRC TEMP (!IFCB CHECK 

l!)DET TEMP [!)CRC COMP CHECK 

l!)BT TEMP [!)CRC CAL CHECK 
[!)STD 2 TEMP I!) PRINT TEST 

l!)ETH CHECK 

BREATH ANALYZER ACCURACY STANDARDS 

O SIMULATOR SOLUTION l!)COMPRESSED ETHANOL-GAS MIXTURE 

(!ISTANDARD SUPPLIER Intoximeters LOT# AG4232201 EXP . DATE 08 20 2016 

SIMULATOR S/ N SIMULATOR EXP DATE 

l!JCALIBRATION CHECK - (ONLY ONE STANDARD rs TO BE USED PBR MAI:NTENANCE REPORT) 

RBPORT #3 

Run three tests using a standard solution . All three tests must be within +5% of the standard value 
and must have a spread of . 005 or l e s s . Mark the box corresponding to the standard solution being 
used . (PRINTOUT ATTACHED) 

~
0 . 10% STANDARD - MUST READ BETWEEN 0 . 09 5% AND 0 . 105% INCLUSIVE 
0 . 08% STANDARD - MUST READ BETWEEN 0 . 076% AND 0 . 084% INCLUSIVE 
0 . 04% STANDARD - MUST READ BETWEEN 0 .038 % AND 0 . 042% INCLUSIVE 

TEST 1 ~'• 0 . 102 g/210L TEST 2 " 0 . 101 g/21 0L TEST 3 ,~, 0 . 101 g/2 1 0 L 

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT : 

SATISFACTORILY AND WITHIN ESTABLISHED LIMITS (USE OTHER SIDE IF NBCBSSARY) . 

Passed 

RETURN COMPLETED REPORT TO THE: 
Breath Alcohol Program, Missouri Department of Health and Sen ior Serv ices, 
southeas t District Office , 2875 James Blvd, Poplar Bluff , MO 63901 

MO 580-2899 AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLO'/BR 
services provided on a nondiscriminatory basis 
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STATE OF MISS.OUR! 
DEPARTM ENT OF HEALTH AND SENIOR SERVICES 

BREATH ALCOHOL PROG'RAM 

PE.RM IT 
TYPE II 

MICHAEL J DA VIS 
is hereby authorized to instruct and supervise operators, train instructors, inspect, calibrate, perform f ield -service and repairs, 
and operate the following breath analyzer(s): 

INTOX EC/IR II, INTOXIL YZER 5000 
for the determinatioh of the alcoholic content of blood from. a sample of expired air. Permit issued under the provisions of sections 
577.020 through 577.041 , RSMo and 30.6.111 througl:l 306.119 RSMo. 

NUMBER _2_40~3~1._.,Q _ _ ___ _ _ _ 

EXPIRES 7 /301201 6 

MO 580-0771 (6·10) 

Airgas. 
-USAW:(UB} $$(11)-
ai...a.w..mos 
""'(31') 6'3-3100 
Fax:(31'}033-712fl 

Certificate of Analysis 

eu:ttomtr Nam! -lno. 2081Cl'Olg-
St. i.-. Mo 83148 

Lot# AG423201 

~ n-.c...blo 1.0 N.LS.T. RGM Elhonoa S-: 

isl:!il..lla. 
EB00111$11 
EB0010STII 
EB00102S5 
E80010M1 Ell001-• 

Cooqwrtratlon 
3'1.8ppm 
~ •• ppm 

209.0ppm 
10'3..7ppm 
S2..22:ppm 

An;rbctfsel yttbod· NDIR 

~ 
EB0010603 
EB0010S&O 
EB00105ll5 
EB0010~ 
EB001057V 

IlllJ2llal -·. 

C!!!l!1!d Cone!n1Tlon 
0.100 ~~ llcAC (272 pPn) 
Sal3noo 

~ 
39%.5 ppm 
ZSUppm 
208.9 ppm 
104.11. ppnl 
~ppm 

ISO 17025:2005 AZLA accn>dltod. Ccr1/flcoto Number 2989.01 

P1ge 1 all 

DIRECTOR OF STATE PUBLIC HEALTH LABORATORY 

DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVICES 

lAB-4 (R6·10) 


