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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
STATE PUBL!C HEALTH LABORATORY 
EREATH ALCOHOL PROGRAM 

INTOX EC/IR II MAINTENANCE REPORT 
Complete this report at t:. e tin1e o the regu ar month y prevent ve ma1ntenance cheo uot to exceed 5 
days) . Complet~ this report whenever the instrument is serviced at' repaired and \1/'heuev'er it is pla(;!sd 
into Bervice. ·.Retain the original and send a c~py within J.5 days to the Breath Alcohol Program, DHS.S. · 
Ill'tOY. EC IR Ir SH NAME OF M6liCi' PATE 0~ INSPECT ION 

05/0S/2016 12825 ,MARYLAND HEIGll'l'S POLtCE 
LOCATI021 Of' INSTRUMENT {STk.SET 1~ CI'r'tJ 

11911 DORSETT RD. M11RYL1\ND HEIGHTS 
TIME OF IN.8PECT!OH 

04:40 CDT 
CHECKLIST1 ~ ace a ma~ in the ox Dy eac item· 1f ound to be aat:. sfactory or 18 cperat 1 ng within 
established limits. (Write in observed values t..11.ere deteJ:mined}, unmarked ~terns muat be coxrected 
before using instrument. 

BLANK·CHEC)( 
FC 1 TEMP 

S C TEMP 

DET TEMP 

BT TEMP 

STD 2 Tl<MP 

ETH C!iECK 

BREATH ANALYZER ACCURACY STANDARDS 
SIMULATOR SOL{)TION 

GUTH LABORATORIES 

SIMULATOR TEMP (34°C !0 .2°C) 

34•c +/- ·.2° 

C02 CHECK 
FLON CHECK 
FCJ;J CHECK 
CRC COMP C!iECK 

CRC CAL CHECK 

PRINT TEST 

COMPRESSED ET)lA\'!OL•GAS MIXTURE 

15050 EXP. DTE 03 09 2017 

5Il11JLATOR SIU 

DR3H2 

SIMULATOR EXP DATE 

10/.13/2016 

(!!CALIBRATION CHECK - ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) 

REPORT fl. 

Rtm three tests using a standard solucion. All three tests must be within +5% of the standa~d value--
-- __ and mu.at-have a spread of--.oos-or- less. Mark the·-15ox·--corre.spondi:ng to the--Sta;dard solution being 

used. (PRINTOUT ATTACHED) 

§0.10% STANDARD - l'WST REl\D BETWEEN 0,095% AND 0.105% INCLUSIVE. 
0.08% STl\NDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE 
D.04% STANDARD - MUST READ BETNEEN 0.038% AND 0.042% !NCLUSIVE 

TEST 1 '" 0. 097 g/210L TEST 2 ~- 0.09? g/210L TEST J ,,,. O. 090 g/2:1.0L 

lNDIC4TE TH! Nt!MBER OF B~EATH TESTS IN THE FOLLOwtNQ RANGES SINC~ TliE LABT MAINTENANCE REFORT1 

0 . 05 •. 0 9 0 .10· .1.1 1 .15-.19 3 OVER .19 

SATISPhCTORILY A.t1J) WITH?N BSTABLLSXED LIM~~S {USE OTHER SIPS IF NBC$5SARY). 

UNIT AND BIMULl\TOR MEET DliSS BPECIFICA.TIONS, JRS 24 

( 314 ) 298-8.700 

RETURN COMPLETED REPORT TO THE: 
Breath iucohol Program, Missouri Department of Health and senior Services, 
Southeast District Office, 2875 James Blvd, Poplar Bluff, MO 63901 

M EQ'J1U.. Ol'l?OR'IUNI'l'Y/AFFIRMh'L'I:VE JiCT·:!C!·f E{1PLO'IER 
.i;ervicee: pro\•,id.a6- on :l ncndie:criroi.natory b;;i.s;is 

2 

IAB 163 

dayc



02/25/2013 11:48 3142989217 MARYLAND HEIGHTS PD PAGE 03/04 

@ . 
' . 

GUTH LAJ30AA TORIES,, INC .. 
690 NORTH $10J.$'1'REET •• HA~filSBURG>, PAili1H511 •· TE~'EPHONE: 717~S4~0 

CERTIFICATE OF ANALYSI~ 

Certified A!Jlohol Reference Soluti:on for Simulator 

Random Samples· of Lot .Number lSOSO of 

A!co]\Ol Reference Solution for Simulator were analyzed by 

gas chromatography .on 'Mar~b H, 2015, using a Perkin Elmer Gas 

Chromat()graph Autosystem XL SIN.:. 61 ON9030209, and found to coAtaJJJ. 

0.1218% (w/vol) etliyl. alcohol. The expiration date. for this lot 

number is March 9, 2017 at 11 :59. PM. 

When used in a caHbrnted Simulator, operating. at 

34°C +/- .2~C, this solution will give a breath alcohol 

analysis instrument reading of O.lOO g/219L +/- 3%. 

The alcohol and water ·u.sed in this solt1tion. wer.e 

free of test in tetf'edng s ubstanc.es. 

qJ'~ 
Ted L. Pauley, 'P;i:~.sidept . 

GUTH LABORATORIES, !Ne. ·!:!' 

·-~· 

NIST Trac.eabflity: . 
Tes/Ing was conducted· using Cerillfrlllt Reference Standard lot· 11.11mbe" FNQ80SJ301 whose 
values arB traceable lo NIST. 
Ait balan,ces are .c.alibrated airnual.IY, by an outside agency u.sl11g NIST tra.c.eable weig/!ts. 
Ca/ibrdlion v.i'ificatlon is do11e prio~ to "'ach use uii/izf>1g NIST lr{1Ceab/e we lg/its·. 

---------------
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1'-'ERMIT 
TYPE II 

JAMES R SCHNURR 
is hereby au.thorized :to.·'lnstruct. and suparvlsa operaiors._ lrain. instructor.s, in~pecl\ cal'lbrate,.iparfo[m tleld ·sewfea,.and repair~; 
an<;! Qperalf! !hf? f9ll9wlnJJ. bri;is:th:analyzer.(~)~' . 

lNTOX EC/IR II 
forthe d(ltlirlninatkni Ol lhi'J,alPoholie-Oontent of.blood frbm,a'•.Sah1p!li·Of:i!Xpi(e.d'ii.ih PEir'ffiillssuect Qlidi9rttte i'>rl.lVisloh!!.dfllQ(Jlj(jiiS 
s77.i>'20 thr.ou9.· n S:Tr..G<H, l=lSMo anif 3i>'6 . .11i mtougl1306.n!l HSrvt6. · · . . 

--·-----="' 
.DATE _ _,,_2,_./2.,.S,,/2"'0"'-16,,___~---~ l,,u.. IA--~:.. -
NUMl31lR ""26,,,0,_,J..,.1,,8 _______ _ 

E)(F!IB_E~ 2/25/2018 
DlRECTQR"IOF'DEPARTMBH:IOF:HiiAJ;W Af.J!)·S•NIDRJSERVlitES 

,1.NM:1~q,lQl; 

DEPARTMliITT OF HEAL 1H Af'D 6ENIOR 6ERVICl!S 

•

""i-1 STATE OF MISSOURI 

DREATI( ALCOHOL PROGRAM · 

INSTRUMENT OPERA TOR CARO 
Th9 fl~m'id CS!dho!der Is sutllMzsd f(J op?Jml~ ar> 9v'~f1/Jaf Pf8sfh SfC<lhot 
fnst1umam f01ths d6f~mir>Jli'on ofth9 akoho!tc colltsnl h1bn:lsth1o<m o/ 9¥,pfrorl al 

Operator SCHNURR. JAMES 
Permit No 260118 
Date lsaued 2/2512016 Date Explr'~t 21261201S 


