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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 
BREATH ALCOHOL PROGRAM 

INTOX EC/IR II MAINTENl\NCE REPORT 
Comp ete this report. at the t:i.roe of t:he regular rnont '[ prevent ve mainr.enance check not to e::i::cee 35 

. days). Complete thi.e report whenever the instXUfilent ia serviced or 1:epaired ape\ whenever it ia placed 
into service, Retain the original and send a copy within l5 days to the Breath A~cohol Progi;-am, DHBS. 
IN'l'OX. '$C/IR II B.N NAMl!: OP AGENCY D.h.T~ OF INSPECL'IOO 

12825 MARYLAND HEJ.GHTS POLICE 05/30/2016 
LOCATIOU OE' J:NSTRUNE:NT (S~RtET AND CIT'l) 

11911 DORSETT RD, MARYLAND HEIGHTS 
1:tME OF IN8~.BC'rl0tf 

13:29 CDT 
CHECKLIST1 ?lace a mark iu t e box hy eac item if fou.u to be satis actory or s operating w t in 

establi~hed limits, (WrLte in observed values whe~e determined). tt.nmarked ite.m~ must be coirected 
before U6ing instrument. 

DIAGNOSTIC RECORD 
BLANK CHECK co2 CHECK 

FLOW.CHECK 

CHEC:K 

CRC CAL CHECK 

TEMP PRI1'1T TEST 
!ITH CHECK 

BREATH ANALYZER ACCUl\ACY STANDARDS 
SIMULl\TOR SOLUTION COMPRESSED ETHANOL-GAS MIXTURE 

STANDARD SUPPLIER GUTH LABORATORIES LOT# 15050 EXP. DATE 03 09 2017 

SIMULl\TOR TEMP 34 •c ;!:O' 2 •c) SIHULATOR S/N SIMULATOR EXP DA.TE 

DR3412 10/13/2016 

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USRP PER MAINTENANCE RSPORT) 

·Rt:r?ORT #3 

Run three tests using a standard solution. All three tests must be 
and must--have a spre.ad of .005 or-less.-- Mark: the box corresponding 

within +st of the standard value 
to the Standard solution being_. ______ _ 

used. (PRINTOUT ATTACHED) 

~
0.10% STANDARD - MUST READ BETWEEN 0,095% AND 
0. 08% STANDARD - MUST READ BETWEEN 0. 076% AND 
0,04% STANDARD - MUST READ BETWEEN 0.038% AND 

0.105% 
0' 094'< 
0. 0421' 

TEST 1 " 0. 097 g/210L TEST 2 .,. 0. 098 g/210L 

INCI,USIVE 
INCLUSIVE 

INCLUSIVE 

TEST 3 ,,. 0 ,098 g/210L 

INDICATS TH! NUMB!R OF BREATH TEBT8 IN THE FOLLOWING RANGES SINCE TH.l!: lJ\ST MAINT~NANCE REPORT: 

50 1 OVER .19 

A >J l • A 

SATISF1>.C'I'OR1L\' Ah.-0 WITHIJ" ~Tll».l.>ISH.6P Llt>IIT.5 (USE OTHER SIDE IF NECESS!~'i) . 

UNIT & SIMULATOR MEET SHSS SPECJ:HCATIONS, JRS24 

( 3:l4 ) 298-8700 

RETURN COMPLETED RgPORT TO THE: 
Breath Alcohol.Program, Missouri Department of Health and Senior Services, 
southeast District Office, 2875 James Blvd, Poplar Bluff, MO 63901 

.f>N EQUA.L OPPOR'rllt\l:TY /AFF!Rla'l'l\IB AC'J.'!OU £Ml?L0'.!E~ 
.services provided on a nondiscrit1linato1'y ba.21s 

2 

LhB 163 

dayc
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GUTH LAB().RA;r'ORIE:S.,. INC ... 
5'0 HOR1}1 lrrtli S.TRt:ET •• HARRISBURG;'PA 171H:4Sf1 • TELEPl;!ONE:717,Mi.1i470 

CERTIFICATE OF ANALYSIS 

Certified Al.cohol Refeumoe· Solution for Simulator 

Random Samples oJ Lo.t Nuln.be.r 15050 of 

Alcohol Reference ·Solution for .Simulator were a1Htlyzed by 

gas .chromat!>graphy on Mar<;h 11, 2015, using a Perkin. Elmer Gas 

Chromatograph Autosystem XL SIN: 6.1 ON9030209, and folll).d .to coptain 

0.1Z18% (w/vol) ethyl alcohol. The expiratjon date for this .lot 

number is March 9,.2017 at 11 ;59 PM. 

When used in .a caHbr.ated simulator, operating at 

34°C +/- .2°C, this solution will give a breA-th ·alcohol 

analysis instrument .reading qf 0.100 g/2JOL +/- 3% . 

. The alcoh·ol and wa,ter ·nsed in this solution were 

free of test 1nterfedng substan.ces, 

CZ"~~~ 
Ted L. Pauley, PresidenJ 

GUTB LABQRAJORIES, INC. 

NIST Traceability: 
Testing was c.onducted using: Cerillia!lt R.•fere>ice Standard lot numker l!Nf)SQSJ:WJ whose 

·values are traceable .to NlS.1'. 
Ail balanc•• are calibrated annually by mt outside· age1.1cy u~fnl\' NIST traceable weight,;. 
Cahbtatio>t verifi~atio11 is done prior to ea.ch use uli/tdng NIST'tracedble welg/.ri~. 

-------··--------------
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STATS OP Ml$'$0U.A'l! 
bE:f1f.;RlMENt10F Ht:A:LTH ti.Nb: :S'ENl(}R$.ERViGBS' · 

BRbA:r'H ALCOHOL PF\d:GRAM) 

P.E:R:MlT· 
TVPE II 

JAMES R SCHNURR 

PAGE 03/04 

is her13by autf:uiirized lt~.'lnstruct. and supa!Vlse. operators, frail'.! Instructors, ln~PQci, callbrate,;parform·tield ·ser:vfce .. ariP. r;e~air~; 
am;J OJ3(lrat(l tha l9ltqwm;g·bn')S:lh·analyze.r(~}:• · . 

NUMB.BR ,,,.2_....6Q!!.lulUJ8L--------­

EX,RlfiJE$ Zl2512Ql8 

INTOX: EC/IR II 

DI RECTOR-Of"])EPIXRTM EJ\lr:o~; H<lAlTH AOJ D s•NJc)R:ScR'll~Es 
·.~®:e1:1'1.0itQr: 

• 

STATE OF MISSOURI . 
DiPAATMENT OF H!!.AL TH ,\HI) SENIOR SERVICES 
BReATij ALCOHOl- PA.OGMPA . 

INSTRUMENT OPERA TOR CARD 
Tho named rxmJhQ/dtJ.r }~ ilA/Jorl...~d to operata &fl e'l1d&nt/91 ~f8llfh ~I _ 
fntlnJmSlll for the dBUrmlnaffoo offha elMho!lG C1111f61)J UI bre4lh form -0( ryp}r9d BJ 

/11 Mlse.oorl, 

1111~~,1~rmru~t%Wi~-11~1 
Operator SCHNURR, JAMi=S 
Pormlt No 260116 
oa'O Joouod 212612016 oat'I). EXpltaa: 212512018 


