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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 
BREATH JU.COHOL PROGRAM 

CORRECTED COPY 
•• .,...,\,~~,;!fi"-' 

. INTOX EC/IR II MAINTENANCE REPORT 
Co~plete tb s report at the ti.r\le Of the regular mont ly preventive m~ tenance c eek not to exceed 35 
days)· Complete thi.s report whenever the instruroent is aet"Viced o.r repaired aud wheneve,;o it is pJ.a.oed 
J.nto service. Retain the original and send a copy within 15 d.ay.G to the ax-en.th Alcohol Program, DHBS. 
IHTOX EC/IR II SN Wl!iE OF A0Btr¢Y DA'l."B OF INS!?EC'l'J:ON 

l.2825 MARYLAND HEIGHTS POLICE 05/:>0/2016 
LOCA'J:'ION OF INSTRUt.JtruT (STRE'E';r' mm CIT\'} 

11911 DO&SETT RD. MARYLAND BEIGllTS 
Til-:E 0}' INSP,ECTION 

13:29 CDT 
CHBCKLIS'l': Place a max:Jt in ::i.tem if OUXl.d to be 61'1.tisfactory or 1a operating wit n 
established limits. (Write in observed values where determined) . Unmarked items rnuat be corrected 
before using instrwnent. 

DIAGNOSTiC RECORD 

BLANK CHECK co2 CHECK 

FLOl1 . CHECK 

FCB CHECK 

CRC COHP CHECK 

CRC CAL CHECK 

PRINT TEST 

COMPRESSED 

GUTH LABORATORIES LOT~ 150~0 BXP. DATE 03 09 2017 

34•c+/- .2° 

!]]CALIBRATION CHECK 

SI!IDLATOR S/N 

DR3412 

SIMUWl.TOR EXP DATE 

10/13/2016 

(ONLY ONE STANDARD IS TO BB USJ:I> PER MAINTENANCE REPORT) 

Run t.hree te'sts using a standard solution. All three: t~sta must be within t-5% of the stand9.:t:"d value 
and m~~t have a spread 0£-0005 or less. Maxk the box corre$ponding to the ;tandard solution b~ing 
used. (PRINTOUT ATTACH~D) 

§
0.10% STANDARD - MUST READ BETWEEN 0. 095% AND 0 .105% INCLVSIVE 
0. 00% STANDARD - MUST READ BETl1EEN 0. 076% AND 0. 084% INCLUSIVE 
Q.0~% STANDARD - MUST READ BETWEEN 0.0~8% AND 0.012% INCLUSIVE 

TEST l ·'' 0.097 g/210L TEST 2 ,,,. 0. 098 g/210L TEST 3 '·'· 0.096 g/210L 

INDICATE THE llUMl>ER OF BREATH TESTS nf TSE FOLLOWING RANGES SINCE THE LAST MAINTBNANCE REPORT, 

50 .05-.09 0 .10-.14 1 .15-.19 l OVER .19 

I l •'1 

SA,T:t.SFAC'l'OJU:tiX M'D NITHIH ESTABLISHED LIMI'l'B (V$E: OJ'f:ltR SIDE If' NECESSARY). 

2>//66 
VNIT & SIIIDLATOR MEET A~ SPIWIFICATIONS' 

a?# . 
JRS24 

( 314 ) 298-6700 

RETURN COMPLETED REPORT TO THE: 
Breath Alcohol.Program, Missouri Devartment of Health and Senior Services, 
southeast District Office, 2$75 James Blvd, PovJ.ar Bluff, MO 63901 

MO 590-2BSl9 Al~ EQUJ>.L OPPORTUNITY/11.FFIRMATI\'E ACTION ~PLO'f£R 
servicea {>:rov.ided on a nondiecr.ir11inatory basis 

2 

dayc
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GUTH LABORA:r'ORIES,. lN:c .. 
690 NORTH 671ll STREET •• HARRISBURGr~A 17tu: 4511 •. T•LEP~ONc: 717~70 

CER'J.'IFIC-4..TE OF ANALY$IS 

Certified AJ.coh.ol Reference· so.lutlon for simulator 

Random Samples of L-0t .Number 15050 of 

Alcohol Reference Solution for Sirn.ulator were analyzed by 

gas .chromatography on March 11, 2015, usii.J.g a Perkin. Elmer GM 

Chromatograph Autosystem XL S/N: 610N9030209, and fouo.4 to cop.rain 

O.U18% (w/vol) ethyl alcohol. The ~pirntion date. for this lot 

number is Ma~ch 9, 2017 at 11 :59 PM. 

When us.ed in a .calibrated Sirnula:tor·, operating. at 

J4°C +/, .2 °C, this solution will give a breath ·alcohol 

analysb instrument .reading qf.0.100 ,g/210L +/- 3% .. 

. The alcoh'ol a:nd wa.ter used in this solution were 

free of test 'interfering ·sub~tani;:e.s, 

CZ:c/a~ 
Ted L. Pauley, Pr~i;.id·ent 

GUT.H LABORATORIES, INC. 

NIST Traceability.; 
T•stlng m» aonducted using, Cer//Uaµt f!,pferenc.e Standard lot nu11ik.e•' FNQ8051301 who,c 

·values are tracea/.J/e to NIST. 
A.II balances. are calibrated a1111ually by an. outside· age11cy us'lng NIS.T f:taaeab/.e weights. 
Ctilflilailon verific_ati-on is dOne prior. to each use utiliz'in,g NIST trPce.dble wa.;g_ht.s-. 

--------····------------------
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S:TATlE Or rvrtSSOUiFtfi 
bg?ARTM~Nt 10F: HEAlfH AN'D $ENib.tl $EF!&ii(:;)B$;: · 

.BREATH ALCOHOL ~Fi'b0(3RAM1 

P'E.RM11· 
iVPE II 

JAMES R SCHNURR 

PAGE 03/04 
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Is hereby autl'\sriz.ed J.o,·i11slr.u.ot a~d SUf'BNlse oi:iaraiors, Jral1:1 imitruc.tors, iflljpect1 calibr~te; ,parform·fiBld ser:vfca. •. and: repafr~1 
llm;l .o-paratl(l lh1;1 lo/l~wit1:t;i:br~ath:analy.z~r(~):: · . 

INTOX EC/IR II 
ton he. i:letermJnatio11 of!11eoaloohblii:.:Cbflt~ot or: bloOCJ ftbfil ,!( ·sample·rJf,l:l~pltert am Pa"t'mil lssuail til'idtir.Ute:ptovrs.1oiils.6tseiltieM. 
s77.(}f'.O thtoligl:\ !fi'·7.'.tilll\ F\Slvfo ilna atm.~Jn l)jrougfi 3tie.rtB ns~o" 

. --·---~ 

~ i.-_..~·;:__ 
O#l:E' __ 2!~2..,5/,..2"'01=6~-----

NUMBHF\ =26~0~1~1~8-------~ 

Et:JJIRE-1.3 Z/25/2018 

STATE OF MISSOURI 

OIREGTOA"OF'ogP.ARTMENT:OFiHEALrn ANO SE1i11omsEA\rlGES 
,.l.A.9:1:-i>'l,Q;l,Ql~ 

D~AA.TMENT OF Hlli'l'H AND SiiNIOR SERVICES 
BREATH ALCOHOL PROGRAM . 

INSTRUMENT OPERATOR CARO 
Tho nam'd 011rr/WJkkr /$ Q1Jl/iqf119d W "Pi>lili sn e'lklwflaJ preslll tlk<lflol 
Jnnn.imqnl for !hi di>t&rmklsf!on otthe slooh<Joc oonrsru N'I bnMlhftKm "' ':tpkod, 

" ..... ~1111~~1~~~~~r~~~~~m11~1 
Opo!"At<>I' SCHl~VRR, JMJES 
Permit No 260118 
ooi.1 .. uod 212$/2016 Doto El<plro1 212612018 


