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MISSOURI DEPARTMENT O~ HEALTH AND SENIOR SERVICES 
STATE PUBLIC HEALTH LABORATORY 
BREATH ALCOHOL PROGl<AM 

INTOX EC/IR II MAINTENANCE REPORT 
complldte th.ie report at tlle t1me ot the regula:c monthly preventivi:t maintenance check (not to exceed 35 
duys), Complete this report whetu~v~r the inet:cumt!!:nt ia serviced or r('tpaired and whenever it ia placed 
into tJarvice. Recain the original .::.i.nct. send a copy within 15 days to the Br~~th Alcohol J?:i:.·091·,;un, OHS$. 
ntTCX .e:C7IR II SN I NAM~ Oil' AGENCY OA'tf: 0~ l"NBPECTION 

12639 Lake Lotaw9'na Police Dep 04/lS/2016 
LOC::.11.'tION' OF INSTRUMENT O:ITREET AND CI'I•Y) TIME 01'' '.l'.HS"ECTION 

100 Lake Lot;;iwana Dr Lake Lotawana 10!29 CDT 
CHBCKLl9T: Place a ma.-k l.n the box by each item if found to be :=1atiafactary or is operating Witl\10. 
eetabli~hed limice. {Write in observed Y.'.:t'.Luaa where de:ti&~1lli(lt::d) , Unmarked iteme n1us.t bc:i corrected 
before U9ing instrument. 

fll DIAGNOSTIC RECOl\D 
1 BLANK CHECK ~ C02 CHECK 

} FC 1 TEMP x FLOW CHECK , SRC TEMP ]( FCB CHECK 
(!JDET TEMP (!ICRC COMP CHECK 
(!IB1' 'fEMP (!ICRC CAL CHECK 
l'XIS'rD 2 TEMP l!)P~INT TE$T 
l'XIETH CHECK 

BREATH ANALYZER ACCURACY STl\NlJARDS 
XJSIMULATOR SOLUTION I lCOMl'Rl<:SSED ETHANOL-GAS MIXTURE 

l"JI S'rANDARD SUPPL'.rnR GUTH LDTij 15220 EXP. DATE 09/29/2017 
~ SIMULATOR 'l'EMP (:i1°c "0.2°C) S!l11JLATOR SIN SlMULJ\'l'OR EXP DATE 
34'C <-I - .~a dr6933 01/21/2017 

[29CALIBRATION CHECK - (ONLJ< ONE STJ\lrol\RD IS TO llS 'C1SBD PER MAINT~NANCE REPORT) 

... 

Run three tests using a standard soluEion. All thrc:~ t.:e.ats must be within +5% of the standa~d value 
and l'l\USt have a sprfw!ad of .005 or lees. M!u::-k the box corresponding to the standa:t:d solution being 
us~d. (PRINTOUT ATTACHED) 

~0.10~ STANDARD - M\JST READ BE~'Vll<:EN 0 .095% Alm 0.105\ Il!CLUSIVE 
0.08~ STl>.lffJARD - MUS'f f{EAD BETWEEN o.07H AND O.OBH INCLOS!VE 
0. 04~ STANDARD - MUST READ 1lETWEEN 0.038% AND 0 -042t tNCLUSIVE 

TEST l .. 0.099 g/210L I TEST 2 .,, 0.099 g/210L I TES1' 3 .. , 0.099 g/210L 
INDICATE THE l\UMBER OF BREATH TESTS IN THE! ~OLLOWING RJ\NGES SINCE THE LAST MAINTENANCE REPORT: 

REFUSALS 0 I 0-.04 l 1 .OS•.09 1 I .l0-.14 0 I .15-.19 l I 0\ll';R .19 
1'..l::'>T ANl •"'<1:11'1 " 

_,, 
VI\ ~.vu.I.~ ,, . ., i'lun: ;o;1i.:;i MJUJ.C ,u ~ .............. ••• •v >•o 

SA.£'J;S~ACTOF<'.!L".f A..W WITH:l'.N eaTABLI.SH~D 4:t>lITS (USl:: OTHBR sroli.: 'f.Y tlSCBS.SAR'ij . 

INSPEC'f!NG OFFICeR 
" ' -· ' • .... HAWKINS, CHRIS 

IIl'r'> ]j, &'r.l'll'j.1:1 NU;>lll~~ "'re uo•·woo 

240311 107/30/2016 ( 816 ) 576-4333 

RETURN COMPLETED REPORT 'rO THE1 
Breath Alcohol Program, Missouri Department of Health and Senior Services, 
Southeast District Office, 

MO 590- ... .. a99 

P0/00 39\ld 

2975 Jan1es Blvd, Poplar Bluff, MO 
- -/l..'I :e:QQAL OP£>OR1UNIT'i/.l>.l-'l"lN1'1AlIVll ACtION El<II-LO'tt{R 

sti:i.-vicca pr(JVid~d on a fJ()nQ.i.oorimin1:1l;o~y basls 

3JI10d llNllM\1101 

63901 

Pi:L98L9918 

0 

dayc
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GUTH LABORA'TORIE:S, INC. 
590 NQRTM (17(11 t'>TR.~i;T * HARRISeURG1PA1;11t.4S11 • TELEPHONE: 717·564-6470' 

CERTI:FlCATE OF ANALYSIS 

Certified Alcohol Reference Solution for Simulator 

Random Samples of Lot Number 15220 of 

Alcohol Reforence Solution for Simulator were analyzed by 

gas chromatography on September 30, 2015, using a Perkin Elmer Gas 

Chromatograph Autosystem XL SIN: 610N9030209, and fuund lo contµin 

0.1214% (w/vol) ethyl alc~hol. The expiration date for this lot 

number is September 28, 2017 at 11 :59 PM. 

Whep used in a calibrated Simulator, operating at 

34°C +/- .2°C, this solution will give a breath alcohol 

analysis instrument reading of 0.100 gf210L +/~ 3%. 

The alcohol and water· used 111 this solution were 

free of test interfering substances. 

%·--/~/{~ 
Ted L. Pauley, President . 

GUTH LABORATOlUES, INC. 

NIST Traceability: 
Testing was conducted using Cetl/Jianl Reference Standard lot m1mber FN080Sl301 whose 
va/1rns are traceable lo NIST. 
All balanoes are calibrat•d annually by an 011fa•ide agency 11sing Nl5't traceable w!Jights. 
Calibration verification is don• prior to •aoh us·a 11tl/lzl11g NIST traceabl~ W•ighfs, ·· 

Pfl/£0 391id 3::>Il0d liNliMlilOl P1LSBLS918 
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STAIE OF MISSOURI 
bEPArWMENT OF HEAL'TH AND SENIOR SERVICES 

BREATH ALCOHOL P17JOGFlAM 

PERMIT 
TYPE II 

CI-IRIS HAWKINS 

/\ 

'·'\. 

Is hereby authorized lo Instruct and .supervlS'e opGrators, /rain ln$lruotors, lnspecf, aaUbrate, pe1iorm ·Held ~eivlce and repairs,, 
and operate the following breafh analyzer(s): 

INTOX EC/IR II 
for th~ determination of ll1e <1lc.0J101io content of bloo}l from a sample ot expired air. Permit Issued under Iha proVislons of sections · 
5Tf.020 through 577,041, RSMo and 306.111 through 306.119 RSMo. 

IEXPiRES JL3Jll20i6.._ _____ _ 

MO £00-077l {8-f-G) 
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3JI10d 11N\1M1110l 

(AJ!;. ,__s-===? 
PIA1'10TOR Of STATE ~USLIO HEALTH lABORATORY 

DIR•CTOR OF D!il'ARTMENTOF Hl<ALTI·IANDS~NIOR seRVJces 
t.AB--4 01:Ei·i0) 
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