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MISSOUR! DEJ?AA'rMIJ:NT OF HEA1'TH AND SENJ.OR SERVICES 
STATE PUBLIC HEALTH 1'ABORATORY 
BREATH ALCOHOL PROGRAM 

INTOX EC/IR II MAINTENANCE REPORT 
comp.I.etc this l'.'(:lport at t.he t. me of t 1e reg1» e.r. mont y pr.ovcnt.:.ve ma:i.ntcnnncc:: Ch<!!cl~ (not to exceed JS 

days). Complet.e th:f.o r.cport whenever the instrumEint ia serviced or repaired and wheneve.l;" $.t ;l,r.; p~.o.cc::d 

inr;o ne:t'vicc. Rct.:i.in the original and E1end a copy withiu 15 a.~}'l'l to the P,.r,-e().th Alcohol Program, DHSS. 
~~TOX EC/IR II SN 

l.2839 
l,OCA.TION OF IN.'.iTRUME:NT {STRl!J':T A~D c;t1::x! 

h"AMR Of" .t..(JRtlC'\" 

Lake Lotawana Police Dep 

100 Lako Lot.a.wane. Dr. T.iake Lotawana 

DhTE OF INSPECTION 

06/28/2016 
TIME OF IN'SP.ECTION 

1B1os coT 
CHl!:CKLIST1 p·.ace o. mnrk in the box by each .tern 1f found to e f.l.9t.. f) ;actory or i~ operating within 
esto3bJ.iGhed limits, (~Jrite in QbAe:i:ved valuef.l wher.e determined} , Unmtirkt:d items must. be corr('!cted 
before ue.ing it)r,.txumont. 

DIAaNOSTIC RECORD 

l!IBLAN'I< CHECK 

FC ~ TEMP 

SRC TEMP 

DET TEMP 

BT TEMP 

S'W 2 TEMP 

ETH CHECK 

BREATH ANA~YZER ACCURACY STANDARDS 

G\JTH 

l!JSIMUJ.,,A.'J.'OR TEMP { 34 °c ±.0. 2 °C} 

34°C •/- .2° 

[!)CALIBRATION CHECK • (ON!.Y ONE STANDARD 

CRC COMP CHEC)( 

CRC Ci\.L Cl!BCK 

MUNT TEST 

COMPRESSEP ETHANOL•GAS MJ.XTURE 

LOT/I 15220 

SJ.NULATO~ G/I~ 

dro933 

EXP.. Pl>.Tll! 

SIMULATOR EXP. PATE 

Ol./?.1/2017 

IS TO BE USED PER !,!l\INTENANCE RE~ORT) 

09 28 2017 

REPORT 113 

Run th:t°ee tests using a. standai:;d solution. All r.hr~~ t:.~sta mus.t be within ±5% of the standard value 
_____ and must have a sprcad--of. -005 or. less. Mark the box cori.~osponding- to the--standard solution be~.ng 

\l,eed. (PRINTOUT ATTACHl!:D) 

§0. J.Oi STANDARD - MUST RBI\)) ))JlT•!EJlN 0, 095% ANO 0, 105% INCLUSIVE 
0. 08% STANDARP - M\JST READ BETNEEN 0, 076% AND 0. 064% J.NCf..\JSXVB 
0. OH STANDARP - MUST READ .BF.:'.l'WP.:F.:N 0, 036% ANb 0. 042\ INCLUSIVE 

?:EST 1 0. 098 g/2J.OJ., TEST 2 ,.,. 0. 099 g/210L TEST 3 0. 099 9/2101.. 

INDICATB THE NUMBER OF BREl\TH TESTS IN THE rOLLOWINa RANGES SINCE THE LAST MAINTENANCE REPORT• 

0 .10-.14 0 .15-.19 0 OVER .19 

. ~ ' ' ~ i.) l '.~ 
SATI.Sr-'J\CTOR!L\' AND KIT.HlN ESTADLI~HED L!M'.r.'tS {tl!'lli: OTHER a;i:n'I) If" tlECESSARY). 

' 21,0311 07/30/2016 ( Bl.6 ) 576-4333 

RETURN COMPLETED REPORT TO THE: 
Breath. Alcohol Program, Missouri Depax-t1nent of Health and S~:n:i.or. Se1'vices, 

Southeast Pistr:lct Office, 2875 James Blvc.J., P.oplar Bluff, MO 63~0). 

Y.O 5e0-2B99 J\.'-: EOU/\L Ol>PORTUl-l!TY/J.i.f~;J;RM,..TIVE l\CTION EMPLO'lER 
e.ervicec: provided on ~ nondi::i.crimin~t.o:ry b<t.9.i.13 

0 

dayc
Received
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<: ;7 GUTH LABORATORlE:S, INC. 
11v~ 590 NORTH 67lh ~TR6E.1 ~ HARRISBURG, PA 17111-4!:11 o T.EJJ~PMONE;J 717·1.iitf·!'·)70' 

CERTIFICATE OF ANALYSIS 

Ccrtifiod Alcohol Rcforenoe Solution fo1• Sfro.ulator 

Random Samples of Lot Number 15220 of 

Alcohol Rcforeuoe Solution 'fot Simulator were analyzed by 

gas chromatography on September 30, 2015, using a Perkin Elmer Gas 

Chromatograph Autosystcm XL SIN: 610N9030209, and found to cont!l-in 

0.1214% (w/vol) ethyl alc~hol. The expiration date for this lot 

number is September 28, 2017 at 11 :59 .PM. 

Whc~1 used in a calibrated Simulator, operating at 

34°C +/- .2°C, this solution wUl give a broath alcohol 

an.alysis instrument reading of 0.100 g/210L +/- 3o/o, 

The alcohol and water· used in this solution were 

free of test intei:fedng substances. 

~-/~~ 
Ted L. Pauley, President . 

GUTH LABORATORIES, INC. 

N1Sr Traceability: 
Testing was ao11d11cted using Cerilliant 11.eferellce Standard lot number FN080S1301 whose 
wiluas arc traceable flJ NIST. 
All balances dre cttlib1·ntcd a11ttualfy by an outside agency using NIST traceable weights. 
Calibration vert'floaffon is done prior 10 ~at:h use utl,//~lng llIST traceable ".J><Jights. ·:· 
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STATE rJf ~aISSOURl 
DEPA!=tTMENT OF HEAL TH AND BBNIOR 8ERVIOES 

SfiEATH Ar~OOHOL PPtOGlfiAM 

PERn~rrr 
TYPIE ~~ 

CHR1I§ JBL.4-WKJCN§ 
-~----~----~~ 

PAGE 04/04 
/ . 

Is h~teby A.ufnorized lo lnsf111ct and supervlse operalom, 1r1rtin (nslrnotors, Inspect, oa{ibrato;, pQrform fleld ~srvic0 and repaJrs, 
llnd op~rale th<i> foOowin~ bre11fi1 aMly-2er(s): 

JrNTOX JEC/m n 
--~---~~---~--~ 

·ro1' )hf' tlsterrofnatlon olthe £.1lcohollc eontent of bloo;lfrom a sa111pfe of expired air. P~rmil issued under1!1s provisions of ssctlona 
577.020 fhl'ough 577.041, RSMo rmd $06.111through306.119 RSMo. 

,, 
NUMBER 24.0.31.:~· --~--
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